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SECTION I 


INTRODUCTION AND SUMMARY 


The goals of this program were to analyze- the techniques 
for laboratory simulation of the solar wind and to establish 
an optimized design for such a system. Simulation of the 
solar wind is necessary for the development of -long lived, 
radiation-resistant thermal control coatings for use on 
spacecraft. This program was motivated by the fact that 
laboratory • experiments did not. appear to duplicate the changes 
that occurred in the thermal control coatings used on opera- 
tional spacecraft. 

This study consists of four major elements: (1) the 

evaluation of the experimental data of the solar wind, (2) 
the establishment- of a set of requirements for a solar wind 
simulation system, (3) the evaluation of the techniques and 
apparatus that could be used to generate- the required ion 
be^, and (4) the design of an optimized solar wind simu- 
lation system. 

This study was limited to the simulation of energetic 
particulate solar radiation (i.e., protons, alpha particles, 
highly charged heavy ions, and elections) , and did not in- 
p:iude consideration of the simulation of the solar photon 
(i.e., electromagnetic) radiation. It also did -not extend 
to the analysis of the effects of the particulate radiation 
on the thermal control coatings . i / 

The first task was to characterize the s.olar_ Under 

quiet sun conditions, the solar wind consists of about 95% H^, 

4% He^^,' and 0.5%. heavy ions of which only 0^^, 0^^, and 0^^ 

have been identified. During periods of solar activity, the 
2+ 

He (and by- inference the heavy ion) concentration is greatly 



increased,. Tne JH. energy ranges from the quiet sun- value of 

0.5 keV to solar flare conditions of 3 keV, with a mean value 

about 1 keV. The normal particle flux is 2 'x 10 cm sec 

-li 

which IS equivalent to an ion current density of • 3 x -1,0. - — " 

\A cm ^ _^^^^y^-he-^ddan-W.ind ..electr ons hav e a maximum_en&rq-y— i-n-^~. 
'i±i'g^ange'“o'f‘~20“-to— 4-0— eV-... 

With this information concerning the solar wind and with 
limitations imposed by the experimental conditions, the -re- 
quirements for the system are developed as part of the second 

task in this study. While the proton - energy range of 0.5 to 

8 ”2 —I; 

3 keV and the flux range of 2'x 10 cm sec for- a normal 

11 -2 -1 

exposure to a value of 2 x 10 cm sec for accelerated 
testing are easily specified, the specification of the ion 
composition requires information about chemical and mass ef- 
fects that is -not presently available. Second order simula- 
tion with protons and alphas and third' order simulation with 
protons, alphas, and stripped heavy ions are considered; 
however, because few, if any, experiments have been performed 
with an adequate first order simulation (only protons) ,' this 
study. was limited -to a proton beam. 

In addition to these requirements, the following set of 
test conditions was defined to achieve adequate first order 
simulation of the solar wind. 

(a) Beam purity — The proton beam must be pure to avoid 
sample degradation by materials not present in the solar wind. 
The contaminants most likely to be found include fast charge- 
exchange neutrals, material sputtered from the electrodes or 
walls of the vacuxam chamber, and Lyman alpha radiation gen- 
erated by the hydrogen discharge in the source. The charge 
exchange neutrals, which are created when protons pass through 
a relatively high pressure- hydrogen gas such as in the extrac^- 
tion canal of the ion source / are particularly bad because they 
are not easily detected and yet will produce degradation equiva 
lent to protons of the same kinetic energy. ^ The best means of 



providing a pure beam is to physically deflect the desired - 
particles (i,e., the protons) out of the beam and onto the 
target, leaving the contaminants (fast neutrals and Lyman 
alpha photons) to pass undeflected into a trap or onto the 
chamber walls (see section on mass separators) . 

(t>) Test chamber pressure — It was estimated that the 
test chamber should be held to an ambient pressure of less 

-7 

than 5 X 10 Torr of background hydrogen pressure and that 
other gases have a total pressure of less than 1 x 10 Torr. 
It is particularly important to keep the test environment 
free of all hydrocarbons such as diffusion pump oi-1 and 
vacuum grease. 

(c) Sample temperatures — It was estimated that all 
tests would be conducted between the temperatures of 100 to 
450°K. 

(d) Test system lifetime — Typical tests were estimated 
to be of the. order of- 1000 hours.- Some shorter tests may be 
conducted at an accelerated rate by increasing the flux den- 
sity, although a limit based on a reciprocity failure rela- 
tionship has not yet -been defined. . It -is suggested that a 
valve be provided between the ion source and the sample cham- 
ber so that repairs of modifications to the source can be 
made if they become necessary during a test. 

(e) Neutralization of surface charge — It was shown 
that a positive surface- charge may accumulate on the samples 
when they are- bombarded by the ion fluxes to be used during 
the test. While the extent of this acciamulation depends on 
the sample resistivity, it is suggested that all tests be 
conducted with a neutralizer consisting of an electron gun 
which floods the target with 20 to 40 V electrons. 



Figure IV-1 shows a typical solar wind simulator which 
is described in" detail in the' report. It consists of five 
basic elements — the proton source, the mass separator, the 
ion beam transport' system,- the beam measurement apparatus, ■ 
and the vacuum system (which contains the entire device and 
provides the proper a-tmosphere for the tests) . Each of the 
first three units is treated separately, and then an example 
design is- discussed that includes' a‘ typical beam monitor. ap- 
paratus and vapuum installation. 

The- ion source must provide a -proton .beam', with the nec-' 
essary energy, intensity, and stability over the desired • 
lifetime. The. .only practical sources that provide the de- 
sired quantity of protons with a sufficiently small energy 
spread to traverse the mass separator , create the protons by - 
electron bombardment of hydrogen gas. The characteristics of 
all the sources considered are summarized in Table IV-2 in 
the body of the report. Only two have the required properties. 
Of these, the rf- discharge was .chosen as most -suit-able because 
it is-, able to produce the desired total current' required to 
irradiate 10 standard samples -at .-an .accelerated test rate 
1000 times greater than the . "standard" 'solar wind . The se.cond 
cho'ice the low- voltage electron, source — 'is able- to operate 
stably over a much wider current' range than the rf= source, but 
it is -very inefficient at the 'high current levels and' would 
place an undue' load on the vacuum' pumps . Techniques for ex- 
tracting and focusing the proto'hs from each of these sources 
are ■ discussed . 

- The mass separator must' bend the proton beam out of the 
main beam from the source, while introducing a minimum of 
aberrations that will perturb the beam uniformity at the tar- 
get. The four- types- of separators, studied and their charact- 
eristics are listed in Table IV-4^ Again, two types — the 



magnetic sector and crossed electric and magnetic field — were 
found suitable for this application, The magnetic sector was 
chosen for the example design, primarily because it is much 
more generally used and its performance more completely 
documented. 

The- ion optical system is critical in fulfilling the re-- 
guired -specifications -'because it transports the ion beam from 
source to target and provides a means of attenuating the beam 
to achieve various . flux levels . The output. from the ion source 
and hence the input- to -the ion optical system are characterized 
by an emittance diagram that defines the angular divergence of 
the ion trajectories at every radius. The critical source 
parameters should be measured for any particular source to be 
used, before the ion optical system design is finalized. The 
basic philosophy of design used here was to maintain a small 
beam with little angular divergence alohg the path from the 
source through the separator up to the final lens, which ex- 
pands the beam to cover the target-. By keeping the beam diam- 
eter below 0.5 cm and using einzel or unipotential ■ lenses 10 
times this diameter, the aberrations -.can be kept small to pre- 
serve- the laminar nature of the beam and hence the uniform 
coverage of the target. A digital computer technique was 
evolved to perform the iterative calculations to define -the 
beam shape. 

Two system advantages arise from this design.- First, by 
keeping the beam small it is possible to insert a small aper- 
ture between the source and the target’ chamber. This aperture 
provides a relatively high impedance to the neutral hydrogen 
gas that flows from the ion source thus permitting a differen- 
tial pumping system to be effectively used -to remove the hydro- 
gen before it raises the pressure in the target chamber.’ A 
second advantage is that .with the system described -above, it 



is possible . to maintain the beam' diameter small all the way 
to the. target and to s^ibstitute a set of deflection plates 
for the final diverging lens. These plates may- be used -to 
raster the small proton beam over the .target. This rastering 
system has the advantages of providing more uniform target 
coverage, better- control over the, beam intensity, and more ac- 
curate-measure. of the -beam intensity. The principal -disad- 
vantage is that the- ion arrival-. at the target pulsates at the 
raster frequency; . it has not -yet been established- that- this 
accurately . simulates a dc-. beam of an intensity equal to the 
average -intensity of the rastered -beam. Because- of the signi- 
ficant-system advantages, it .is -suggested, that this point .■ be - 
established and- that a rastered beam be used if possible. 

. - The proton,' electron,’ and photon detectors are' mounted 
on the -underside of the sample mounting -plate. A faraday 
collector is used to determine the ion beam flux, flux dis- 
tribiition, energy, and energy -spread. - It is also used to 
Inon'itor the beam during the run. - A servo loop is used to 
adjust the beam parameters - to hold them to a fixed' value. 

The vacuum system consists of two main elements — the 
beam- forming components and-- the sample chamber.. These- can. be 
isolated by' means ' of .a gate valve -to • permit pressuri'zation- of - 
one half without- affecting the other.- The system is all metal 
with- titanium- sublimation and -sputter- ion pvunps . 



SECTION II 


PARTICULATE ENVIRONMENT IN SPACE 


The energetic particle flux found in space can be 
divided into three major categories. One includes a number 
of particles found within the space over which the earth's 
magnetic field extends. This consists of the "thermal plasma" 
which extends out from the ionosphere into the geomagnetic 
cavity, the plasma sheath, the Van Allen radiation belts, and 
the magneto-sheath. The second category is the solar plasma 
or solar wind found in the interplanetary regions. The third 
consists of the cosmic rays , 

The particle environments of principal . interest to the 
designers of' spacecraft are the solar wind and the -radiation 
that exists at synchronous orbit. Stanley and Ryan (Ref. 

II-l) have published an extensive siimmary of the synchronous 
orbit charged particle radiation environment. This section 
of this report summarizes the properties of the solar wind 
that have been. determined by satellite probes. This sum- 
mary will be used to establish the general requirements for 
an optimized solar wind simulator. 

The solar wind is- the term applied- to the streaming 
plasma which is evolved from the sun. Recause the energy 
of the particles is much greater than that which can -be asso- 
ciated with the corona temperatures-, it is believed to re- 
sult from a supersonic expansion of the carona's charged- 
particles coupled to the sun-'s magnetic • field (Refs. II-2 -to 
-II-4) . The- plasma is neutral, having an equal- number of 
positive charges -and electrons per unit volume. - The ions 
and electrons have much different velocities . 



A. SOLAR WIND. COMPOSITION 

The most abundant . ion is the-hydrogen ion, (i.e., 

2 + 

a proton) . The second most abundant is that of helxum He 
(i.e., an alpha particle).* Although there are ‘spectro- 
scopic data indicating the presence of many other elements 
in the sun, only multiply charged oxygen ions 0,0, and 
O^"*" have been identified (Ref. II-6) at this time. Other 
ions are believed to be present, but their low relative 
abundance and the number of ionic states makes it very diffi- 
cult to identify them by means of energy per charge detec- 
tors. The foil collector experiments made during the recent 
Apollo flight • should provide more information about the 

heavy ion composition of the solar wind. 

2 + + 

The He to .H ratio (n /n ) has been measured by the 

a • p 

Vela satellite and found to, vary from less than 1% to over 
15% (Ref. II-5) . This variation is believed to, reflect true 
changes in the plasma composition. The average value of 

n /n (for quiet sun conditions) is about 4.5%.’^ During 
a p 2 + 

solar flares , the plasma contains a much greater He con- 
tent. In a recent class 3B flare, an n /n ratio of 22% 

a p 

was observed (Ref. II-7) . Under this condition nearly half 

2 + 

the charge of the solar wind is carried by the He ions . 

*The major part of the information in this section has been 
obtained from; Huhdhausen ' s paper on the direct observation 
of solar wind particles (Ref. II-5) , Material not refer- 
enced to others was obtained from this paper. 

The nQj/np ratio was measured over ■ a 2 year - period' by the 
Vela 3A and- 3B satellites. During this time the ratio 
varied from 0.01 to 0.08 and had an average- value of 0.037. 
(D.E. Robbins, A.T, Hundhausen, and S.J. Barney J. Geophys. 
Res. 75.. 1178 fl970K’> 


8 



This indicates -that the solar plasma - composition varies with 
solar activity. The heavy ion components could be resolved 
only under quiet sun- conditions . During this period it was 
about 0.5% (by number ratio) of the proton' flux (Ref. II-6) . 

B. SOLAR WIND PARTICLE -ENERGIES 

t ' 

The solar wind proton energies were first accurately 

measured by the Mariner 2 satellite (Ref. II-8) during the 

period September through December. 1962 . The average of the 

daily average- proton -velocity for the period was 504 km sec ^ 

(equivalent to 1325 eV energy).* The 3 hour averages ranged 

-1 

from a low energy of 532 e'V (v = 319 km sec ) to a high 
energy of 3100 eV (v = .771 km sec ^) . A graph of the 3 hour- 
average valhes of the plasma velocity and of the proton num- 
ber density is presented in Fig. II-l. During this period 

the solar wind consisted of a series of long-lived- high- 

velocity streams separated by a slower plasma. This slower 
plasma is associated with the quiet sun condition and has an 
energy of about 534 to 603 eV (v = 320 to 340 km sec ^) . 

*The satellite instrumentation measured the protoh energy. 
Theqe data were reported as a velocity using the following 
relationship 

„ 1 2 
eV = ^ m^v 

V = 5.22 X lO”^ v^ 

V = 1.38 X 10^ 

where 

e = 1.60 X 10- coulomb 

V = volts 

-27 

itijj =-l,67-x 10 kgm (proton mass) 

-1 1 

V- = m- sec 

In this summary, we have conver-ted the velocities to the 
appropriate energy unit. 
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Fig. II-l. Three-hour averages of the solar wind flow speed 
and proton density, as measured on Mariner 2. 

The time interval has been broken into standard 
27-day solar rotation periods (from Ref. II- 8) . 
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The Vela 2, Vela 3, and Vela 4 series of satellites 
have made observations over the period from 1964 to 1967, 
which was a period of minimum solar activity. During the 
period of July 1964 to July 1965, the Vela 2A and Vela 2B 
satellites (Ref. II-9) made about 13000 measurements. The 
mean value was 920 eV (v = 420 km sec , and the largest 
number of cases were for aSSOeV (v= 325 km sec '^) parti- 
cle energy. This is shown in Fig. II-2. The largest peak 
appears to be associated with the quiet sun condition which 
was prevalent throughout most of this period. 


eV 


HRL2iO-42RI 


52 208 468 832 1300 1872 2550 



Fig. II-2. 'Distribution of solar-wind 

ion energy and velocity from 
July 1964 to July 1965 (from 
■ Ref. II-9) . 

2 + 

The He is observed to have an energy per charge 

(E/Q) ratio that is twice that of the protons (Refs. II-6, 

II-8) . Thus the energy of the alpha particles is 4 times 

that of the protons. The highly charged heavy ions (0 , 

6 5 "t*' 

0 , and O ) , which could be resolved only in a quiet sun 

period (Ref. II-6) , had energies of about 14 keV and an E/Q 
ratio of 2.65 that of the protons. 




In summary, the solar wind proton energy ranges from a 

low value of about 550 eV that is associated with quiet sun 

conditions, to, a mean value -in the neighborhood of 100 0 eV 

and to an upper limit pf about 3000 eV that is associated 

• 2“i“ 7 

with solar flares. The energxes of the He ,0 ,0 , and 

0^ are -related to the solar activity in a similar fashion. 

C. SOLAR WIND PARTICLE FLUX 

The solar wind ion flux - during quiet sun .conditions is 

8 ' "2 

apparently a constant value of approximately 2 x 10 cm 
sec The fraction of time in which the solar wind exhibits 

the quiet sun condition varies with the solar activity over 
the 11 year solar cycle. During the Mariner 2 measurements, 
which were made during a period of declining solar activity, 
the quiet sun condition was observed for short - periods 
between long lived higher velocity plasma streams (see 

Fig. II-l) . The average value of the density was 5.4 pro- 

"3 8 “2 

tons cm. , which leads to a flux of 2.4 x 10 protons cm 

sec During the Vela 2 and ’-3 measurements, which took 

place during the minimum in- solar activity, the quiet -sun 

condition was present -for a large fraction of the time. 

During the quiet sun -.period in which the Vela series- 

of satellites were -operating,, an. average total positive ion 

8 “2 “1 
flux of 1.^75 X 10 positive electronic charges cm sec 

were observed (Ref. II-5) . . Under these conditions the plas- 

2 + 

ma consisted of approximately 4.5% -He (by number), which 
represents about 9% of the total charge in the solar plas- 
ma.* The differences in these values reflects both a differ- 
ence in the degree -of solar activity and that the Mariner 2 

The aluminum foil collector experiment performed during the 
Apollo 11 mission showed the He'^ component of the solar wind 
to have a flux of 6.3 ± 1.2 x 10® particles cm“2 sec”^. 

(F. Biihler, P. Eberhardt, J. Geiss, J. Meister, and. P. Signer, 
Science 166, 1502 (1969).) 
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values were- obtained under an assumption of a radial solar 

wind velocity. Vela 2A and 2B- (Ref. II-9) measurements of 

the flow direction of the solar plasma indicated a mean 

flow about 1-1/2° east of the Earth-Sun line. ^ 

An example of the change in flux that occurs is taken 

from the plasma shock that resulted from the class 3B' flare 

of 13 February 1967 (Ref. II-7) . The proton flux changed 

' 0 _2 — 

from a preshock wave value' of 2,0 X'lO cm sec- to a 

' 8 “2 ‘ "1 

post shock wave value of 5.8 x 10 cm sec . At the maxi- 

3 ^2 ”1 

mum, the flux was 8.3 x 10 cm sec . These increases 
were associated with an increase in the proton energy from 
385 eV to 770 eV to 1920 eV, respectively. 

D. SOLAR WIND ELECTRONS 


Observations of the properties of the electrons in the 
solar wind are difficult because of the fact that the 
average energy of the electrons is- low. The low energy of 
the .electrons means that the spacecraft potential -can perturb 
the measurement ■ and that solar light fosuned photoelectrons 
can cause erroneous measurements. 

The most accurate measurements are the recent ones ob- 
tained with the Vela 4B satellites (Ref.- II-IO) . The elec-, 
tron properties were measured with- an electrostatic analyzer 
which had 20 continuous energy intervals (channels) . The - 
results, which are- presented in Fig. II-3, .show that the elec- 
tron energy spectrum- has a broad, maximum in the energy range 
of. 20 to 40 eV.' The electron, distribution function shows 
a Maxwellian distribution. for those -with velocities less 
than about 5000 km sec ^ (or energy less than 140 V) and a 
high energy tail (at higher velocities) that has a different 
distribution,. The measurements of the electron bulk speed 
and density agreed with measurements of the -positive ion bulk 
speed and density, thus indicating the validity of- these 
measurements of the electron properties . 








SECTION III 


SOLAR WIND SIMULATOR REQUIREMENTS ■ 


The design analysis for the optimi 2 ed solar wind simur 
lator must have as a foundation a set- of requirements- that 
are based on. the .characteristies of the solar -wind (sum- 
marized- in Section II) , and on the limitations imposed by 
the laboratory environment. The following specifications, 
presented in RFP A-15122 (FG-5) , are typical of those gen- 
erally used. The .simulator would have a 99% pure proton 
beam, of - 10 cm diameter at- the target plane with a ±5% uni- 
formity. The proton energy should be controllable at any 

point from 0.-5 to 3.0 keV with less than a 10% spread. The 

8 11 — 2 - 

proton flux should- range from 2 x 10 to 2 x 10 . cm- 

■ -i • ‘ ' 

sec at the sample for the total energy range . The .system 

should -be capable of continuous operation for lOQO hours. 

• ' -7 

It should operate wxth -a chamber pressure of ‘5- x -10 Torr 

or less, with a sample temperature controllable over- the ■ 

range of 100 to 450?K, and with simultaneous solar ultra- 

viole-t radiation (vacuum and near ultraviolet) , protons and 

g 

electrons of 10 to 100 eV energy .and flux range of 1 x 10 
12 -2 -1 - 

to 1 X 10 cm sec at -the sample planef, 

A detailed analysis of- these and-other physical char- 
acteristics of the -solar wind simulator is ’presented in 
Section III-A. ' In addition, a theoretical analysis of 
problems such as the neutralization- of the ion beam charges , 
ion-atom charge • exchange , and ion solid reactions such as 
sputtering is presented in- Section III-B. 



A. 


PHYSICAL CHARACTERISTICS OF 'THE SOLAR WINC -SIMULATOR 


The objective of this subsection is to establish the 
conditions for the laboratory simulation of, the solar wind. 
The analysis of the particulate environment of space (Sec- . 
tion II) is used as a. basis for.- this discussion. Additional 
factors such as the duration of the -tests, the cost and 
complexity of the equipment, and the problems of- accelerated 
testing are also considered. The discussion involves es- 
tablishing the ion composition, flux and' energy spectrum, 
electron flux and energy - spectrum. 

1. Positive Ion Composition 

All efforts to date to simulate the solar wind have used 
either proton beams that were purified by mass separation or 
mixed (unpurified) proton-molecular ion (H 2 ) beams. Simula- 
tion in this manner was justified -by the fact that the solar 
wind is predominantly -composed of protons. This element of 
the report -will analyze the factors which determine the ion 
composition- necessary for simulation of the solar wind. 

The average composition of the solar -wind during gu-iet 

- 1 . 2,+ 

sun conditions is .about 95% H , 4% He , and less than 0.5% 

total heavy ions. The heavy ions can be distinguished only 

under quiet sun conditions.- The n /n ratio (the ma^er 
2+ + cx p _ 

of He to the number of-H ) varies from less than 1% to 

more than 15%. The higher values are associated with solar 
activity. The implication is that the solar plasma composi- 
tion changes.- with solar activity and that the hea'vy - ion con- 
centration can be larger . during- solar flares. 
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The degree of simulation of the solar wind can be 
divided into three categories: 

(1) first order simulation, which uses only protons 

(2) second order simulation, which uses both protons' 
and alphas in about a 95:4 number ratio 

(3) third order simulation with protons, alphas, and 

highly charged • heavy ions (such as O^'*' - . 

etc.) in about a 95:4:1 number ratio. 

The significance of these' three levels of simulation is pre- 
sented in the - following discussion. 

A third order simulation of the solar wind involves the- 
use of three different ion sources, and thus is extremely com- 
plex. In particular, the production of highly charged species, 
such as O - , with energies ranging from 10 to 50 -keV is a diffi- 
cult problem- and is prohibitively expensive. In the event that 
the effects of the heavy ion component (such as sputtering, 
chemical reactivity, and energetic x-ray photons and Auger 
electrons produced by the interaction of the ions and the sur- 

t 

face) are significant, an alternative technique could be used- 
which involves an 0 ion source to simulate the heavy xon mass 
and chemical effects,, and a low energy x-ray source. to simulate 
the -x-ray and Auger electron effects. 

+ 2+ 

Second order simulation with bofh H and -He •- ''ion 
sources -does not appear particularly useful when compared 
with a first order , simulation. The alpha particles do not 
react- chemically with the target. - The sputter yield of the 
alphas is not significantly greater than that of the -pro- 
tons ^ The x-rays and Auger electrons resulting from the 
neutralization of the 25 and 54 eV first and second ioniza- 
tion potentials may be significant. It should- be possible 

2 + 

to duplicate the He effects -with protons and thus avoid 
the ■ increased costs’ and complexity of a .dua-l source system. 
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Based on the present information concerning radia-^ion 
effects of the solar wind oh the thermal control -materials,. 
a- first - order simulation with only protons is an- adequate 
degree of - simulation. In- addition, the development -of - an- 
optimized proton simulator,- which - is the goal of this pro-r 
gram, has yet to be completed; . realistic tests -must be run 
and evaluated before second and’ third order effects can -be 
considered. In- some cases-, modification of the proton -dose 
(flux and' energy) may serve to simulate some of- the second - 
and third order effects. Thus it is concluded, that a simu- 
lated solar wind -should consist only of protons. 

2 . Ion- Flux 

The simulation of the solar wind requires an ion flux 
8 — 2 ' —1 

of 2 X -10 cm ‘ sec- , which corresponds to a proton cur- 

-11 -2 

rent density of 3 x 10 A cm . This value is based on 
the Mar-iner 2 data which were -obtained during a period of 
declining solar activity and the -Vela series which operated 
during a period of minimum, solar activity. It may“b“e- neces- 
sary ■ to modify this value when measurements are made durr 
ing the next period of maximum solar activity. Based on 
the flux changes observed during. a flare and .the differ- 
ences between- the Mariner and the -Vela values, it is esti- 
mated that the change in value will be no more- than a fac- 
tor 'of three. 

Accelerated testing of the thermal control coatings 
may be necessary in order to shorten the laboratory testing 
period. -This is .particularly -true when radiation resis- 
tant-coatings have been developed. At -present, accelerated 
testing is -. performed with 5 to' 50 equivalent suns -of photon 
radiation. The limitation is the -limited output of- the^. 
ligh-t sources, and the -problem of reciprocity failure of- the - 
samples . 
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A goal of this study was to design a‘ simulator capable 

11 -2 "1 

of .operating at- proton flux levels up to 2 x 10 cm sec- , 
which would make possible testing at levels up to 1000 times 
the normal solar plasma flirs. This is ah acceptable design 
goal as far as the ion physics or engineering aspects are 
concerned, It -is important to note that the operating limit 
may be less than 1000 times' the solar plasma flux because 
of reciprocity failure in the sample. This is determined 
by an analysis of the dose versus damage curve for the specific 
material . 

The flux level may be greater if a scanned beam is 
used . to ■ irradiate the sample^; In this technique, an 
intense beam of small- area is swept -over the sample sur- 
face in much the- same way as an electron beam is used to 
form a -television image. ■ The advantage of this method is 
that it -makes possible a very uniform irradiation of the 
total sample area and that it makes -the control of the flux 
level .easier. The two major conditions associated with the 
raster technique- are that the local increase in beam in- 
tensity must not be large enough to result in reciprocity 
failure and that the lifetime of the proton induced radiation 
damage must-be such that there is no difference in the damage 
that results from the scanned beam and that which results from a 
continuous beam. An- analysis of the latter condition is pre- 
sented in Appendix A of this report. The conclusion of this 
analysis which is- based qn a thermal spike model of radiation 
damage/ is that the-damage- (i.e.- , -color center density) is 
established by the defect. density which is a 'function .of the 
dose. There is- no significant difference between the - continuous . 
and the rastered irradiatiqn of the samples. In. addition, the • 
bleaching time is large enough that the raster rate will not 
be a significant factor. 
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3- 


• Pjcoton- Energy 


The energy of the. solar wind protons,, varies -'with the 
solar- activity-. As surnmarized in. Section li-B,. the -proton 
energies range from the quiet sun -condition with 500 'eV' 
protons to. the flare conditions when the protons can. have 
3 keV energy. There'-.is always sufficient • solar activity 
that even during the period of minimum- solar activity the 
mean energy of the protons is about .-1 keV. 

4 . Electron Flux and' Energy 

The most direct way of- specifying -the electron emis--. 
sion capability of- the neutralizer - is -to state that, it be 
capable of. providing sufficient electron current to 
neutralize the proton beam charge at any proton beam- operat- 
ing-level. Based on the observations of the solar wind 
electron energy, the neutralizer should produce electrons 
of about 20 to 40 eV 'energy. 

5 . Beam Purity 

It- is desirable -to have- a proton beam of the .highest- 
practical purity. However, limiting the impurity ions to 
a particular concentration does not -insure • that- the physical 
effects of the impurities will be small compared with -that- 
of the protons.' 'An example is -that of sputtering, which -is 
discussed in Section III-B-3, 'The sputter -yield for- heavy 
ions is', about 10 0 times that of protons, so that- the sputter- 
ing effect of a 1% heavy ion- impurity would be -equivalent . to 
the 99% of the beam' that is- protons. 

A solution to. this problem is -to. set a -dual impurity 

specification which permits up to l%.of H' in the beamiand 
-3 ^ 

a maximum of 10 % of all other heavy -ions.- The molecular 
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hydrogen ion the major . impurity/ has chemi*; 

cal and physical effects -that are quite -similar to those 
produced by the protons < Therefore, the effect of the 
molecular ion should scale approximately as does its concenr 
tration in the proton beam. 

There are two sources of gas that are responsible for 
the heavy ion impurity: (1) the impurities that are present 

in the hydrogen gas supply; (2) the gases. that are desorbed 
from the surfaces of the ion source and from the walls of 
the vacuum chamber. The amount of adsorbed gas can be con- 
trolled in two ways. The first is to remove it by pumping. 
This can be accelerated by "baking out" the vacuum system 
(i.e., heating the system to about 250 to 350®C) . The 
second way is to operate the source for a period of a few 
hours (Ref. III-l) prior to the actual run-. The- presence 
of heat and ions from the plasma will clean the surfaces of 
the system. The control-of the impurities in the. hydrogen 
gas supply requires the use of the research grade of hydrogen 
which has apurity of 99.9995% 'minimum (Ref. III-2) . 

Another aspect of beam purity not -specif ied is the 
presence of energetic neutrals formed by charge exchange 
(see Section III-^B-2) -. As the fast ..neutrals will have the 
same mass' effects -on the surface -as do ions, and because 
they are not registered as a current and" are therefore not 
included in the dose measurements, it is essential that the 
nximber of charge exchange neutrals not exceed 1% of the 
proton flux. This factor is also discussed in Section IV“B, 
as it is an important element in the selection of the mass 
separator system. 

The beam purity requirement should also specify a limit 
for energetic photons (Lyman a radiation) which are produced 
in the ion source. An estimate of the magnitude of the photon 
production in. an rf ion source is presented in Appendix B. 
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These photons, which are due to the excitation of hydrogen-. 

,♦,* . • A 

atoms and" molecules by electron bombardment, have energies 
of about 10 eV. They can cause a very marked effect in. the 
degradation of .thermal control' coatings' (Ref. III-3) , The 
production of photons • is negligible in- the low pressure 
electron bpmbardment ion sources and pronounced in the plasma 
type ion sources. This factor is considered in the selection 
of the ion source- in Section IVr-A and in .the selection of 
the -mass- separator in Section IV-B . 

6. Vacuum Requirement 

The' vacu\am requirement for this type of test -.has typically 

required the_solar wind simulator to operate with a sample'- 

“7 

chamber pressure of 5- x 10 -Torr or less. It is useful to 
augment this specif ication by- defining the operating conditions-, 
in terms of the. partial pressures. of the residual gases-that 
are present. This is important .because some gases -are known -- 
to cause bleaching -of - some -of -the color centers formed in the 
degradation of the thermal control -coatings . The tpleranice 
limits for these gases must be set to insure - that they- will 
not interfere- with the experiments. 

Duplication of the vacuum condi.tions that exist -in . the 

interplanetary space (i.e.-, a random gas', with a pressure of- 

-13 ’ 

the order of- 10 Torr. and' a directed pressure of the order 

of • 10 Torr due to 'str.eaming from the sun (Ref. -III-4) .is ■ 
unrealistically expensive i - This is- discussed in- greater de- 
tail in Section V-E. - However, because there is evidence of 

a significant difference between -the resul-fs of simulation 

— 6 ' " ■ 
experiments performed at. 10 Torr- and with coatings that 

have operated in the space environment, it will be necessary 

to-^-determine experimentally the -reasonable- limits - for the . 

partial pressure of gases -such - as; oxygen; Experimen-ts have 

been performed (Ref. Ill- 5) which show marked changes .in 

. . -5 ... 

reflectivity at 10- Torr- partial pressiire of oxygen, indiT' 

eating the need for further research. 
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An approximation of the _ arrival rate of oxygen gas. for 
the estimated conditions to be found in space and in. the 
laboratory vacuxam system indicates the magnitude of .the dif- 
ference between the two environments. If the laboratory 

-7 

vacuum oxygen partxal pressure is estimated to be 1 x 10 
Torr and' its temperature to be-300°K, the molecular arrival 
rate at a- surface v is given as follows (Ref. III-6) : 


where 


V = 3.513 X 10^^ 


^Torr 


-2 -1 
cm sec 


M =. molecular weight 
T = gas temperature °K 
''Torr = pressure. 

Thus the arrival rate of , .oxygen - is 


V 


3.5 X 10^^ X 10"V(32 X 300)^/^ 

13 i —2 —1 

3.6 X 10 lAolecules cm sec* . 


If .we- estimate- that the number of lattice sites on a .surface 
14 

is about 4 X 10 , under- these conditions the -oxygen. mole- 

cules will arrive at,- the rate of a'monolayer in 10 secs 

If we estimate that the oxygen gas content iri. space is 

about..- 10% of the. total , - it would have a partial pressure of 
-14 

about' 10 Torr. The black body temperature of space is 
about 4°K and the .gases are- dissociated so that the oxygen, 
atomic weight is 16. The. arrival rate is 

•- 3.5 X 10^^ X 10"^^/(16 X 4)^/^ 

7 -2-1 

- 4.4 X 10 atoms cm- sec 



Under these conditions, therefore, a period of about three 
years • is -necessary for a monolayer- of oxygen to arrive at 
the surface. 

The- significance of this estimate is - that it will -be 
necessary to perform experiments on the - irradiation of 
identical samples under a range of vacuxm conditions to 
determine if the. experiments are' sensitive to, the presence 
of specific -gases . This is a standard procedure when -operat- 
ing art- experiment in , the presence of additional factors that 
can influence the results. 

Th'e vacuum conditions also may be set by the .presence 
of sensitive elements of the simulator system. For example, 

t 

the predominant gas in a typical unbaked -system is wa-ter 
vapor,, which is evolved from its adsorbed state on the sur- 
faces within the system. There is a high probability- that 
this- will occur in- the -simulator system due, to 'the very high 
surface-to-yolume ratio of both the reflective white coating 
in, the integrating sphere .and the samples of- the thermal 
control coatings. These ■ surfaces can act. as a significant' 
water vapor- reservoir. If impregnated cathodes are used in. 
the ion source, the neutralizer source, -the mass analyzer, 
or the pressure sensor, it , is -possible- for the water vapor - 
to- "poison" '.the .cathode surface. 

Because of the uncertainties in the . estimation of - 
residual, gas effects on the experiments, the a priori ' esr 
tablishment of- partial pressure limits is not possible. 
Instead, it is -necessary to set up guidelines which will re- 
sult in the design of a system that has the capability to 

_7 ■ . 

operate at pressures below the 5 x 10 Torr level. Thxs 
will permit the establishment of these basic partial pres- 
sure parameters. In view of the fact that hydrogen will be 
the majpr gas present (due to the operation of the proton 
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source), it -is possible to set the total operating- pres - 

-7 

sure limit at 5 x 10 Torr- and to set>-, as a design goal, 
the -limit on the total of all other gases as about 
1 -.x 10 ^ Torr, 

Shrouds to Trap Radiation 

In addition to the requirements for the system operat- 
ing pressure, it is necessary to duplicate the , condition 
that exists in space where none of the radiation from the 
surface and none of the gas desorbed by the surface is re- 
turned to the surface-. The 3®K black body conditions of 
space can be simulated by placing a cryogenically- cooled 
shroud whose- surface has been treated to give it a 95% absorp 
tivity. The shroud will prevent radiation that is either 
emitted or reflected by. the surface from -being reflected back 
to any of the- samples. In ^addition, for a sample at 300®K 
and a shroud at 100°K, the net radiated power from the sample 
is about 99% of that when the 300°K sample is exposed to the 
3?K black body of space. The cryogenic nature -of the baffle 
will serve to .trap most of the gases (except hydrogen) that‘ 
are desorbed from the sample surfaces. 

8 . Proton Beam Diameter 

The specification of a proton beam- diameter of 10 cm 
at- the sample plane (with a ±5% uniformity) , is needed to 
expose simultaneously about dight samples of -2 cm diameter 
size. The 10 cm diameter represents an upper- limit to the 
size to which a single' ion beam can be expanded. The design, 
of a system to expose larger sample areas will involve a 
scanned ion beam, The present -system should have both the 
capability of a .broad continuous ion beam' and of a .small 
scanned ion beam. 



9 . System Operating Lifetime 

The continuous operating lifetime of 1000 hours is 
necessary to prevent the nullifying of extended testing due 
to the failure- of the system-. If a run were stopped and the 
samples- were pressurized to 1 atmosphere to allow the repair 
of the system, the effect of the irradiation would be lost 
due to the possibility of bleaching of the color centers. 

As a result, the requirement for a 1000 hour lifetime has 
been placed on the system. 

There is an alternative system in which the proton 
beam-forming apparatus • and the sample chamber are each pro- 
vided with the complete vacuum pumping facility and can be 
isolated from each other by a gate valve. This system has 
the .advantage that one component can be modified or re- 
paired without affecting the vacuum condition in the other 
component. This system also makes possible the differential 
pumping of the ion source, which minimizes the gas load to 
the sample .chamber and thus makes it easier to obtain lower 
pressures in the sample chamber. 

B. INTERACTION OF THE PROTON BEAM WITH OTHER I4ATER-IALS 

This sx±)section is concerned with the interaction of 
the proton beam and the other constituents in the system. 

A principal one is the interaction of the proton and elec- 
tron beams to produce a neutralized beam at the sample sur- 
face. This is of critical importance for dielectric samples 
such as the thermal control coating materials. Another type 
of interaction is that of charge transfer between the pro- 
tons and the -neutral atoms and molecules. The third type 
is the ion-solid interactions which consist of sputtering, 
lattice displacements, and tunneling, among, others. 
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1 . Neutralization of the Pro.ton Beam Charge 

A critical aspect of experiments involving proton ir- 
radiation of samples of dielectric materials ■ used in, thermal 
control coatings is to maintain the sample surface- in an 
essentially neutral electricai condition. If the electron 
source is inadequate to neutralize the proton beam- charge, 
the sample- surface can develop a positive potential whose 
magnitude depends on the dielectric strength and electrical 
resistance of -the sample, on the proton energy, and on the 
presence of secondary and thermionic- electrons. 

The failure to neutralize the proton beam charge by 
means of- low energy electrons can affect the experiments in 
a number- of ways.- The formation of a surface potential can 
cause- a decrease in the kinetic energy of the protons that 
strike the surface, and can affect- the ion trajectories and 
produce, a nonuniform irradiation. The potential will cause 
an increase- in the energy of the electrons that strike the 
surface. Neutralization by means of breakdown. can occur. 

The- mechanisms- can include. the formation of ■ conduction 
paths, collisional ionization, and discharge- phenomena (in-: 
eluding field emission and ionic conductivity) . 

The need to neutralize the proton beam stems from the 
nature of the system. Protons (as well as any other- ions) 
are formed in sources described in Section IV-A of this 
report. They are accelerated from the source and travel 
through the vacuum to impinge -on the samples , the sample 
holder, and the vacuum chamber .wall. This is shown, in 
schematic form in Fig. III-l. As the positive ions are im- 
mobilized at the impact site, it is necessary to have an 
equivalent flow of negative -charge (in the form of electrons) 
from the source- to the -impact sites, in order to maintain the 
electrical neutrality of the system and- thus the continued- 
operation of the system. 
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In general, this supply of neutralizing electrons -can 
flow through the power supply, which provides the. bias to 
the ion source, through the external circuit to the impact, 
sites. In. the case of nbnconductive dielectric- materials , 
the electrons are stopped at -the metal-dielectric inter- 
face and ions -on . the vacuum surface -of the dielectric to 
form a capacitor. This capacitor would continue to charge 
until the. field is great enough to cause an electrical break- 
down of . the- insulator or until the surface -potential becomes 
equal to the ion potential, causing the ion beam to be- de- 
flected to other surfaces . 

Neutralization of the surface charge, on a dielectric 

target may be accomplished by. means of a thermionic -electron ■ 

source in the manner shown in Fig. III-l. The electrons are 

emitted from the filament and accelerated from the -source; 

they travel across the vacuum to- the sample surface,- thus 

neutralizing the- proton charge.. 

An important • condition imposed-,on the neutralizer -source 

is that the^ electron energy be limited to the order of 20 - 

to 40. eV. This is necessary in order to simulate the energy - 

of. electrons present in the solar wind and to ascertain that 

the electron, energy is not large enough to -cause ionization 

ipi ^h e s am pl e . , 

The problem of charging of the sample surface can be 

obs eryed unjdej=--feh:e--eond-drbi' 0 -n~©#~i-HC'ompl'Hte~^e 1 .’'^tT 5 'ir^ i ^ 

za;^©.n only in samples having- a high resistivity- and a high- 

dielectric strength. For example, alumina (AllO_.) has a 

X 5 ^ 

room temperature resistivity of about 10 fl-cm“l and a 

5 —1 

breakdown voltage of about 10 V cm . t , et, r-us« ^o ns ider - a 

0 .-1 cm (0.040 mil) thick- sample- of AI 2 O 3 that is exposed 

"8 —2 

to a 1 keV .proton beam with a 10 A cm current density. 



The resistance of the sample (per square centimeters of 
15 -1 -1 14 

area) is 10 S2-cm x 10 cm = 10 The leakage cur- 

3 

rent for a 10 V potential across the sample is (I = (V/R)) 

-9 

= 10 A. As this (^^tity is smaller than the proton arrival 

rate, the surface shoul d rapidly charge up to a 10^ V potential 

In addition, the breakdown voltage of the. 10 ^cm thick 
5-1-14 

sample is 10 V cm x;i0 cm = 10 V, which exceeds the 

beam potential. ^ 

In a second example, a zirconia sample of the same 

dimensions would exhibit a different behavior. Zirconia has 

8 —X 

a room temperature resistivity of about 10 fi-cm , so that 

7 

the resistance of the sample would be 10 fl. A leakage cur- 

— 8 "X 

rent of 10 A would occur at a voltage of 10 V. Thus, 

the zirconia sample would not develop a surface potential 
because of the conductivity of the sample. 

Similar problems exist in the comparison of samples of 
a pigment in various binders. The higher conductivity of 
the thermal control coatings using a potassium silicate 
binder, compared with the coatings which use silicone. resins , 
can -result in different experimental conditions..- 

Th^ failure to neutralize the proton charge during the 
irradiation, of high resistivity 7 high dielectric strength 
samples (such as thick anodized metal surfaces) can result 
in mechanical damage due . to breakdown. One possible mode 
is discharge ■ breakdown. In , Fig. III-2 (a) , the electronic 
states of an insulator and a metal are shown before^ irradi- 
ation by the proton beam., After the accumulation of posi- 
tive charge on tl^e surface of the dielectric, the potential 
energy is shown in Fig. III-2(b) . Electron conduction can- 
result. from tunneling through the barrier, from a decrease 
in the barrier potential (Schottky emission) , or from field 
emission which is associated with the depression of the 
barrier to near -the Fermi level of the metal. 
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Fig. Ill— 2. Electronic levels in a neutral and in a positively 
biased dielectric target. 


Breakdown also can result from collisional ionization 
(avalanche breakdown) , and from the formation of conductive 
paths by metal ion migration and by ionic conductivity. 

In summary, it is necessary to provide a neutralizer 
to supply electrons in sufficient numbers to offset the 
positive charge due to the energetic protons. The elec- 
tron energy should be about 20 to 40 eV to duplicate the 
electrons in the solar wind. Instrumentation (which will be 
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described in Section V-D-2). is necessary - to separate the 
ion and electron currents to be able to regulate these two 
sources - during- the operation of the solar wind - simulator ^ ■ 

2 . Charge Transfer 

Charge exchange is one of a number of gas phase reac- 
tions involving the collision of an ion and a neutral atom 
or molecule. In this process, which is shown in (III-I) , 
an electron can transfer from the neutral particle to the 
ion during the brief period when they are in close proximity. 

m"*" + N J (MN)''" M + n"*” . (III-l) 

The process involves an inelastic collision (i.e., there is 
no momentum transfer) , and thus the two particles retain 
their original kinetic energy. This fact is of considerable 
importance in the design of a 'solar .wind simulator because 
it .means that ' energetic protons will charge’ exchange to form 
energetic neutrals. This is in contrast to other inelastic 
collision processes (see Table III-l) which do not produce 
energetic neutrals . 


TABLE I 

Inelastic Collision Processes 


(1) + -N -> m"*" + N* 

excitation 

(2) m"*" + N ^ M + 

charge transfer 

(3) m'*' + N' + electron 

ionization 

(4) m"*" + N'-> + N + electron 

stripping 
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The fast neutrals present the following problem in the 

application of the solar wind simulator when the samples are 

located in line of sight with the ion .source. The beam of 

fast .neutrals will strike the sample surface and cause the 

same damage as do the protons, but the neutrals will not be 

recorded as an electrical current; this gives an erroneous 

value for the fliox of particles that is responsible for the 

observed damage. An additional -problem results from the 

anisotropic distribution of the fast neutrals. While the 

proton beam is expanded (about .10 0 diameters) and collimated 

by means of electrostatic or magnetic lenses -to form a 
• 2 

uniform beam over a 100 cm target surface >• the fast' neutrals 
are unaffected by these devices and- thus retain the trajec-- 
tories that are established in the ion source exit aperture. 

As a consequence the fast neutral beam will be concentrated 
and produce a nonuniform irradiation of the samples. This 
also means that even if the magnitude -of charge exchange is 
small, it still may have a pronounced effect on a specific 
area. 

The basic expression for the attenuation of an ion 
beam due to charge transfer is given by ■ 

Ip =-I^-exp (- an£) (III-2) • 

^ o 

where is the ion current entering the region which con- 

tains a neutral particle density of n particles/cm^ , is 
the ion beam current at a distance £ cm, and cis the re- 
action cross section in -square centimeters. 

The magnitude of the charge transfer cross' section is 
dependent. on the nature of the ion-neutral pair involved in 
the reaction. It is convenient to distinguish between the 

symmetric resonance charge transfer between like atoms- 
"i" 

M 'H- M M + M and the asymmetric charge transfer between 


33 



unlike particles m"'* + N M + n"^ + AE where the energy 
defect AE is the effective energy difference between -the 
initial and final states of this system. When all parti- 
cles are in their ground state, AE is the difference in 
the ionization potentials of the neutral particles II and 
N. In general AE also includes terms for polarization 
and excitation. 

In the symmetric resonance case, an example being the 
proton-hydrogen atom reaction, the cross section is largest, 
at low ion velocities and decreases as ion velocity in- 
creases . The proton-hydrogen atom charge exchange has been 
measured by many investigators, of whom Fite (Ref. III-7) 
is the most recent. The proton-hydrogen atom charge ex- 
change cross section is shown in Fig. III-3 (Ref. III-8) . 
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Fig. III-3. Cross sections for charge transfer between H xons 
and atomic hydrogen. o, data from Ref. III-8; x, 
data from Ref. III-9; •, data from Ref. IIl-lO. 
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The cross section for the asyinmetric case, an example 
of which is the proton-molecular hydrogen reaction, depends 
very strongly on the magnitude of the energy ■ defect. This 
dependence has been treated by Massey (Ref. III-ll) by means 
of-.a near-adiabatic hypothesis. It .involves a characteris- 
tic collision time (a/v) where a is an interaction range ■ 
of the order of 5 to 10 A and v is the relative velocity 
of the ion- and neutral particles. The electronic transac- 
tion time is h/AE. The asymmetric charge transfer should 
have a -maximum value when (aAE/vh) - 1, where the relative 
velocity of the particles is comparable to the velocity of 
the electrons involved in, the transfer. This is shown in 
Figs. III-4 and III-5 for the charge transfer reaction 

(Refs. III-12, III-13) . 

In view of the fact. that the presence of charge exchange 
neutrals would.be detrimental in the proposed experiments 
and that the measurement of .the magnitude- of this flux would 
require a very elaborate. technique, the design of a -solar 
wind simulator should be. such as to prevent the arrival of 
fast neutrals. It -is significant that this design is also 
necessary to prevent the energetic photons (which are formed 
in the hydrogen, discharge) from irradiating the samples . It ■ 
is .possible to estiniate the magnitude of the charge exchange 
in a typical source and thus show the importance of the 
proposed design, 

In- order to estimate the charge exchange , . it is neces- 
sary to specify or estimate the operating parameters of- the 
source. These include the • temperature and pressure of gas 
inside the ion source, the geometry of the exit .orifice of 
the soiirce, the atomic to molecular ion (H -/H 2 ) ratio, and 
the ion energy. A calculation will be carried out for a 
generalized case in sufficient detail to make it applicable 
to any specific source. 
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Charge-exchange cross sections 
for H+.and in hydrogen (Ref.- 
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A typical rf ion soiirce operates with a hydrogen gas 

-2 

pressure of about 35 ym (3.5 x 10 Torr) . The temperature 
of the gas is estimated to be about 500 ®K. The source exit 
geometry is taken from a widely used commercial source. The 
diameter of the exit canal is 1.5 mm and its length is- 
12.7 mm. The extent of dissociation of the molecular hydro- 
gen gas into’ atomic hydrogen is . estimated to be about 90%, 
based on the ratio of molecular and atomic ions produced in 
this type of source- and on- the ionization cross section for 
this process. The last parameter to be established is the 
ion energy which in turn establishes the magnitude of the 
charge exchange cross -section, For this calculation we will 
use a value of 1.0 keV for the energy, which sets the charge 
transfer cross section at 21 x 10 cm^ (see Fig, III-3) . 

Based on the kinetic theory of gases, the number density - 
of hydrogen atoms per cubic centimeters (for a gas in a 
closed system so that the atoms have a random direction) is 
given by (Ref. I II- 6) 


where P is the hydrogen pressure in Torr and T is the gas 
temperature in degrees Kelvin. For gas having a directed flow 
the number density is given by (Ref. III-6) 

n = 2 . 4 X 10 — 

The variation in gas density in the channel is approximated 
as being inversely proportional to the distance down the 
channel. This assumes that the density goes to zero at -the 
end of the channel. This means the average density in the 
channel is (n/2) . This is a very rough approximation, but 
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it is adequate- for this,, calculation. The .source produces 
about 600 inA of .protons , which represents a 'particle , flux 
of 10 ion/s.ec. . This is. about, 3% of the gas which leaves 
the source. 

The estimate, of the decrease in the photon flux due to ' 
charge transfer is . given by .the following modification of, 
(III-2) : 

log (I^/I) =, 

where n„./ the number density of the atomic hydrogen gas,, is 

. • xi ' * - . ^ 

given by 'the following quantity which includes corrections 
for the extent of dissociation and -the proton beam: 

“h [©(“-S I) . - 

= (I'X o;9'x 10^5 - 

• 14 

= 3.05 X -10 , 

The extent ’.‘of "Cha'r'ge'transfer of the. pro ton -beam is as 
follows: ‘ 

log (I- /I) = ^ (3.05.x 10^^) (21 X 10"^^) (1.27) 

Therefore, 

I/I = 6 . 443 ’. 
o 
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This means that about .half of the proton beam is converted 
to fast neutrals in the 1.27 cm long exit channel. 

This calculation demonstrates that charge exchange wil] 
be significant in the ion source exit channel. Although the 
magnitude depends on the estimates of the source operating . 
parameters/ it is sufficient to require that the bending of 
the proton beam axis purify the beam of the fast neutrals. 

3 . Ion Interaction with the Solid 

The task of estimating the effects of the bpmbardment 
of the thermal control coatings by the solar plasma ions is 
very difficult because of the large number of variables 
involved in the process. The velocity (and thus the energy) 
of the ions in the solar wind, the flirx of particles in the 
solar plasma, and the ratio of the different species in 
the plasma all vary with the solar activity. The purpose 
of this section is to simmarize some of the interactions 
between the ions and solids, so that- any reaction that is 
directly associated wi-th or dependent on a specific ion 
energy, ion flux, or the ion itself may be noted. These 
factors could influence the design of the optimized solar 
wind simulator. 

The most important effect of the solar wind irradiatioi 
of the thermal control coatings is the formation of color 
centers that cause a degradation of the optical properties 
of the coatings; in turn, this causes degradation of the 
desired thermal control properties of the surfaces. The 
mechanism for the degradation involves the ion bombardment 
of the pigment particles to cause both the displacement of 
atoms by nuclear elastic collsions, creating lattice vacan- 
cies or Frankel defects, and the formation of hole-electron 
pairs by ionization. The combination of these processes 
with the migration of the electrons to the lattice vacancies 
results in the formation of the color centers. 
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The task of estimating the extent of color center forma- 
tion due to the solar wind, bombardment is very difficult 
because of the number of variables involved. These include 

the ion energy, flux, mass,' and degree of ionization. For 

. , ’ . 7+ 

example, the concentratxon of highly charged oxygen ions O 

0 ,- and 0 most likely increases' during solar flares, as 

2 + . . 

does the He concentration. This concentration could be 
significant in. lattice displacement effects and perhaps . in 
ionization effects. The energy transfer factor, 

4«l «2 „ 

2 - ^1 

where is the energy. of the incident particle of mass 

M^, and is the mass of the lattice ■ atoms , shows that 
14 keV' oxygen ions impact, about 90 times as much energy . to 
the oxygen in a- thermal control coating as do 700 eV protons. 

' 4 'ST 1 V 1 

E (transferred by oxygen) = = — 14 = 14.0 

(16 + 16) 

E (transferred by h'*') . = ^ ^ ^ ^ 0.7 = 0,155 

(1 + 16 )^ 

This- factor does not take into account the differences in- the 
momentum transfer that occurs when the particles are suffi- 
ciently energetic to experience nuclear scattering. This-, is 
true of, the high energy protons, when they interact with low 
Z lattice ions ... 

The nature of the momentum transfer from the incident 
solar wind particles to the- lattice atom varies as a function 
of the energy of the incident particle. Particles with high 
energy interact through the couiombic repulsion of the 
nuclear charges, which is teanned Rutherford scattering. For 
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intermediate .energies , the electron clouds partially screen 
the nuclear charges and thus the collisions are referred to 
as weak-screened coulomb collisions. At 'low energies the. 
electron clouds • are not penetrated and the collisions are of 
the hard sphere type. 

For all ions, except the proton, the lower energy limits 
for Rutherford and weak-screened coulomb collisions are much 
greater than the ion energies associated .with the solar wind. 
Kaminsky (Ref. III-20) gives the lower limit for Rutherford 
scattering as 
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where E^^ is the Rydberg energy for hydrogen (13.68 eV) ; 
Z^, M^, M 2 • are the atomic numbers and. masses of the 

incident particle and the target atom; E^ is the energy 
to displace an atom from the lattice site which ranges from 
20. to 25 eV for many metals. The lower limit for the weak- 
screened collisions is given as 
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For silver and copper targets, these values were calculated 
by Kaminsky and given in Table III-2. 

Another factor is the energy loss mechanism. The domi- 
nant mode of energy loss for fast ions in a solid is by 
inelastic collisions which excite the electrons of -the lat- 
tice atoms. This mode of energy loss is much greater than 
any other mode when the ion -energy E is greater. than a 
limiting energy E^, and it is negligible when E.< E^. 

The limiting energy E^ • for protons can be approximated by 
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where 'M is the electron mass and W. the Fermi energy 
e ■ 1 . • ■ • 

of. free electrons in the solid. Thus, for protons the 
limiting energy is of the order of 0.5 to 1 keV for various 
solids. Under conditions of a quiet sun, most of the pro- 
ton energy would be given up to' the lattice as thermal, 
energy. Under periods of solar activity, the energy of the 
ions would be higher and thus would result in a modified 
energy decay mode. In this case, the initial- energy loss 
would be by means of an electron excitation mode. As the. 
proton energy decreased, the energy loss would- be -due to 
nuclear elastic collisions which cause the lattice 
displacements . 


TABLE III-2 

Energy Limits for Weak-Screened 
and Rutherford Scattering 


Ion 

Silver 

M 

target Z =.47 
= 107.9 . 

Copper target Z = 29 
M = 63.5 

E keV 

E„ keV- 

• j3 

Ea keV 

Eg keV 

H 

4.8 

10.2 

2.6 ■ 

4.1 

+ 

• He 

10.1 

160 

5.6 

69.1 

0-^ 

48.5 

12.58 X 10^ 

29.0 

5.39 X 10^ 


An equivalent factor present in the flux .of highly charged 
ions- (O^^, and 6^'*') is the production of x-ray photons 

or Auger electrons resulting from the neutralization of - 
these ions at the surface of the target. Both the photons 
and electrons could cause other ionizations in the lattice. 
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In addition to the formation of color centers , bom- 
bardment by the solar wind will cause sputtering of the sur- 
face. Sputtering is the term applied to the process of re- 
moval of material from the surface' as a result of ion bom- 
bardment of the surface. The kinetic energy of the ion is 
distributed rapidly to the neighboring atoms, with the re- 
sult that some of the surface atoms will acquire enough 
energy to break the chemical bonds and evaporate from the' 
surface. The evaporated material includes neutral atoms, 
ions, and electrons. The. loss .of ions and electrons is of- 
ten treated individually and referred to as secondary ion 
and secondary electron emission resulting from ion 
bombardment. 

The magnitude, of sputtering is dependent on the ion mas 

and energy and on the nature of. the structure' of the target. 

There is a threshold energy of about 20 to 50 eV for the. 

onset of sputtering. At low ion energies (of the order of 

100 to 500 eV) , the ion penetrates only a few atomic layers, 

and the yield is small but increases with increasing ion 

energy. The sputter yields are- greatest for ions in the 

3 ' 4 

energy range of about 10 to 10 eV. Depending on. the mass 
and energy of the incident ion and on the atomic mass .and. 
crystallographic structure of the target, the maximum- yield 
can range from about 1 to 10 atoms /incident ion (for all 
ions excluding the hydrogen and helium ions) . -The yield 
then decreases at higher ion energies (above 10^ eV) because 
the ion penetrates ■the. surface to greater depths, "hhus decreas- 
ing the chance that surface atoms will acquire sufficient 
energy to evaporate from the surface. 

The mass dependence of the sputter yield. results from 
the mass dependence of energy or momentiim transfer. The 
energy transfer factor (4M^M2/(M^ + is greatest when 
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the mass of the incident particle. is equ^l to the mass 

of the target atom Experiments- have .. shown that the 

sputter yield has this incident ion-target atom mass 
dependence . 

There have been very few experimental measurements of 
the proton sputtering yield. • The main reason appears to be 
that due to the very low mass of the ion; -the yield is very' 
small and therefore very difficult to measure.' The- .conven- . 
.tipnal method of comparing, the ion. beam current and the mass 
loss by a..-target canhot.be used'with sufficient . accuracy in 
the proton case because the mass loss of the target is obr 
scured by the hydrogen uptake. 

GrjZ^nlund and Moore extended the earlier work of 0* Brian 
Lindner, and .Moore. (Ref. IIIr21)^ and measured the sputter 
yields for ‘2 to 12 keV" protons bombarding a silver target. 
They found the yield to be about 0-. 035 atoms/proton "over a 
broad energy range; the results -are shown in Fig. III-6. 
Yonts, Norraand, and Harrison. (Ref. III-22) observed a yield 
of 0;0li atoms of copper per 30 keV proton .' Finf geld (Ref . 
III-23) measured the yield for 0.5 to 8 keV- protons on a. 
gold, target using a nuclear activation technique .to measure 
the sputtered gold' films. He observed a maximum yield. of 
0,01.4' atoms/proton at- proton energies of 4 to 5 keV. These 
data are shown in Fig.* III-7. 

Although it is not.' valid to extrapolate from these data 
for protons on copper, silver, and gold, it is possible to 
estimate the magnitude of the sputtering of lower z targets 
a's being ho larger than 6.1 atom/proton under the optimum 
conditions . 

Using this estimate it is possible to -estimate the 
material loss from the surface provided the magnitude of the 
heavy ion component in the solar wind is small enough to be-. 
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Fig. III-6. 

Sputtering yield (atoms/ion) 
as a function of ionic energy 
for atomic ions normally incident 
on electroplated silver .targets 
(from Ref. III-l) . 
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Fig. III-7. Yield versus proton energy for H on silver 
and gold (from Ref. III-23) . 







neglected. This assumption will be discussed later. The 

8 + “2 “**X 

normal proton flux of about 10 H cm sec would cause 

7 - — 2 “1 14 

the -loss of about. 10 atoms cm sec , or about 3 x 10 

— 2 —1 

atoms cm yr . ' This means the loss of -about a monolayer 
per year.- This is a negligible quantity in terms of a' . 
material loss if we consider only the loss of the thermal 
control coating, Howeyer, -if the argument presented by. 
Gilligan and Zerlant- {Ref . III-5) concerning the • relation- 
ship between photodegradation mechanisms -and the -surface 
adsorbed states of oxygen is correct, this surface- loss 
coupled with the very low partial pressure of oxygen in 
space could prove to be a significant factor in explaining 
the difference- between laboratory and space degradation of 
the coatings . 

The sputter yield of the heavy ipn component would be 
dependent on the mass and energy. If .one uses a worst- case 
which involves approximating ' the sputter yield to be' 

10 atoms/ion based -on the comparison made by GrjzJnlund and 
Moore (Fig. III-8) , the concentration of these ions would 
have, to -be- 1% of the solar wind to produce the same. effect 
as the protons . Because the heavy- ion concentration- is ap- 
proximately 1%, this means their .contribution -has an effect 
equivalent to that of the protons . 

Although sputtering may be considered to be negligible 
for operation in space, it can’ be a most serious problem 
in the laboratory simulation of these themaal control 
materials. These problems involve (1) the sputtering of 
metals "from the other components onto the samples, (2) the 
sputtering of the dielectrics onto metal electrodes , and 
(3) the sputtering of charged particles (ions and electrons) . 
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SECTION IV 

COMPONENT COMPARISON AND SELECTION 

A. ION SOURCES 
Introduction 

The. characteristics of the ion source affect all the 
other major components of the system — the ion optics, the 
mass separator, and the vacuum station itself. Fortunately, 
for this study, proton sources have played an important role 
in nuclear physics for many years, so that a large body of 
information is available to define and compare the various 
possible source configurations. Before considering indivi- 
dual ion sources in detail, it is appropriate to interpret 
the previous section in terms of the conditions which. it 
imposes on the ion source. 

a . Total Ion Current 

■The proton flux in .the solar wind is nominally 

8 "2 *“1 ”X 

2 X 10 particles- cm sec . This is equivalent to 3 x 10 

-2 

A cm . In order to conduct -accelerated tests, it may be de- 
sirable under some circ\amstances to operate the simulator 

3 *”8 “2 

at 10 times the nominal solar intensity, or 3 x.lO A cm 

This requirement, coupled with the desire to irradiate -an 

array of samples of 10 cm diameter, means that the total ' 

-9 

proton beam current at the target must range from 3 x 10 
to 3 X 10 A. Depending on the exact system used, the at- 
tenuation of the proton beam as it passes through the ap- 
paratus may be of the order of a factor of- three, thus mak- 
ing the total required proton current from the source approx- 
-5 • 

imately 10 A. The- .total output current, from the source is 
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even, higher because only part* of the emergent ion beam is- 
composed of ' -protons . Perhaps the, most important feature. of 
this discussion- is the fact that the proton current must be 
adjustable over three orders of magnitude; this is difficult 
to accomplish with some types- of ion sour,ce. 

b . Ion Energy 

The bulk. of the protons in- the solar wind range in 
energy from 0.5 to 3.0 kV« In the simulator this is the 
voltage that , is -imposed between. the source and- the target 
(i.e., the- net voltage - through which the protons 'are acceler- 
ated) . In order to provide the necessary 'experimental flexi- 
bility, the apparatus must -be designed so that the proton 
energy is variable, at. least over this range. While- this is 
an added complexity that will be discussed in some- detail in 
the section dealing with ion extraction- from the source, -it 
is well .within the capability of the designer to make the 
instantaneous - ion energy a variable.- This should not- be . 
confused, however, with the virtually impossible task of 
providing- an, ion beam which contains a controllable mixture 
of all ion energies at- a given time. Fortunately, the latter 
is not required for an- accurate - similation of solar wind. 

A related. characteristic , is ■ the energy spectrum of the 
ions -inside "the ion source. For reasons that will be made 
clear..in the following "sections ,- ion- sources typically do 
not produce ions -of a single discrete kinetic -energy . De- 
pending on the source, the energy ■ spread may range from a 
few volts to several hundred electron volts. This energy 
spread appears as an uncertainty in the final proton energy 
at the target. While this may not be detrimental to the 
experiment itself, it does impose severe limitations on the 
design of the ion beam transport and separation systems. 
Therefore, an ion source with a small energy spread is- 
desirable. 
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c. 


Mass Efficiency 


Mass efficiency is used to define the per- 

centage of hydrogen atoms that actually leave the source as 
protons . 


V, - nnn ^ proton current 

^m ampere equivalent of hydrogen 

3 -1 

where 1 cm hour of hydrogen gas at STP = 2.5 equivalent mA 
of protons. A high mass efficiency is desirable to reduce 
the gas load from the ion source on the system and to reduce 
the neutral density in the region immediately downstream of- 
the source. This- reduces the creation of charge exchange 
ions which contaminate the beam (see Section lII-B-2) . 

d. Source Lifetime 

The useful lifetime of- the source is important for 
an apparatus in which experimental simulation may be con- 
ducted in real time. The arbitrary, but realistic, lifetime 
goal set for this design was 1000 hours 6 weeks)'. In some 
sources there is a reciprocal relationship between useful 
lifetime and ion current intensity. This is fortunate be- 
cause in general an experiment conducted. at an -intensity of 
several equivalent suns will not run- as long as a real .time 
experiment. 

e . Stability 

Reasonable stability is ^required so that the experi- 
ment may run unattended for several weeks. In general, it is 
possible to. stabilize any source by properly controlling the 
input hydrogen flow and the electrical parameters. It may 
be- difficult, however, to. maintain stable operation over the. 
thousandfold range of ion. beam intensity specified above.’. 
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If possible, it is thus desirable to anticipate the current 
level at which most of the testing will be done and design 
for this -nominal point. If this cannot be done, maximum 
source stability should be sought at the low beam intensities 
where -long tests will be conducted. As discussed in. Section 

III- A-2, a rastered beam eliminates the need to vary .the 
source intensity. 

The above characteristics provide a scale against which 
the various sources may be compared. Where possible this 
comparison is made quantitatively in Table IV-2 , which follows 
the discussion of the individual source characteristics. 

2 . Proton Creation Processes 

Regardless of the type of ion source, proton creation is 
typically a- two-step process of dissociating the molecules 
into hydrogen atoms which then are ionized. This ionization 
must occur rapidly because atomic- hydrogen readily recombines 
to form the molecule, particularly on the walls of the ion 
source. Even after the- proton is created it is likely to 
strike the walls of the source, lose its charge, and recombine 
with another hydrogen atom to form a free molecule, rather 
than passing through the ion extraction system into the beam. 
The large number of opportunities to lose the proton or hy- 
drogen atoms explain, at least qualitatively, why proton guns 
are inherently rather inefficient in both mass and power 
efficiency. 

a . Molecular Dissociation 

The most direct method of dissociating hydrogen 
molecules is -by heating. The percentage of atomic hydrogen 
is plotted as a function of temperature in Fig. IV-1 (Ref.- 

IV- 1) .. Clearly the high temperatures required make it very 
difficult to implement this technique in a practical ion 


52 



source design. A second method is to break up the molecule 
in a spark discharge. Little quantitative information is 
available concerning this method, but it is apparent that 
dissociation will occur only in a localized region and may 
be difficult to control. The third, most commonly used 
technique is that of electron impact. The reaction is 

H2 + e->H + H + e. 

Because this reaction is closely related to the production 
of protons by electron impact, it will be discussed in the 
following section. 



Fig. IV-1. Thermal dissociation of . 
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b . Ionization 

The only practical means of ionizing hydrogen atoms 
to form protons is by electron impact. A large variety of 
techniques employing either static or dynamic electric or 
magnetic fields or combinations of the two have been devised 
to accomplish this goal. Goodyear and Von Engel (Ref. IV-2) 
have listed the reactions possible as a result of electron 
impact on hydrogen, as shown in Table IV-1. 

TABLE IV-1 

Reactions Due to Electron Impact on Hydrogen 


Number 

Process 

Threshold 
Energy , eV 

Maximum 
Cross Section 
(10-16 cm2) 

Energy of 
Max Cross 
Section , V . 

1 

H 2 +e H + H + e 

11.5 

0.6 

12 

2 

H^+e •+■ + 2e 

15.4 

1.1 

80 

3 

H^+e -»■ h'*' + H + 2e 

18.0 

0.005^ 

12(f 

4 

H 2 +e h"*" + + 3e 

46 

0.005 

120 

5 

H 2 +e + H + e 

12.4 

3 to 16 

16 

6 

H2+e ^ H + H 

0 

-x, 100 

— 

7 

H + e ^ h'*’ + 2e 

13.5 

0.65 

40 

8 

H + e H* + e 

10.2 

0.7 

25 

9 

H* + e -»■ h'*' + 2e 

3.3 

15 

9 

10 

H 2 +e ^ H* + e 

10.3 

0,2 

60 

11 

4 + H2 - + H 

Thermal 

Large 

— 

H* = 
1 

an excited state of hydrogen 

_ ... I 



The value of a = 0.005 for process 3 is probably a typographical error. 
Kieffer (Ref. IV-3) cites two experimental values of o = 0.058 for pro- 
cess 3 with the electron energy at the maximum being about 105 eV. 
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Reaction 1 of Table IV-1 is the dissociation reaction 
discussed earlier. The atomic hydrogen thus formed may be 
ionized by a reaction such as 7 to form protons. This mech- 
anism competes with the direct ionization from the molecule . 
shown in reaction 2. (see Fig. IV-2) . All of the other reac- 
tions listed contribute little to the formation of" protons' 
because their cross section is small, the threshold' energy 
is high, or the occurrence of the target species (i.e., mo- 
lecular ions or excited states) is only a small fraction of 
the total hydrogen content. Figure IV-3 expresses this same 
information in a somewhat different manner by illustrating 
the percentage of total ionization in the beam which these 
protons represent as a function of electron energy. Reaction 
1 of Table I'V-1 indicates that the production of free hydrogen 
atoms will be maximized in a discharge if the mean energy 
of the impacting electrons is 12 V. 

c. Recombination 

pbviously, one means of sustaining a high fraction 
of atomic hydrogen in the ion source is to reduce the rate 
at which the atoms recombine to the molecular state. This 
recombination is a radiationless process requiring the pres- 
ence of a third body. At pressures above 1 Torr appreciable 
volume recombination may take place by three body collisions; 
below this pressure, however, wall recombination predominates , - 
If any metal surface exists in the discharge chamber- it is 
readily reduced by the hydrogen, and a -surface hydride is ■ 
formed. On such a surface, it is energetically probab-le that 
two hydrogen -atoms can approach each other to form a molecule 
and then escape as a neutral molecule, with any energy differ- 
ence being communicated to the metal. For materials such as 
AI 2 O 2 and Si 02 , whose oxides are not readily reducible,, sur- 
face oxygen saturates the valency bonds and incident hydrogen 
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Production of protons with kinetic 
energy greater than 2 . 5 eV by 
electron -impact in H 2 expressed as 
a percentage of the total ioniza- 
tion cross-section. 








is not captured. This effect weakens after long exposure to 
atomic hydrogen and even- these materials are reduced -to the. 
metallic state ■ at ..the surface-, and recombination occurs.* 
Typical reported wall • recombination rates for atomic 
hydrogen are 
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It. can be concluded from the above that recombination 
may. be- reduced by the proper choice of material for the. 
source walls and good design practice which reduces .any 
sputtering or evaporation -of . metal onto the source walls. 

The chemical nature of the material being ionized (hydrogen) 
will ultimately degrade any- material • and increase the wall 
recombination rate. 

3 , Types of Proton Sources ■ 

There are a large number of generic types of ion- sources 
each with many individual designs, which will produce a pro- 
ton beam. An- excellent -review of the basic- types- was pre- 
sented by-Hoyaux and Dujardin (Ref. IV-4) . New materials 
technology and fabrication techniques . have -improved the 
sources since that time, but the -basic concepts remain the 

same., in this section we limit the discussion to -establi.shed 
.. • 
concepts whose performance has- been dociamented in- the tech- 
nical literature. Several sources are now commercially 

•k 

For reference, satisfactory operation of an rf source. for 
1000 hours has- bden reported. 



available and may be purchased complete-with the necessary 
power conditioning to operate with guaranteed specifications. 
The ready availability of spare parts makes these sources 
particularly attractive to a user. 

All of these -sources . dissociate and ionize the hydrogen 
by electron bombardment. They differ radically in- power re- 
quirements and general operating conditions, Of -particular ■ 
interest for this application are two requirements mentioned 
earlier which are. npt always considered for the same applica- 
tions . The first is a -minimum kinetic ion energy spread in 
the source. This is important to permit satisfactory- mass 
separation at the relatively low beam energies used here. 

The second is the ability to vary the source output current 
intensity over a wide range to accommodate the required flux 
variations . 

a . Radio Frequency Ion Sources * 

The radio frequency ion- source, sometimes -called an 
electrodeless discharge source-, has-been a standard for many . 
years in high voltage - particle accelerators used for nuclear - 
physics experiments. RP. power is -coupled into a quar-tz (or 
O-ther insulating material) tube containing hydrogen gas at a 
pressure ranging from 10 to 100' um of mercury i The mean free 
path- of an electron in the source is on the order of 1 cm. 
Thus, electrons wi-11 be- accelerated by the imposed electro- 
magnetic field and will participate in the reactions listed 
in Table IV-1. Under the proper conditions, stable plasma 
similar to that discussed later will be created, from which' 
an ion beam may be extracted, 


A comprehensive review of the rf ion source was made by Blanc 
and Deghilh (Ref. IV- 5) . 
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Two techniques are possible for coupling the rf energy 
to the plasma, as shown in Fig. .IV-4, Electrostatic coupling 
is accomplished by inserting a pair of electrodes into the 
discharge chamber. The electric fields are maintained by 
the charges on the electrodes . The electric fields are 
relatively high and the circulating currents are relatively 
low compared with the magnetic coupling discussed below. 
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Fig. IV-4. 

Modes of coupling power into an 
rf ion source. (a) Electro- 
static. (b) Magnetic. 


it is reported that the electrostatic source is easy to start 

and that it will work over a wider pressure range than an 

electromagnetically coupled source. At very low source pres- 
— 4 

sures 10 Torr) the electrons are produced by secondary 
emission at the walls rather than by ionization in the gas. 

The primary disadvantage of this device is that the high elec- 
tric fields create an ion population with a large energy spread, 
which should be avoided in the choice of a source. This spread 
in ion energy can be reduced somewhat by increasing the fre- 
quency of the driving signal. One example of this technique 
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is the source- developed by R.N. Hall (Ref. IV-6) , which im- 
merses the plasma vessel in the fringing field of an open 
end coaxial transmission line. The coupling was essentially 
electrostatic and the frequency used was 450 MHz.’ At this 
frequency, ions cannot respond to the applied voltage and 
the energy is coupled ' preferentially into the electrons. The 
exact ion energy was not stated. However, the beam could 
be brought to "pin point focus at the target," thus indicating 
a low energy spread. 

The second, more common, coupling method is to place the 
discharge chamber inside a solenoid which is activated with 
rf power at approximately IO'mHz. The alternating magnetic 
field generated in the discharge chamber accelerates the 
electrons. -Generally, the induced electric fields are rela- 
tively small here and the circulating currents are somewhat 
larger- than in the electrostatic design. Energy spreads 
ranging from 20 eV (Ref. IV-7) to 65 eV (Ref. IV-8) have 
typically been reported for this device. The lower electric 
fields make this device somewhat more difficult to start, 
particularly at low pressures. Quite frequently an axial 
magnetic- field is used to increase the electron path length 
and to improve stability. Improved operation at the cyclotron 
resonance frequency has been . reported (Ref. IV-9) . 

Beam currents up to 1 raA are typically- reported for this 
type of- source. Proton fractions up to 9 0% of the total ion 
current- in the beam have been observed under optimum condi- 
tions;' 50 -to 70% is common for well designed sources; Hydro- 
gen constimption varies according to source design but is 

3 

typxcally of the order of 4 cm /hour at STP for 1 mA of out- 
put beam. However, it may not be possible to scale down the 
gas flow directly with beam current. Operating frequency 
varies as well, ranging from 1 to 400- MHz; 10 MHz is common. 
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and rf power requirements are- a few hundred watts. Source 
lifetimes of 1000 hours at the current levels required for 
this application are reported (Ref. IV- 8) . 

Of the various sources surveyed-, the electromagnetic 
rf ion source most nearly meets all the requirements. It* 
fully meets the beam requirements and is adequate -in terms 
of mass efficiency and proton yield. If this type of source 
is to be designed or adapted to this application, care should 
be taken to assure stable operation over long periods by 
choosing high quality materials for its ■ construction and 
designing both, the power supplies and the hydrogen feed sys- 
tem with stability as- a primary consideration. An effort to. 
extend the stable operating region to the widest possible 
current density range would also improve its adaptability to 
this task. ■ A typical rf source is shown in Fig. IV-5. 

b. Electron Bombardment Sources 

As the name implies, electron bombardment sources 
ionize by direct, impact of electrons on the hydrogen molecule 
or atom. The distinction here is that in contrast to other 
types of sources , conditions are such that no plasma is 
created -nor is any arc or discharge struck. A common example 
of tl^is type of- device is a hot filament ion gauge tube in 
which the number of ions created is linearly related to the 
pressure over several orders of magnitude. For purposes of • 
discussion, electron bombardment ion sources are divided into 
three types — low voltage, high voltage or canal ray, and 
crossed beam. 

(1) Low Voltage Source — The low voltage type of 
source has been used for many. years in mass analysis because 
of- its ability to ionize any material that can.be vaporized. 
Typical of the type most useful for the purpose at hand is 
that described by Redhead (Ref. IV-10) , A modified form of 


61 




Fig. IV-5. Cross section of ion s.ource and completed assembly 

of glass vessel 'and aluminum base. (From C.D. Moak, 

H. Reese, Jr., and -W.M. Good, Nucleonics 18 (1951).} 
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this source is shown schematically in Fig. IV-6. Hydrogen 
gas is introduced into the ionization region, where it is 
bombarded by electrons with the resulting production of pro- 
tons governed by the equations of Table IV-1 and Fig. lV-2. 
The axial magnetic field significantly increases the electron 
path length and hence the source efficiency. The electrons 
are axially restrained by holding both ends of the discharge 
chamber at cathode potential, thus making it energetically 
impossible for electrons to reach them after any energy loss. 
The repeller electrode is maintained at a positive potential 
to provide an electrostatic field in the proper direction 
to sweep positive ions toward the extraction aperture. The 
magnetic field, which does not apprecictbly affect the tra- 
jectories of the ions, prevents the electrons from being 
collected on the repeller without having first suffered a 
collision. The electron cloud forms a potential well which 
traps ions. Redhead has reported that this type of source is 
capable of trapping ions in the source for periods as long 
as 1 sec. This is desirable in a proton source because when 
a proton collides with the metal wall of the source, it is 
re-emitted as part of a hydrogen molecule and must be both 
dissociated and ionized again to be useful. 

This type of ion source has several advantages. Primary 
eunong these is that it fulfills the two desirable criteria 
mentioned earlier. It is adjustcible in current over several 
orders of magnitude and produces ions with a relatively small 
energy spread, ranging down to less than 1 eV for specially 
designed sources (Ref. IV-11) . The primary difficulty with 
this type of ion source is that the mass efficiency is of the 
order of 1% or less. Thus, it presents a large gas load to 
the system when operating at high output currents. A second, 
and less important, disadvantage is that the source requires 
a thermionic cathode, which is subject to conteimination and 
has a finite lifetime. 
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Fig. IV-6(a). Schematic diagrcun of trapped electron ionization 
source. 
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Fig. IV-6(b). Photograph of trapped electron 
ionization source. 



Commercial sources of this type generally are relatively 
complex because they are designed to ionize a wide variety of 
materials. A much simpler model designed specifically for 
this purpose is in use at Hughes Aircraft Company (Ref. IV-12) 
It is capable of producing a proton current equivalent to 
2000 times the nominal solar wind value over a 2.5 cm diameter 
circle. Input power is about 20 W. The entire vacuum station 
including the source chamber and the integrating sphere, is • 
pumped by a single 400 • liter/sec ion pump. A single- feedback 
loop that monitors the emitted -ion beam current and adjusts 
the cathode emission to compensate for drift in line voltage 
or hydrogen flowrate serves to stabilize the beam for periods 
of several days.. This is shown in Fig. IV“6{b). 

(2) High Voltage or Canal -Ray — This is perhaps 
the oldest type of ion source, having been used by Thompson 
in some of his early experiments. The source is basically 
a diode that operates with a pressure of about 10 Torr of 
hydrogen. Protons are created by electron impact as the 
electrons traverse from cathode to anode. A small hole is 
'3-rill-ed in the cathode so that some of. the ions which natur- 
ally fall toward the cathode pass through the hole and form 
a beam — hence the name "canal ray." Such sources typically 
are- operated at greater than 20 kV and consiirae several -kilo- 
watts of power. 

While such sources have several merits-, their overriding 
disadvantage for our application is that the energy spread of 
the -ions is approximately 1/5 the total source voltage — 
typically 5 kV. This energy spread is fundamental to this 

of source and arises because ions may be created -any- 
where in the source volume and thus may arrive at the cathode 
after falling through a potential drop up to the full anode 
voltage . 



(3) Crossed Bearn Sources — This type of device- has 
.more often been used .to detect or analyze- an atomic: beam 
(Ref. IV-13),, but it could serve as - a ' source- of protons as 
well. Basica-lly a beam of thermal hydrogen atoms or mole- 
cules is -bombarded by an- electron beam or passed through a 
cloud of electrons 'trapped in, a magnetic field, as discussed 
above-. The probability of ionization is -much less -than, in 
the closed volume of- the low voltage electron bombardment 
source, but the protons created have a directed energy toward 
the extraction aperfure where the beam is formed. This re-- 
suits in high utilization of the protons that are formed, If 
the incident hydrogen beam can be- dissociated by a ..spark of 
by thermal means prior to' ionization, the -efficiency can be 
increased even more. 

Unfortunately, the relative merits of this -'.system cannot 
be adequately assessed because no published data “have- been 
found that are- pertinent to, the system described. The closest 
work appears to be that piablished -35 years ago- by - Smith and 
Scott (Ref. IV-14) . Its lack- of reported use as a proton 
source appears to indicate that it is inferior to other- de- 
signs, probably because of-. its high gas consumption. 

c. Gas Discharge- Source . 

The distinguishing feature -of. this type of'source-- 
is' that- a discharge is struck between cathode - and anode- and 
the protons are -extracted from the- volume-. of plasma-which is 
created; While a 'detailed discussion of the plasma is. beyond 
the scope of -this- report, some of its unique -properties are 
important -to an- understanding .of the source operation. 

A plasma is a ' collection .of equal numbers of electrons 
and- ions and is thus macroscopically neutral.- Individual 
electrons and ipns • travel independent paths , but on th,e aver- . 
age are- attracted to each other by electrostatic forces. The 
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electrons generally have an approximately -.Maxwellian energy- 
distribution with a mean energy of I to 10 eV (I’O*^ to 10^ °K) ; 
on the other hand, the ions have a mean -energy approximately 
equal to that asspciated with the temperature of -the ion 
source walls, (i.e., 300 to 500°K) . The electrons, which 
have low mass, are easily confined by a magnetic field. The 
protons, which are 1836 times heavier, act more as a' gas and. 
are influenced primarily by collisions with the walls and 
other particles-. 

Because the charged particles- are highly mobile, voltage 
gradients cannot- exist within the plasma except under very 
unusual ■ circumstances . Thus there are, in general, three 
distinct , regions in the discharge: ' the main body of the 
plasma, plus two plasma sheaths, one at the cathode and one 
at the anode {as shown in Fig. IV- 7) .. Large- current densities 
of- electfqns may be- carried from the cathode across the plasma ■ 
sheath because of its relatively small dimension (typically 
1 . 0 cm) . The ion current arriving at the cathode has been 
shown by Bohm (Ref. IV-15) to be 

J . - n . e 

1 1 

where - 

= - ion current density 
= ion density in plasma 
e = electronic charge 

-k E Boltzmann constant 

T^ E electron temperature 

m£ E ion mass. 
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The ion flow to- a nonemitting surface at cathode potential of 
to the. anode 'is somewhat less due- to the absence ‘of- the 
counter flowing electrons which neutralize part of the -ion 
space ■ charge . Ion emission from the plasma surface is -bene- 
ficial because.it provides -a mechanism by. which ions may be- 
extracted from the- -plasma^ but - it is detrimental because- ions 
impinging on the • ca.thode. sputter the cathode surface and 
ultimately destro;^ 

It is obvious that a nimiber of sources can be designed - 
based on the discharge concept. These are summarized here 
under three classes: capillary arc, and crossed -electric 

and magnetic field devices working at' high and low- plasma 
density . 

(1) Capillary Arc — In a capillary arc source; the- 
discharge between cathode and j, a node is physically constricted 
and -made- to pass through a capillary tube. This, increases the 
power density in this region .and improves the -mass efficiency- 
and proton output. The ions- have a relatively small-, energy 
spread. Even- though -the characteristics -of- this source- ap- 
pear attractive, it has not been in general use since the 
advent -Of the crossed fi.eld sources - described below and the- 
rf source described above. The -principal reasons appear to 

be -.the short lifetime of the thermionic cathode and the 
tendency for the - source to be unstable-. 

(2) Low Plasma Density Crossed Field Discharge — 
The, crossed field discharge, sources are'based on the same 
mechanism of electron confinement described above — an axial 
magne-tic field which confines the electrons radially, coupled 
with electrostatic barriers at each end of- the field lines - 
which reflect, the electrons at these- points . The -fact tha-t 
the. electrons exist -in a plasma does not affect. this trapping 
mechanism- Low voltage devices of this nature were first 

i 
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Fig. IV-7. Voltage distribution in a simple plasma 
' discharge. 
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Fig. IV-8. 

Low voltage crossed 
field ion source 
(Penning source) . 
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described by Finkelstein - (Ref . IV-16) and independently by 
Penning (Ref. IV-17) in' about 1940. They have subsequently 
found wide application in many fields of plasma physics and 
gas discharge devices. For example, ion engines for space 
propulsion- based on these '‘principles produce mercury ion 
beams with currents- up to 2 A.-. 

A schematic diagram of a typical source is shown in 

Fig. I'V-S. The potential diagram of Fig. I'V-7 is appropriate- 

to this type' of device. Operating parameters depend' on the 

specific source design,; typically, however, -the discharge 

voltage is less than 100 V, the magnetic field is 100 gauss, 

and the discharge current is 5 to 50 times the extracted ion 

beam- current . The source- requires a 'pressure in the discharge 

-4 

chamber of greater than 10 Torr for stable operation. Under 
optimum operating conditions the mass efficiency can approach 
100%, although the proton fraction may be quite low as a re- 
sult of the difficulty of maintaining a dissociated hydrogen 
gas in a metal container. The ion energy spread is on the 
order -of 10 V, depending primarily on- the discharge voltage. 

In -many ways the characteristics of this source resemble 
those of the electromagnetic rf source. It will produce med- 
iim to high currents with a relatively low ion energy spread. 
It is inferior to the rf source in the percentage' of - protons 
in the output beam. It requires more complicated • power sup- 
plies, plus a thermionic cathode which has a finite useful 
lifetime due to sputter damage .by ions -which fall through -the 
cathode sheath voltage. Should an application arise where a 
large beam on the- order of I'm diameter is required and where 
the beam purity is -not important, this source would be 
excellent. 

It is also possible to operate a similar device at much 
lower pressure but a much higher magnetic field and higher 
discharge voltage (Ref. IV-18) . This type of operation does 
not require a thermionic cathode, but gives’ only low ion cur- 
rent yield with a high energy spread. 



(3) High Plasma Density Crossed Field Discharge ~ 
By combining the crossed field discharge concept with a me- 
chanical - construction- of - the discharge,' Von- Ardenne (Ref. 
IV-19) designed the duoplasmatron ion source. At -present the 
high current capabilities, stability, • and relatively trouble- 
free operation of this device are being ■ exploited in its use 
as an ion source for high voltage accelerators . It has also 
been considered for use as an ion thruster for space vehicles 
and as a very high - intensity electron- source for electron 
bombardment --heating , 

A typical duoplasmatron- ion source is shown in Fig. IV-9 
The arc is struck between the cathode and anode by applica- 
tion of 100 to 200 V, depending on the gas' pressure; The' 
arc is constricted both by the aperture in the intermediate 
electrode and by the highly nonuniform magnetic field in the 
region between the intermediate electrode- and the anode. 

This- double- compression of the arc produces the . desired high 
plasma density in the anode aperture; As shown in Fig. IV-10 
the arc voltage consists of the cathode voltage drop of -about 
25 V; the double sheath -in front of the canal opening , on . the 
cathode- side, and 2 to 3 double sheaths inside the -canal. 
Each'Of these sheaths consists of -potential jumps of _25 to 
30 V. The rest is. distributed over- the normal plasma voltage 
gradient. The electrons are accelerated toward the anode 
and the ions toward the cathode, passing the double layers. 

The magnetic lens becomes effective in the final third 
of the intermediate -electrode canal; it detaches the. plasma 
from the canal wall and focuses it at the emission opening. 
This portion of the discharge- is -called ‘ the anode plasma-. 
Losses of ions to the walls in the anode plasma .take place 
now only between the topmost double layer and the boundary 
of discontinuity in the canal,- as well as at the anode.- 
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Fig. IV-9. 


Schematic . of duoplasmatron ion 'source 



Fig. IV"10. Voltage profile in^ duoplasmatron ion 
source. 
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These losses must be compensated. For- this- reason, ions must 
flow out of -the anode plasma into the canal as well as upward- 
to the anode. This is possible only- if a positive potential 
hill exists in the plasma between the cathode and the anode. 
This potential hill can arise only when, positive space ciiarg.e 
is being produced by heavy ionization. This is precisely 
what happens; the high energy electrons that have been ac-. 
celerated through the last double layer, enter a region of 
high current' density and thus of a high degree of ionization 
by means of magnetic focusing. The potential hill accelerates 
ions in both axial directions . One part flows into the canal 
of- the intermediate electrode and the other toward the -emis- 
sion aperture. The magnitude of this negative anode drop is 
not constant. It depends on the gas pressure, discharge cur- 
rent, and above' all on the- potential of the intermediate elec- 
trode. If the -intermediate- electrode pptential -is- increased 
in the negative direction to about the potential value oh 
the cathode, the ion losses to the walls increase considerably, 
while the electron current - to the intermediate electrode de- 
creases. The- .increase- in the ion- losses to . the walls in the 
upper end of the canal requires an increased ionization in 
the anode plasma, which in turn results in an increase in 
the potential hi-11 and in the plasma density. 

This source produces the highest current' density of any 
type- of ion source. Unfortunately, this is -a disadvantage 
for our application because, as will be shown below,. such a- 
high current beam cannot be focused without the application 
of very high extraction voltage (typically 10 to 100 kV) . 

This is, of course, far higher than desired here. This fac- 
tor overshadows the. other desirable features of the source — 
its- high proton yield, high- mass efficiency, and stable 
operation. As seen by- the exploded view of a source- of this • 


73 



type. (Fig. IV-11)- recently constructed at HEL (Ref. IV-20) , 
the mechanical design is quite complex, making source con- 
struction expensive . 

4 , Selection of' Ion- Source -- 

A number of the proton sources most useful for this ap- . 
plication were discussed- above. Table IV-2 summarizes the 
important characteristics -of -each. While- no-one source 
possesses all of the desirable characteristics-, the 
electromagnetically coupled rf source- and the low voltage-, 
electron bombardment ion source most- nearly- fill the require- 
ments. The electron bombardment source is superior in terms - 
of- lower ion energy spread and variable current operation. 

It is a logical choice for small diameter beams of in experi- 
ments requiring ion fluxes to the order of 100 solar con- 
stants. It is quite possible that further optimization of 
this design would increase the output -current by an order of 
magnitude and make- it generally useful over the entire range 
specified -by this contract.. 

Based on current technology, however, the rf source is 
most suited to the system requirements -set forth --here -be- 
cause it can easily reach „the current levels desired, has a 
nominal lifetime of 1000 hours ■ that is adequate- for most ex- 
periments, and produces a beam- that is -rich- in .protons . With' 
proper care-, the two marginal characteristics (the inability 
to vary the output- current level and the ion energy spread 
of 'V 50 eV)' can.be accommodated by the design of the- ion 
optical : system and the .mass separator. No design -program 
has yet been undertaken with the specific- goal of improving 
these -.characteristics; it is very likely that they also can 
be improved to make this source more useful. 
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TABLE TV- 2 


Proton Sources 


Type c 

>f Source 

Beam 
Current ■ 
Range , mA 

Proton Yield, 
% 

Gas Consumption, 
cm3/hour at STP/ 
mA/iiass Utiliza- 
tion Efficiency, 
% 

Operating 

Pressure, 

(im 

Ion Energy 
Spread, eV 

Lifetime, Power Supply, 
Control, etc. 

Advantages 

Disadvantages 

Radio Frequency 

Ele ctromagnetic 

0.1 to 20 - 

50 to 90 

6 to 20 
cm3 sTP/hr 

1 to 40 

20 to 100 

Life to 1000 hours; supplies 
simple; control average 

Long life, and high percent 
of protons 

Narrow beam current range 

Electrostatic 

less than 0.1 



above 10 ^ 

100 


, Low operating pressure and 
beam current 

Wide energy spread 

Electron 

Bombardment 

Low Voltage 

\?ide range 

10 

n 0 - 1 % 
m 

10 ^ and 
above 

few eV 

Life 1000 or more hours 

Wide range of beam current 

Low mass utilization 

High Voltage 
(Canal Ray) 

Up to 1 

25 to 60 

n 'V 10% 
m 

1000 

Large 

(1/5 arc drop) 

Life-long (no filament) 
high power (kW) 


High power and large energy 
spread 

Crossed Beam 

low current 

high for 

dissociated 

beam 

n_ 1% 
m 

N.A. 

low “X* 1 

Life limited by thermionic 
cathode 

Low energy spread and wide 
range of beam current 

Low beam current 

Capillary Arc 

up to 4 

10 to 20 

10 to 20 
cm^ STP/hr 

1 to 30 

few eV 

Life 20 to SO hours due to 
cathode 

Monoenergetic 

Short life, complicated elec- 
tronics, hard to stabilize 

Gas Discharge 

X 
'C M 

<y w 
Vi 

W T3 
O H 
U (U 
O-H 
b 

High Density 

high > 10 

50 

n ^ 100% 
m 

10 to 100 

few eV 

Require several power supplies 
and possibly cooling water 

High mass, utilization and 
high proton yield 

Current too high 

Low Density 

high > 10 

5 to 60 

ri = 1 to 100% 

iti 

1 to 10 

10 

Life limited by thermionic 
cathode 


Trade Hmass proton yield, 

cathode life, or energy spread 


FOLDOUT FRAME 


EOLDOUT FRAME 
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Fig. IV-11. Duoplasmatron ion source components. 
(Ref. IV-20). 
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5. 


Ion Extraction Systems 


The foregoing sections have discussed a number of proton 
sources. To be useful, these protons must be extracted from 
the source and focused into a beaun. The ion extraction sys- 
tem which accomplishes this forms a critical interface be- 
tween the source and the ion transport system which controls 
the beam shape en route to the target. 

The theory of charged particle focusing has been investi- 
gated extensively in the development of electron guns used 
for many purposes. Because the focal properties of electro- 
static lenses are independent of particle mass, the theories 
derived for electrons are equally valid for protons.* The 
principal difference is that the currents that may be carried 
with a given set of lenses and accelerating voltages are much 
less for protons than for electrons because the particle ve- 
locities for a given accelerating voltage vary inversely as 
the square root of the mass . This reduced velocity also 
means that the number of charged particles per unit volume 
in the beam, and hence the space charge forces, are much 
greater for ion beeuns than for an electron beam with an 
equivalent current density and beam voltage. This also may 
be expressed by saying that at the same beam voltage an electron 
and proton beam will have the same space charge density when 
the proton current is 1/43 of the electron current since 
•'nie/nijj - 1/43. 

a. Extraction of Protons from a Plasma, Compared with 

an Ion Cloud 

The ion sources discussed above provide protons in 
two distinctly different environments — a plasma and an ion 
cloud. The first occurs in all high density sources (such 
as the rf source and the various E x B sources) and the second 

* 

This is not true for magnetic focusing (which is not of im- 
portance here) . 
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in -the low- voltage electron bombardment' source, . particularly 
when operating at- low pressure.. The difference is as follows: 
when extracted from a plasma the -protons effectively come 
from a surface; when extracted from a charged cloud they come 
from a volume or at- least a surface of finite thickness. 

These concepts are illustrated -in Figs. IV-12 and iy-13. 

Once the electrode shapes are chosen and the voltages - 
are applied, solution of Laplace ^ s ‘ and Poisson.' s- equations 
describes the electric field -and charge distributions in. the 
beam. The particle trajectories may be ‘calculated from this 
information because- the particle tra.jectories and' velocities 
determine the charge distribution. The calculation is an 
iterative one; when done in .detail , it taxes ' the capacities 
of even the -largest digital computers. A further complication 
is added by the effect on the ion-creation process of the- 
motion of the plasma sheath or the extraction of ions from 
the ion cloud. Only recently have' techniques become available 
to model this phenomenon. (Ref. IV-21) , which requires- further, 
iterations to achieve a- totally self-consistent solution. 

When extracting from ah ion cloiid as shown in- Fig. IV-13, 
it is apparent that once the equipotentials are'- established 
the trajectory and final energy ■ of. an. ion originating from- 
any point are known. Clearly, in order -to maintain a small 
energy- spread in. .the emergent beam, . only- equipotentials' cover- . 
ing a -small voltage -range should bulge into the source volume. 
It is also. clear that the repeller electrode which pushes 
ions into the region from which they are extracted will in- 
crease the source output-. The- difficulty in any such model 
is that the spa-tial -and energy, distributions inside - the source 
generally are not known in detail. 

Ion extraction from a plasma surface as shown, in Fig. 

IV-12 has- been studied by' a number of authors interested 
in producing high intensity ion beams (Ref. IVt22) and those - 
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Fi^. IV-12. Ion extraction from a plasma. 
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Fig. IV-13. Ion extraction from an ion cloud. 



interested in designing long life, efficient ion thrusters 
for space propulsion (Refs. III-23, III-24) . Hyman (Ref. 
III-23) has provided a functional model based on the criteria- 
that (1) the plasma surface is an eguipotential , (2) there is 
zero field gradient .on either side -of the plasma surface-, and 
(3) all ions -which arrive at the surface of the plasma must 
pass through it and -be carried away in the beam. These con- 
cepts have been used by Kramer and King (Ref. IV-24). to cal-^ 
culate the divergence of the ion beam as- a function of ion 
beam current, applied voltage, and electrode shape. 

Designers .generally have attempted to control the posi- 
tion of the plasma sheath . by the shape of the electrodes and 
the applied voltages. An attempt has been made (Ref. IV-25) - 
to provide independent ■ control by stretching a fine mesh ' 
across the extraction aperture to provide an attachment point 
for the sheath. Although not stated there, the mesh openings 
should be less than the Debye distance* in the plasma to ade- 
quately define the plasma surface. By. this means the plasma 
surface has been -fixed and the beam stabilized over_a 'range 
of current and voltage- values . In particular reference is - 
made to removing some of the instabilities -that occur in an 
rf source operated at high efficiencies. It 'is .not made 
clear, however-, what effect the introduction of the metallic 
grid into the discharge chamber of -the rf source had- on the 
proton yield (due- to increased recombination of -the atomic 
hydrogen or protons) or on source lifetime (due to deposition 
of sputtered grid material 'on the source walls) , 

Debye distance = A = (eokTe/nge^) 'x^O.Ol cm for typical 
plasma source where e = permittivity of space .= 8.85 x'lO” 
farad m"l. ° 
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b. 


Ion Gun- Perveance 


A useful concept- for describing the performance of 
ah ion gun is its perveance, which is defined by the equation 


j. 


i 


Gv; 


.3/2 
T ' 


(IV-1) 


where 

I , E ion beam current 

X ■ ' 

^ total extraction- voltage 
G E perveance. - 


The, perveance is a quantity calculated by the techniques dis- 
cussed above (Ref . - IV-24) . It depends only on- the relative, 
dimensions of the electrodes. Thus, an ion gun of .given ex- 
traction geometry operating at a given voltage. will .focus a 
fixed current, regardless of- the ■ aperture size (i.e-. , the 
current -density will increase as the aperture dimensions 

i / . 

decrease) . • 

As discussed earlier, the -source must provide a maximiom. 

of approximately - 10 yA of protons. Assuming that the protons -- 

represent only 40% of the total -ion beam, a total -current of 

25 yA must be extracted from the source. The current densU 

-2 2 

at a source wxth extractxon area of 10 cm will be 


J 


source 


25 X .10-’ ^ A . 
10 ^ cm 


2.5 raA cm 


-2 . 


The perveance of • the ion extraction system must- simultaneously 
handle all the charged species at -one time. Assumi,ng- that: the 


beam is 40% H 
,3/2 


50% H 2 ', and' 10% 


the required- perveance 


(I/V ' ) for the different- species is, at, 500 V,’ 
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1.12 -X 10^ 


9 x lO 


- 10 - 


AV 


-3/2 



h . ?^ . ^ ' ^ = 1.1 x-10 

1.12 x-10^ 



2.5 X 10- ^ 2.2 X 10 AV 

1.12 X 10^ 


Because the perveance of a given geometry varies inversely 
as the square ..root- of the mass of- the charged particle being- 
accelerated, the equivalent proton perveance required -for 
the extraction system is 



G + 

H 

= 0.9 X 10 ^ X 1 

proton 

equivalent G , = 

^2 

1.1 x.l0“^ X /2 

proton 

equivalent G„ = 

^3 

2.2 X 10“^° X /3 


proton perveance required 

at 500 V = G 

H 


at 2000 V = G 


0.90 X 10 ^ AV 

1.56 X lO"^ AV~^^^ 
0.38 X ,10“® AV"^/^ 

2.84 X 10~^ AV”^'^^ 
0.36 X 10“^ AV"^'^^. 
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A ’typical' ion extraction system is 'shown in Fig. IV-14 . 
This partic'ular system has a calculated perveanee of 

_9 _3 /2 

0.4 x,10- AV - ' and thus closely -.matches that required for ■ 
the 2000 V e;xt|:ac'bion. This particular system also has- an- 
emittance diagram simi la-r to tha-i- -used for the ion. optical 
system calculations. - 

The above defines the- rate . at -which- charged' particles 

• . ■ ‘ ■ j _ 

may- be removed from- the- plasma ^surface without violating the 

space charge conditions necessary . for . proper focusing. 

Based on the conditions -stated -in -the previous section for 

the . formation- of, a stable plas'ma- sheath .-position; the rate. 

at which ions are' removed must'V'exactly -equal the rate; at ‘ 

which ions arrive. For a -Maxwellian .velocity distribution. 

Bohm- (Ref. IV-15) has- shown that the ions '-appro aching the' . 

sheath must-haye at 'least a -kinetic energy equal--to 

1/2 (kT '/e) -so that v. = .. /kT /m 
^ e • ■ - - 1 e' e 


where 


nev.A = n.'A e 
1 X a 



= GV: 


3/2 

T 


V. 

1 

= 

mean. ion velocity 

n . 

- 1 

= 

ion density - iohs/cm- 

^T 

E 

tot^l extraction voltage . 

A 

a 

= 

extraction aperture area 

e 


electronic- charge 

k 

= 

Boltzmann- constant- 

T 

e 


electron temperature 'vlO eV 



mass of hydrogen atom. 


(IV-2) 
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Fig. IV-14. Digital computer simulation of ion extraction 
from a plasma sheath. 
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Equation (IV-2J -may be rearranged to yield 

kT 1/2 
e ' 

Using- this relationship it is -pQssible to calculate the . 
perveance of the -ion gun required to extract a focused beam 
frbm a‘-particular plasma source-.- Care must- be taken to allow 
for the space charge- of all charged- particles in the extrac- 
tion region. A nomograph for one- set of conditions pertinent - 
to our design is shown in Fig, IV-15. 

c . Ion Source Emittance Diagram . 

It. is necessary- to- describe. quantitatively the out- 
put from the ion- source- and its extraction system in order to 
provide an input to the trajectory calculations for the -beam 
transport system, This is -typically done by means of an' 
emittance diagram- (Fig, IV-16) which defines the .angle with 
respect to the beam axis at which the ion-.is' traveling as a 
function of radius. In general,- the emittance diagram is an 
area such that as -shown in "A" • of Fig., IVt 16, for an- ion 
source with a large--random energy distribution in -the beam 
or for- an ion extraction' system which produces -a beam with 
nbnlaminar ion trajectories. This represents an aberration 
which never can- be- corrected by., any- ion optical system and 
which- is also very difficult- to treat -- analy-tically because 
of the infinite number- of combinations of- radial position (r) 
and divergence angle. (r') which the ion trajectories may have. 
It is possible, however, - to design an ion gun as -shown in Pig. 
I'V-17 so tha-t the ions appear to come from a virtual point- 
source (see .Fig, IV-14) ; this gives an emittance diagram of 
the type B shown in Fig. I'V-ie, which- is a line rather than an 
area and may be represented as a simple function r' = Ka 


G =. 


n.A e 
1 a 


V, 


37T 
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EQUIVALENT PROTON CURRENT, A PLASMA DENSITY, PARTICLES /cm^ 


Fig. IV- 15. Nomograph relating perveance, proton current 
and plasma density. 
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Fig. IV-16. 
Emittance diagrams . 
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Fig. IV-17. Ion source used for trajectory calculations, 



where- K is a constant. This provides an ideal definition 
of the interface -.between proton source and 'beam transport 
system. Figure- IV-18 shows the computer calculation of the 
emittance diagram of the -proton source shown in Fig. IV-14 
calculated just- inside the extractor canal. The nearly lami- 
nar flow indicated • from the diagram allows us to assiime that 
these ions come from a point source downstream from the ex- 
tractor canal, as shown in Pig. IV-17. 

d . Acoel-Decel Operation of Ion Extraction -Systems 

This simple, but important concept' is often over- 
looked by those designing ion transport systems, An-accel- 
decel system is illustrated schematically in Fig. IV-19. 

The ions are extracted with a total voltage greater- than 

the desired beam voltage V • , and then decelerated. This ac- 

15 

complishes two things. First, as .illustrated in Fig. IV-19, 
it prevents electrons from the beam of target from entering 
the- source and damaging components or disturbing the -control 
system which often operates oh total emitted current. Second, 
it separates the extraction voltage from the beam voltage and 
permits a higher beam current to be extracted than would be 
possible at the beam voltage alone- (see eq. (IV-1) ) . It also 
permits adjustment of the beam voltage without disturbing the 
position of the plasma sheath because may be held con- 

stant as V„ is varied. 

J5 

B . MASS SEPARATORS 
1, Introduction 

All of - the ion sources discussed in- Section IV-A produce 
an ion beam output which is- a mixture of protons, and 

many other ions. The- sources may also produce a high flux of 
fast- neutral particles by charge- exchange -and a number of 
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Fig. IV-18. Calculated perveance for ion gun shown in 
Fig. IV-17. 


VOLTAGE HRL 210-13 



Fig. IV-19. 

Accel-decel. extraction 
system. 



ultraviolet photons which may degrade the test sample and 
complicate the current measurement by creating photoelectrons 
in the Faraday cup which -monitors the beam. The mass sepa- 
rator, which is located between the proton source and the 
target, must purify the beam which passes through it so that 
only the protons will strike the target. 

The physical separation of the protons from the rest. of 
the beam can be accomplished in two basically different man- 
ners. An appreciation of the two concepts plays an important 
role- in choosing the most desirable type- of mass separator. 

In both techniques the starting point is a beam which is a 
mixture- of protons, other positive ions, fast = and slow neutra] 
particles from the -source, photons. from the discharge -within 
the source, plus any material which may be sputtered from 
the ion extraction system or focusing lenses. The- first 
method is to design a separator which selects only the pro- 
tons from this beam. The trajectories of the protons are 
controlled so that they- alone reach the target, which is 
shielded from the source so- that none of the contaminants 
may reach it by line of -sight. The magnetic sector magnet 
is an example of such a device.- .The second system concept 
is to provide a series of filters to prevent -the unwanted 
particles from reaching the target while permitting ■ the de- 
sirable proton beam to pass. The difficulty here is first 
to identify all of the contaminants which may exist in the 
beam and then to devise filters -.which will selectively stop 
the contaminants but -transmit the protons. This is particularly 
difficult in the case of photons' and fast neutrals-. The rf 
separator is an .example of this type of system. As will be- 
shown, a separator which deflects the proton. beam is clearly 
superior for this application. 
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In 'order to provide -.a basis for comparing the various ■ 
separators > the -following characteristics are’ considered 
important : 

1. Is the beam pure (no phptons or fast neutrals 
transmitted) ? 

2. Is a large fraction of protons transmitted? 

3 . Is the transmitted beam continuous or pu'lsed? 

4 . Does the separator introduce aberrations into 
the . beam? 

5. Is the separator stable over a period of. 1000 hours? 

6 Is the separator, easy to adjust and lise? 

7 Does the • separator have excessive size, weiaht/ or 
power requirements'? 

8. Does the separator accommodate a full range or ion 
velocities? 

All types of separators involve- an - interaction between 
their electric and/or magnetic fields and" the charge on the 
proton. They do not measure mass directly/ but only the 
momentum or velocity of the particles which are presumed to 
have a uniform energy because they all originate from a 
single.. source at a -fixed potential. If the source itself 
produces protons with a range of energies, this may cause 
the separator to defocus or otherwise -disperse the beam. In 
other words, an energy dispersion in the • original beam may 
appear as a spatial dispersion in- the proton beam after it 
has traversed the separator.. This is particularly important 
at low accelerating voltages.' For example-, a 50 eV -energy 
dispersion in the beam is 10% of the total beam energy at 
500 V '(which is the lowest beam' voltage considered here) . For 
this reason, a low energy spread -.was made a requirement in se- 
lection of a suitable ion source. . 
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Another important criterion in the selection of a sepa- 
rator is the size of the beam which it must accept. In gen- 
eral the design of any separator which deflects the proton 
beam increases in difficulty as the beam increases in size. 
This results primarily from the difficulties of maintaining 
the uniformity of the electric and magnetic fields in the 
separator over large areas . The larger gaps ' have greater 
fringing fields , and in the case of magnetic ■ fields require 
much more power. Therefore, considerable effort was devoted 
to designing an ion optical system which transported a small 
beam through the mass - separator and .then expanded it to cover 
the target. Had this not been possible, the choice of opti- 
mum mass separator might well have been different. 

Types of Mass Separators 

Four general types of mass separators are described in 
this section, 

a. Radio frequency — which utilizes resonance 
between particle inertia and an alternating 
electromagnetic field, 

b. Homogeneous magnetic field — in which the ions 
are spatially separated due to their different 
radii of curvature in a magnetic field • 

c. The crossed field or E x B — where -perpendicular 
static electric and magnetic - fields cause 
different -trajectories for different ‘-masses . 

d. Magnetic lens — which utilizes a current loop 
to form an ion lens that projects images of 
different masses at different' points . 
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a. 


Radio Frequency 


The basic concept of -a linear rf mass spectrometer 
was first described by Bennett (Ref. lV-26) . The operation 
has been analyzed by a nvimber of authors, particularly 
Redhead and Crowell (Ref. IV-27) who list all the critical 
performance parameters for both sinusoidal and square wave 
operation. 


HRL210-37 


RF MODULATOR STAGES 



SPACES 


Fig. IV-20. Radio- frequency mass analy- 
zer schematic. 


Basically a monoenergetic beam of ions is accelerated 
into an rf electrode system consisting of a series of plane 
parallel equidistant grids (see Fig. IV-20) . Alternate grids 
are grounded and the other grids have applied to them an rf 
voltage which is small compared with the initial accelerating 
voltage. If the transit time of an ion between the two grids 
is approximately 0.4 of the rf period, the ion will remain 
in synchronism with the rf field. There is one time during 
each cycle when an ion may enter the rf field and gain more 
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energy than any other.. By judicious choice of. drift spaces, 
between several rf sections, the energy-gain of this particu- 
lar ion may be enhanced.. .The Tions emerging from the 'rf-. sec- 
tions encounter a dc retarding potential barrier which stops 
all but the mos.t energetic • ions . Thus, only the synchronous 
ion is able to reach the target. The mass of this ion is 

M. =. 0.266 • ^ {IV-3) 

If 
g o 

where 

E ion mass, atomic units 
V = particle accelerating voltage, volts- 
ilg = grid separation, centimeters 

= oscillator -frequency, megahertz. 

Other properties of this device are- calculated in detail 
by Redhead and Crowell (Ref. IV-27) . They show that higher 
resolution may be obtained' by using square waves rath er than 
a sinusoidal rf signal; however, the former is much more sensi- 
tive to grid spacing .than sinusoidal - operation. 

The experimental performance for a system, of thi's design 
has been reported recently (Ref. IV-28) . This device has 13 
grids, three rf stages, and two drift spac.es . The complete 
system is .25 cm long and operates at 10 MHz. Assuming -that 
each grid is 95% transparent -but that the -individual -wires 
are randomly oriented -with' respect to those -of the other 
grids,, approximately 50% of the particles- from the source 
will impinge on. the grids. The- effect of . the separator on 
the remaining beam which traverses the separator -may be- 
established from- data presented in Ref. IV-28- and is summarized 
in Table IV-3 and Fig. IV- 21. 
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TABLE IV- 3 


Performance of RF Spectrometer 


a 


Condition 

Current to target, A 

as 

Percent of beam 

Percent of 
Transmitted 


»2 

Source only 

1.4 X 10“^° 

1,2 X 10"^°' 

54 

100 

RF on 

4.4 X 10" 

5.0 X 10“^^ 

47 

32 

Retardation 100 V 

1.5 X 10"^^ 

1.4 X 10"^^ 

91 

11 

Retardation 110 V 

-11 

i 1.2 X 10 

5 X 10"^^ 

96 

8.5 


^Frorti Ref. IV-28. 


Figure IV-21 illustrates that' while the beam may be pur- 
ified to greater than 95% by this technique, it can be done so 
only at the expense of reducing the transmission to less than 
10%. This in itself may be quite^ tolerable if a source with 
a sufficiently high output current is used. The difficulty 
arises because the photon output from the source and the beam 
of fast charge exchange neutrals created at the source aper- 
ture are not attenuated by the electric fields. Thus they 
are increased in relation to the proton beam by at. least an 
order of magnitude using this' type of separator. The effects 
of these- contaminants may thus easily be greater than those 
of the proton beam for many operating conditions . A further 
complication is that the impurity beam may not be uniform over 
the target area and is very difficult to measure accurately. 

Therefore, even though this system has many advantages 
in terms of minimum energy dispersion, astigmatism, cost, 
and size, it is suggested that serious consideration be given 
to the problems of beam contamination before it can be used 
for any simulation. It should also be noted that the output - 
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BEAM PURITY ( PROTONS /TOTAL CHARGED PARTICLES, %) 


Pig. IV-21. Proton transmission as a function of 
beam purity for a typical rf source 
(Ref. IV-28) . 





from this separator is- pulsating 'at the driving rf frequency 
(nominally 10 MHz) . As discussed in Appendix A, this is not 
expected to present' a' difficulty. in accurately .simulating - 
solar wind damage to thermal control coatings . - 

b. Magnetic -Separator 

.This is a "conventional" - type of -mass separator 
which operates -on ' the principal that the trajectory of a 
charged particle will be deflected by- a magnetic field. 

The basic equations are those for the -kinetic energy of 
the particle - 


4 ^ 

kinetic energy = eV = (IV-4) 

and the • force exerted on, a particle in a' magnetic field 

force • = ev B = (IV-5) 

r . ' 

1 

or 


^ _ mv _ linear - momentum 

i eB ■ ' eB ■ 


which, may be .solved, to- yield-. 



(IV-6) 


rjj+. . [144.5 ^) ] for protons (IV-6a) 

where 

r . = - radius of - curvature- of the path of the 

ion • i , centimeters- 

B = magnetic field, gaus 
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As shown in Fig. IV-22, particles which originate from a 
single point, but which have different momentum (either mass 
or velocity) will have- different radii of curvature in the 
magnetic field.- 

A great .deal of developmental work has been devoted to 
understanding and improving this type of mass spectrometer. 

Much of this sophistication is not required to achieve the 
relatively simple task of- separating mass one from masses 
two and three- at -low energy.' An excellent review of the- de- 
sign details of this type -of separator has been compiled by 
Inghram and Hayden (Ref. IV-29) . Only those facts pertinent 
to the current design will be reviewed here. 

Of primary importance to the over- all .system performance 
are- two parameters of the' separator design. The first is. the 
angle- through which the beam of interest (protons) is deflected. 
It is directly related to the' strength of the magnetic field 
and the - path- length in the field. The second • factor is- the 
dispersion of the various masses at the target. This defines 
the physical separation of the. various mass species at the 
focal plane of- the separator. 

For simple systems the radius of the -proton beam.curva-' 
ture is made- coincident with the apex of the magnetic sector, 
and -the entrance and exit angles (e^ and £ 2 ^ are. made zero. 

This makes the deflection angle. $ equal' to the sector angle. 

9. (see -Fig. IV-23) . The linear-. deflection of the beam may- 
then be readily calculated. The radial contour of the magnet 
gap and the entrance and exit angles (e^ and e 2 ) a-TQ often, chosen 
to be nonzero to improve the focusing properties of the separator 
(Ref. I'7-30) . In some designs the pole faces on the entrance 
and exit sides are themselves curved. Both- conditions obviously 
affect the total deflection of the beam. The- main criterion 
of importance here is that the proton beam be physically removed 
from the undeflected neutral, beam; this is a very -loose boundary 
condition and is easily fulfilled. 
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The dispersion- may be derived from the fact that the 
lateral distance between images formed by particles of dif- 
ferent momenta emitted from the same ob.ject point is pro- 
portional to the momentxim difference which is in -turn .pro- 
portional to the radius of curvature of the trajectories. 
Hence the dispersion is ; 

D = K ^ = k ^ . (IV-7) 

P ^i 

An approximate expression for the constant in the dispersion 
relation is 

K = r„ (1 - cos 5 zJ) + [sin ^ + (1 - cos tan e„] 

(IV-8) 

deflection angle of the ion 
radius of proton trajectory 
object distance 

exit angle (may- be zero or- adjusted to 
reduce- astigmatism) . 

As an example, for rjj^^ = 15 cm, = 30 cm, 0 = 60°, and 
^2 ~ 0 / we have 

D = 33.5 (IV-9) 

P 

For a fixed energy, the momentum of is 1.4 times that of 

+ ^ 

H ; therefore, Ap/p = 0.4, making the dispersion between the 

+ ' + 

and H 2 beams 14 cm, 

Because the dispersion depends on the ratio of two mo- ' 
mentum values, a spatial separation will occur as a result of 
a difference in velocity (i.e., energy) of the similar ions 
as. -well as a difference in mass. Thus any energy spread in 


where 


^Hi 
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the initial beam will affect the size of the beam as it tra- 
verses the separator. The particular case of a separator 
with rjj p 15 cm separating protons and with an energy 
spectrum of 1000 ± 25 V- (i-.e., a 50 V energy spread) is 
shown in Fig. IV-:24. The displacements are measured- 20 cm 
from the exit plane. Figure IV-24 also illustrates- the ac-. 
curacy of - the approximate formula as compared with an exact 
numerical calculation. 

In order to preserve- the minimum beam size, the disper- 
sion through the separator should' be minimized. A curve- 
such as that- of Fig. IV-24, may thus be- used to establish 
the minimum sector angle for the separator which will 
spatially separate the proton beam from the beam. This 
minimum angle will also minimize the beam size. 

Thus far we have discussed only the mass -separating -pro- 
perties of this concept. Because the separator also -acts as 
an- element in the beam transport system (Ref. IV-31) , some 
consideration of its focal -properties is important as well. 
Three design philosophies are possible: 

1. direction focusing — focusing of ions homogeneous 
as- to mass and velocity but of .different initial - 
direction 

2. velocity focusing — focusing of ions- homogeneous 

as to mass and direction but with different initial 
veloci-ty- 

3. double focusing — focusing- of ions -homogeneous in' 
mass but . of varying velocity and -direction. ■' 
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Fig. IV- 24 . Beam deflection measured 20 cm from exit plane 
as a function of sector angle for magnetic 
separator for r = 15 cm, V= 1000 ± 25. 





For this application, item 2 ''is most important, ' particularly 
if the ion source has an appreciable spread in. ion creation 
energy, Direction , focusing, is less important because of the 
lenses at the soiorce and object positions adjacent to the 
separator. A general treatment of this subj-ect is beyond 
the scope of this report. References IV-29 and IV-31, plus 
the work of Sternheimer (Ref. IV-30) , serve -as ■ general refer- 
ences - for this area. 

An additional ■ term encountered is "first order focusing," 
which means that' aberrations which- are a first order- function 
of mass- are, by design, made equal to zero by adjusting the 
shape of the magnetic pole, faces, the entrance and exit 
angles, and the radial variation in magnetic field strength. 
Higher- order focusing is possible but .generally reserved for 
use with large- beams or where. extremely high resolution- is 
required. Prior to construction of an actual- separator, the 
exact ion trajectories for the chosen design- would be com- 
puted -as in Section IV-C to validate the design. 

In s'ummary, the magnetic - sector .mass -separator is well 
suited for this task, provided that the. beam is kept' small in 
diameter until after separation and then .expanded or scanned 
to cover the target area (see Section V) . The power require- 
ments increase rapidly as the beam size and hence the magnet 
gap increase. The magnetic . fringing- fields also become -.very . 
difficult to adjust at large-gap spacings ,. thus introducing 
unwanted aberrations, in-, the filial beam. This type of sepa- 

a 

rator accomplishes the .two 'necessary - functions of bending 
the proton beam to physically remove it from the efflux of 
photons and neutrals ; from the ion source- (which -travel- line ' 
of sight), and of dispersing- the charge particles --of -various 
masses so that a pure, proton bea.m results. Care must be taken 
in the- design to -reduce the ion optical- aberrations and to. 
minimize the dispersion due to the -energy ■ distribution in 
the ion- source. 
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G : Crossed Field Separators 


Consider a ' system in which the magnetic - field B, 
the electric- field and the velocity of a charged particle 
are all-.mutually perpendicular. If .the signs are properly 
chosen it is clear that by adjus.ting the magnitudes of the 
electric and magnetic field strengths, the electric and mag- 
netic forces on the particle may be made equal and opposite 
and the particle trajectory will -be' unchanged. This is illus- 


trated for mass 


m. 


in Fig. IV-25. Particles with the same 


m 2 will follow a 


kinetic energies but a different mass 
curved trajectory. The .properties of this type of separator 
have been discussed by Bleakney and Hippie (Ref. IV-32) and 
later by. Ogilvie and Kittredge (Ref. III-33) . For the pur- 
pose of this report, the simplified analysis of Wahlin (Ref. 
IV-34) more clearly illustrates the important processes i 

As before, the velocity of an ion which has been accel- 
erated through a voltage V is 


V 


(IV-10) 


An ion with a, mass : m^^ and velocity v^ will not be deflected 
when moving through the velocity filter shown in Fig. IV-25 if 


Bev = e 




or 


B 


2 ^ 


y/2 




Ions of a different mass m., experience a force- 


2 

^ 2^2 

r . 

X 


= - ev2B-eC^ 


(IV-11) 


(IV-12) 


(IV-13) 
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Fig. IV-26. Diagram used to derive eq. (IV-16) . 




or 


m 


2 



r . 

X 



{IV- 14) 


by direct • substitution from (IV-11). and (IV-12) . ■ 

Therefore, the ions of mass m^'. are deflected in a cir- 
cular path with radius 


2V 



(IV- 15) 


This equation is a good approximation for .small deflection 
angles . 


If is known, the' dispersion may be calculated geo- 

metrically from Fig. IV-26. Because the deflected beam is 
perpendicular to the radius of curvature at both the entrance 
point (0) and the exit point (Q) , the deflection angle and 
the arc 'traversed by the particle in traveling from 0 to Q ■ 
are both equal to. 4>. For small "^angles where $ can be- ap- 
proximated by a/f^, the dispersion" 



(IV-16) 


where a is the length of the filter and £ is the. distance 
to the image plane. The condition for no' deflection of a se- 
lected mass number comes directly from. (IV-12) 



Jtf'or me application here we desire that the' proton beam 
be deflected out of the main beam of photons -and neutral -ef- 
fluent from the source. Thus we let the protons be represented- 
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by m 2 in Fig. IV-26 and choose # large enough that a stop 
at the exit from the separator prevents- line of sight' 
transmission from the source along the proton beam. D must 
also be large enough to separate- the protons from the charged 
particles with masses two and three. 

It is possible to choose- a’ unique- ratio of (J/B which - 
provides adequate deflection of the proton beam and which 
provides cancellation of first order aberrations as well. 

From {IV-13) and {IV-16) , 


D 


£aB 




Therefore., the first order dispersion (dD/dV) is zero for 
(^/B = (q-\/2m) . By choosing the fields with this criterion 

the dual requirements of a net deflection and zero first order 
aberrations may be achieved. 

This type of separator will serve equally as- well as the 
simple magnetic sector in many cases. The- extra variable of 
the electric field strength provides the opportunity to 
design the system to- achieve first order focusing. A primary 
difficulty arises in--,the design of the - electrostatic f ield - 
shaping pole pieces to generate a unifo.rm field. This design 
is difficult because the magnetic poles, which are ''immediately 
adjacent must be made of metal and thus perturb the electric 
field shapes.- Available commercial designs generally- employ ■ 
segmented shims with adjustable voltages -on each to shape the., 
electric fringing- fields . These -require a complicated empirir- 
cal adjustment. It -was this uncertainty in design that led 
to the choice -of the magnetic sector over the. crossed field 
separator in the example design in Section V. Current 
studies at HRL under another program indicate that it should 
be possible to shape, the electric poles to accomplish this 
desired field without shims. This has not yet- been -verified 
experimentally . 
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d. Magnetic Lens 


The fact that the focal properties of a magnetic lens 
are a function of the mass of the charged particles which pass 
through it- may be used to purify the proton beam. The re- 
sultant system is somewhat crude compared with the magnetic 
sector or the crossed field separators, but it is also much 
less expensive and therefore may be useful in some unique 
applications. 

In its most elementary form a magnetic lens is simply a 
current loop- through which the beam of charged particles 
passes (Ref. IV-35) . The equation of the focal length of 
the magnetic lens is 


f = 1.80 X 10*^ 

where 

f = focal length, centimeters 
r- = coil radius, centimeters 
NI = coil ampere turns 
M = particle mass, amu 
V = particle potential, volts. 


(IV-17) 


This type of -lens -is widely- used -in electron optics (particu- 
larly in- electron microscopes) .because of its low aberration. 
It has found little use in ion optics because, as -shown in 
(IV-17) , the magnetic field required for a given focal length 
increases with both the mass and the energy, of the incident 
particle. Thus, the application- here which involves low 
velocity ions of the lightest possible mass is rather 
unique . 
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As shown in Fig. IV-27, a magnetic lens- may be-. used -.to 
selectively focus -only the protons from- a divergent'- raonoener- 
getic beam. The- heavier particles _may be stopped -as shown in • 
the figure. This concept is practical only because the parti- 
cles to be- separated differ in mass by a -fac.tor of, two, <thus 
making the focal length for double that -of -the protons. 

The factor by which the 'component' of the beam is reduced 
is nominally equal to the ratio of the area of the beam xn 
the plane of the aperture to the aperture area itself. As- 


suming that the coil radius is just large enough' -to ac- 

commodate '..the beam at distanc'e Jl, from the source, it may- 

■ ' -f- ■ 

be shown that the percent transmitted (for 100% 

transmission) is given by 


1 ' .. 
e -■ 


(2x-1)2 




(IV-18) 


; where 

X ■ = - h/2fn 

e =- (after separator /H^ (before separator), 

f = proton focal length - (i-. e .,- M = .l in (-IV-17) 

r E > ' coil- (and beam) radius 
c , ' ■ 

• . r^ aperture • radius . 

This function is plotted in Fig. IV-28. The. number of. ampere 
turns ■ in a simple coil required for a specific set- of -typical 
conditions is shown in Fig. IV-28. Note that- a significant 
reduction in ampere turns may be achieved by designing the 
magnetic lens with shaped pole pieces and a ferromagnetic 
yoke. 

From the above discussion it is clear that attenuation 
of the n't beam by a -factor. of 10 to 100 is quite practical- 
for typical conditions. Considering’ that the,H 2 content xn, 
the beam may originally be- of ' the order of- only 10% to 20%, 
this represents an adequate purification for normal- -purpo s es . 
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Fig. IV-27. Schematic of magnetic lens mass separator. 
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There is a disadvantage of this system, however-. As 
shown in Fig. IV-27, neutral particles and photons from the 
source can reach the target. This can be eliminated by 
placing a small stop on- axis to block the solid angle' sub- 
tended by the aperture at the source. This will depress -the 
axial current density at the target and produce a somewhat 
"hollow" beam. The extent of this depression must be deter- 
mined experimentally. It might mean that the . axial sample 
position was not usable, or-it might serve simply- to flatten 
the beam profile, which is normally peaked in the -center. It 
is possible to reduce the current density at the target by 
simply defocusing the proton beam so that some protons will 
be stopped by the aperture plate as well. A computer analy- 
sis of the trajectories has demonstrated that for the energy 
range required here, approximately .a factor of three -attenu- 
ation is possible before the beam shrinks to less than 10 cm 
diameter at- the target. An additional lens presumably could 
extend this range. 

While many features of this system appear attractive, a 
primary disadvantage for this survey is that no report of its 
implementation has been. found in the literature, 

3. Selection of the Mass Separator 

The .properties of the four types- of mass separators dis- 
cussed above are summarized in- Table IV- 4.. Of the four, only- 
the rf separator is -clearly rejected because- it does not pre- 
vent uncharged particles and photons- from striking the tar- . 
get. The magnetic lens is a relatively simple but untried 
system. The remaining two — the -sector and crossed field 
separators — are similar in many respects. The crossed field 
separator contains aberrations from nonuniformities in both 
the electric and magnetic fields, while only a -magnetic - field 
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is present in the sector. In particular, it is difficult to 
generate a uniform electric field when the magnetic and -elec- 
tric pole pieces of the crossed field separator must of nec- 
essity be in close proximity. This problem has recently been 
solved analytically and appears manageable for low energy ap- 
plications such as that required for the present program. ■ 

The sector magnet was' chosen over the crossed ‘ field de- 
vice for the system design -here principally because it re- 
quires one less power supply and is a well understood, proven • 
device. Techniques have been derived' to produce very sophis- 
ticated instruments of this type if they are required. Special 
attention should be devoted to the defocusing of- the beam due 
to energy dispersion in the source. Careful design of both 
source and separator can keep this well within tolerable 
limits . 

C. BEAM TRANSPORT SYSTEM 
1 . Introduction 

The beam transport system must accept the ion beam from 
the source, focus it through the mass separator, and expand 
it to 1-0 cm diameter at the target plane. It must also be 
capable of providing adjustment of beam intensity by a fadtor 
of 1000. Finally, it must perform satisfactorily over the 
full range 'of proton energies from 0.5 to 3.0 kV. Two gener- 
al concepts are possible. The first is -to extract from the 
source a small, relatively high current density beam which is 
expanded in size only after it has passed through the mass 
separator. This considerably simplifies the design of -the 
einzel lens because all the beam ions pass through the lens 
near the axis where aberrations are small and the paraxial 
ray equation is valid. ' The mass separator is simplified as 
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TABLE IV- 4 


Mass Separators 


Type 

Transmission, 

% 

Beam 

Purity 

% 

Transmits 

Charge 

Exchange 

Beam 

Size 

AC or DC 
Transmission 

Focusing 

Aberrations 

Size, Power 
Weight, etc. 

Advantages 

1 Disadvantages 

f 

Radio 

Frequency 

8.5 

10.5 (; 

12.5 

lA (; 

96 

91 

87 

80 

Yes 

Any 

AC at mega- 
hertz 
Duty Cycle 
10% 

No focusing 
or 

aberrations 

Light 

Small 

Short 

Requires ac 
and dc power 

• Handles large beam 

• Small size 

• Low total power 

• Easy intensity adjustment 

•; < 100% purity 

•; Low transmission of protons 
•ii Transmits fast charge exchange neutrals 
• Must trade beam purity for transmission 
•. Photons from source strike target 
1 

Magnetic 

Sector 

Approaches 

100 

100 

No 

Small 

to 

Medium 

DC 

Can focus 
Has 

aberrations 

Heaviest 

Single power 
supply 

• Pure beam 

• High transmission 

• Compatible with scanned 
beam 

• High power for large beam 
•| Energy dispersion 
1 

Crossed 

Electric 

and 

Magnetic 

Fields 

Approaches 

100 

100 

No 

Any 
( small 
easier) 

DC 

Has 

aberrations 
Can focus 

Small 

Light 

Requires two 
power supplies 

• Pure beam 

• Will take large beam 

• Two power supplies 

• Electric and magnetic aberrations 

t 

1 

i 

Magnetic 

Lens 

> 80 

95 

No 

Small 

DC 

Small 

aberrations 

Center dark 
spot 

Does focus 

Small 

Short 

Light 

Single power 
supply 

• Simplest system 

• Compatible with scanned 
beam 

• Intensity adjustment 
possible 

t 

• Center dark spot 

• < 100% purity 


\ . 



BDLDOUT FRAME 


















































'’AGE SUNK NOT FILMED, 

well because the magnet gap widths can be minimized,’ The 
single small aperture in the source serves to minimize the 
effluent hydrogen gas and the pumping- speed necessary - to' 
maintain satisfactory chamber pressure. Finally, the small 
beam permits a series of apertures to be installed between 
the source and the main vacuum chamber, to reduce. the dif- 
fusion of hydrogen from the source into- the chamber-. A 
separate pximp is provided near the source. 

The second approach is to extract -a large beam from the 
source and transport this broad beam, through the mass separator 
to the target. This virtually eliminates the need for an ion 
optical system, but entails a number of other difficulties 
which are. obvious from the preceding paragraph. The only 
mass . separator which readily accommodates a ‘‘ broad beam is the 
rf separator, although large aperture crossed field and even 
magnetic sector separators - are possible at the low beam 
energies used here. This' latter type of system has been de- 
scribed by Lebduska (Ref. IVt 28) . Only the firs-t type of 
system (i.e., small-beam) will be treated herer 

2, Computer Simulation of Ion Trajectories, 

As the name 'implies, each element in .the ion optical 
system may be treated mathematically by techniques used in- 
conventional geometrical optics.- For instance’ the einzel 
lenses have an equivalent thick lens analogy-, and a sector 
magnet is equivalent to a cylindrical lens bounded on.. the 
entrance and exit sides by thin lenses. The focal properties 
of the lenses are a complicated function of the geometry, 
beam voltage, and lens voltage for each. . 
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It has been shown (Ref. IV-36) that where the paraxial 
•ray equation is applicable this problem may be, readily 
treated by a matrix technique which is easily- adaptable to 
computer calculation. Assuming circular symmetry, the tra- 
jectory of a particle may be- defined at any time by its rad- 
ial distance , r from the axis of the ion optical system 
(which is the 2 axis) and radial momentiim represented -by 
the column vector 


r 

r'/V 


where r' = dr/dz. The effect of each ion optical element on 
the trajectory is- represented by a two by two matrix so that 



) 

out 





where the a's are functions of the dimensions and voltages 
of the ion optical system. The total transfer inatrix for the 
entire system is thus a product of n, matrices,- where - n is 
the number of ion optical elements in the system. It is 
clear that this formulation is ideal for computer calculation. 

In practice the transfer matrix for each type of- element 
in the. system is first written analytically and then stored 
in the computer in functional form. Next a program is written- 
which first assembles the series of -matrices in. the proper 
sequence to represent the sequence of elements in the system. 
Next the physical dimensions of the elements, the .particle 
voltage, and.- the focusing voltage for -each lens are put into 
the matrices and the'. multiplication is carried out -in the 
computer to calculate the trajectory of the particle. The- 
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coordinates of the particle at each point are printed out 
and the entire trajectory is drawn automatically by a Calcbmp 
plotter- tied to -the computer output. 

Using this technique, individual variables may be- checked 
rapidly and the performance of the system verified under a 
number of operating conditions. Of the order of 80 such para- 
metric investigations were made during this program. 

A block diagram of the final system is shown in Fig. 
IV-35. In the computer simulation the individual -components 
are treated as discussed below. 

a. Source 

For all of the systems studied we have characterized 
the source by the emittance diagram shown in Fig. IV-29) . 

Thus under this assumption the ions appear to originate from 
a point source 7.7 cm upstream of the aperture (assumed to 
be- 2 mm in diameter), as shown in Fig. IV-30. Figure. IV-29 
was derived from a computer study of an extraction system de- 
scribed in Section IV-A-l-b and shown in Fig. IV-14. 

b. Drift Space 

All the lens elements are separated by unipotential 
drift spaces characterized by the following matrix; 



where is the length of the drift space. This matrix ex- 

presses the fact that' a ray passing through a drift-space has 
the same -exit and entrance angles and leaves with a change in 
length given -by the length of the drift space- times the en- 
trance slope. Physically a drift space is a field- free region 







Accelerator 


Q* 

The accelerator is the first lens element -following 
the source and is used to decelerate the beam so that the 
beam potential at the exit of the accelerator is at system 
ground potential. Thus, the extraction-accelerator system is 
an accel-decel system, which prevents the back-bombardment- of 
the source by secondary electrons created -downstream of the 
accelerator. A potential diagram showing the- variation of 
the • potentials to change the beam energy at the target- is • 
shown in Fig. IV-31i With this arrangement the target and 
all the lens elements {except the central element-, of - the ' 
einzel lens) downstream of - the accelerator - are always at 
ground potential. The beam energy is-changed by adjusting 
both the source and extractor voltages and keeping the plasma- 
extraction voltage at either 3500 V or 1750 V, depending on 
the target energy range- required. The- accelerator chosen for 
this study consists of two apertured plates separated -by a 
distance d; By application of the Davis sion-Calbick -thin- 
lens equation (Ref. IV-37) both the exit’ and entrance aper- 
tures, it may be shown that this- lens element has the follow- ■ 
ing matrix representation (V^ and.V 2 are. .the potentials on 
the entrance and exit plates, respectively) ; 
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Fig. IV-31. Accel-decel modes of ion extraction system 
operation. 
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d. Mass Separator - 

The advantages and disadvantages of four basic types 
of mass separators are compared in Section -IV-B. The sector 
magnet chosen for this system has a radius of curvature 
of 15 cm and a deflection angle of 20°. The design is stig- 
matic or double focusing so that the same amount of focusing 
is present in both the horizontal and vertical planes.- One 
way this can be accomplished is by using a tapered pole piece 
design (see Fig. lV-32) (Ref. IV-38). where the normalized 
field gradient -in the median plane varies as 



where at r = rjj^^ . For this case Ref. IV-38 shows that 

the transfer matrix for a 20° sector is 



e. Electrostatic Lenses 


Only electrostatic lenses are considered here be- 
cause they consvime- no power and are independent of the mass 
of the particle being focused.- The most versatile type is 
the einzel lens which is composed of three apertures, or 
cylinders, as shown in Pig. IV-33. The two end elements 
are connected together electrically so that -the beam leaves 
the -lens with the same kinetic energy with which it entered. 
The central element is biased -to retard the beam (i.e.. 
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Fig. IV-32. 

Detail of magnetic sector 
used in trajectory 
calculations . 
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biased positively. for positive ions). The- focal length of 
the lens . is a direct fiinction of the ratio of the voltage on 
this central element to. the beam. voltage. While such lenses 
are simple in concept, they introduce sizable aberrations if 
the beam diameter is greater than 1/3 of the lens aperture 
diameter . 

Three einzel lens are used in the beam transport system 
for focusing- purposes . The first, in conjunction with the 
weak focusing properties of the mass separator, focuses the 
beam through the aperture following the mass separator. This 
aperture also provides the pressure differential needed be- 
tween the target and source chambers. The second lens pro- 
duces a magnified image of the aperture, resulting in a 10 cm 
diameter image at the target. The third lens (optional) pro- 
vides the slight collimatipn needed to produce an exactly 
parallel beam at the target. Without this optional einzel lens 
the long distance from the second einzel lens to the target 
produces a maximum angle of tan~^ (5/100) =; 2.7 deg. The geom- 
etry of- these lenses, along with the experimentally measured 
focal length taken from Ref. IV-39, is shown in Fig. IV-34. 

The transfer matrix for a lens with focal length f, object 
distance and image distance is given by 
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2 cm 



I will 

A 


3cm 1.5 3cm 


VOLTAGE RATIO, V, /Vq 


Einzel lens strength as a fiinction of voltage 
ratio (from Ref. lV-39) . 




For the above einzel lens it was found that the .focal length 
corresponding to the lens strength of Fig. IV-34 could be 
• closely approximated by 


f = exp [1.03 + (V^/Vq) 3.22 + 2.85 (V^/V^)]-, 

This expression for the focal length was programmed into the 
expression for the transfer matrix so that the einzel lens 
voltage ratio could be used on an input variable to the com- 
puter program. 

3 . Design of Beam Transport System 

A sketch of the. final system is shown in Fig. IV-35. In. 
this sketch the ion beam diameter has been drawn- in a much 
larger size than its true proportions in order to make- clear 
the ion optics effects. The focusing properties under vari- 
ous operating conditions are illustrated with the Calcomp 
computer plots described .above. For all. the trajectory plots 
described below, only rays leaving the source with positive 
angles are plotted, since the system is axially symmetric. 

In addition, for clarity, only the outer beam edge trajectory 
is shown in most cases . The operation of these ion optical 
elements is now described qualitatively and illustrated with 
trajectory plots: . The diverging rays from the source are. 
given a slight- convergence by the lens .action of the accel- 
erator, which has a strength proportional to the decelerating 
voltage applied. The focusing- voltage on the first einzel 
lens is then adjusted so that the rays enter' the mass separator 
with the proper height and slope so that only the protons 

pass through the mass • separator and are focused -through the 

) 

aperture with the proper entrance condition for the second 
einzel lens. Figure IV-36 shows the effect on the outer beam 
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(2mm DIA.) 


SOURCE FOCUSSING 

WITH ACCEL- EINZEL MASS 


LENS NO. I SEPARATOR 


DIVERGING 


EINZEL 


LENS NQ2 


COLLIMATING 


EINZEL 


LENS N0.3 


Proton Vj 
Energy 


V V V V V V 

''2 3 ^4 5 6 7 


One Equivalent Sun 


500 V 

500 

-1250 

0 

400 

465 

375 

0 

1000 V 

1000 

- 750 

0 

800 

9 30 

750 

0 

3000 V 

3000 

- 500 

0 

2400 



2825 

2250 

0 

100 Equivalent Suns'^ 

. 500 V 

500 

-1250 

0 

310 

460 

375 

0 

1000 V 

1000 

- 750 

0 

605 

920 

750 

0 

3000 V 

3000 

- 500 

0 

1855 

2800 

2250 

0 


^All voltages measured' with respect to ground 
(target at ground) . 


^Source provides additional factor of 10 intens- 
ity variation. 
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Fig. IV-36. 

Computer generated trajectories showing effect of changing the 
focus einzel lens focusing voltage Va for constant extraction 
voltage of 3500 V and beam voltage of 2000 V with constant di- 
verging einzel focusing voltage of = 1840V. 

^ HR: ?|C» '1 



Fig. IV-37. 

Computer generated trajectories showing effect of changing the 
diverging einzel focusing voltage V 5 for constant extraction 
voltage of 3500 V and beam voltage of 200 V. . Focusing einzel 
voltage = 1210 V = constant. 
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edge trajectory- when the first einzel lens focusing .voltage 
is varied from 1190- to 1220 V with all other voltages 
held constant. When this lens is too weakly excited the rays, 
enter the second .einzel lens too close to' the axis, resulting 
in a target beam diameter of only 7.4 cm for the = 1190 V 
case. We also see that the outer beam edge is almost strik- 
ing. the edge of the aperture, so that any further .reduction 
of,- this lens strength would increase the interception .on the 
aperture. As the lens strength is increased to V^-= 1210 V, 
the beam diameter at the target is the required' 10 cm. 

Further increase in lens strength above this optimum- 
value produces a larger target -diameter until interception 
again starts trimming the beam -ed.ge at the aperture. 

The- .operation of the' second einzel -lens which forms the 
final image at the target- is shown in Fig. IV-37 as a func- 
tion of lens . strength- for constant entrance conditions. 

The diverging rays entering this- lens ' are overfocused - 
to form a magnified image at ''the target. For the case shown 
in Fig. l'V-37 , the target diameter increases from a diameter 
of 7.6 cm at = 1750 V to 10 cm at V,. = 1840 V. 

4 . - ' Beam Energy 

For.' all- the cases considered above the . total source ex- 
traction voltage (.Vj^ + was either 1750 or 3500 V. This 

results because better source- ion optical characteristics- 
are obtained if the source does-, hot have to be designed to 
operate over , a wide range of - total extraction voltages . 

With the accel-decel arrangement the beam energy is numerical- 
ly, equal to the positive voltage V^, applied to the source 
and the decel voltage is ' numerically equal to the voltage 
across the accelerator plates (V£ -+ Iv^l') . ■- The decel voltage 
prevents any secondary e'iectrons -created past the accelerator 
from bombarding the source. Figure I'V-38 shows the focusing 
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Fig. IV-38. 

Computer generated trajectories for constant 
extraction voltage of 1750 V with target 
energies of 1000 and 500 V. 
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Fig. IV-39. 

Computer generated trajectories for constant 
extraction voltage of 3500 V with target 
energies of 1000 and 500 V. 
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voltages required and the computer generated trajectories for 
beam energies of 500 and 1000 Vfor a source extraction -.volt- 
age- of . 1750 V. Similarly, beam energies- of 2000 V and 3000 V 
with a source extraction voltage of 3500 V are shown in Fig. 
IV-39. For all these cases the nominal beam diameter is 
10 cm, as required. 

5 . Beam Intensity 

a . . Uniformity. 

The uniformity or . tne oeam at tne target- is -cieter- 
mined by the- current density profile at the source, the aber- 
rations in the ion extraction system and each of the elements 
of the ion optical system, and the -accuracy -of- the alignment, 
of the varipus elements. Thus it is virtually- impossible to 
treat this parameter purely analytically. If ah actual sys-; 
tern were - to be- built from the design discussed here, the 
performance of . the actual components (source, extractor-, 
lenses, separator, etc.) at each interface must' be measured- 
experimental ly and minor adjustments made tp compensate for 
the aberration as required. 

This can be accomplished ‘ only if good design -practices - 
have-been followed. These-have already been' discussed in- 
the sections dealing with the individual components; 

1. source,— low-energy spread, radial uniformity of 
plasma density 

2. ion extraction system — design for laminar- ion 
flow with the correct divergence angle 

3. einzel lens — design so that beam is much- smaller 
than lens aperture -and passes accurately along 
lens axis- 
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4. 


Mass separator 


a. magnetic sector — choose shape of 
magnet- gap and entrance and exit con- 
ditions to reduce astigmatism, keep 
beam small through separator so all 
ions see similar conditions. 

b. - ExB T- choose entrance and exit condi- 

tions- and ratio of E/B to reduce first 
order aberrations. 

Figure IV-40 shows that und,er the ■ assumption of zero lens' 
aberrations and a source emittance diagram of the type- calcu- 
lated in Fig. IV-16, no nonuniformities arise in the beam 
intensity as it' traverses , the system. 

b . Intensity Variation • 

' ' The- total sys-tem must be able to change the target 

current by three orders of -magnitude. Because it is not 
possible to operate the rf source -over such a wide dynamic 
range, it .is necessary that the beam transport system provide - 
appro.ximately a factor of 100 intensity variation, which to-, 
gether with a variation of source current by a factor of 
^ 10 -provides the total dynamic- range required. The source 
current will be varied by changing the neutral H 2 flow and/or 
the r.f excitation power. The variation provided by the beam, 
transport system is accomplished by. flooding- an aperture and 
allowing only a small fraction of the current -to pass through 
the -aperturev This is illustrated in-Fig . .IVt 41, -where the 
effect of changing the first- einzel focusing -voltage is shown. 
This figure shows ■ that the beam size at the, aperture varies - 
from a radius of less than 0.1 cm- to greater than 1; 1 cm at -the 
first einzel - focusing voltage is varied from 800 to 300 V.' 

With this arrangement only the rays leaving the source very 
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Fig. IV-40. Computer generated trajectories showing effect of 
initial height and slope for extraction voltage 
of 3500 V and beam voltage of 2000 V. 
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Fig. IV-41. 

Computer generated trajectories showing how 
beam size at aperture varies with first Einzel 
focusing voltage for extraction voltage of 
1750 V and beam voltage of 1000 V. 
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close to, and- making very small angles with,- the axis -pass 

through the aperture , so that the • resulting beam intensity 

at the target is reduced by a factor of approximately a 100- 
2 

((1/0.1) ). This is about the maximum intensity ratio possi- 
ble with this method because the image size af the target is 
limited by the maximum magnification (minimum focal -length) 
of the lens . 

6 . Beam Rastering System 
a.. Advantages 

The- system illustrated in Fig. IV-35 is based on 
the ■ requirement that the simulation requires a large -dc pro- 
ton beam which covers all of the target area uniformly. As • 
discussed in Appendix A. 

the simulation would hot be impaired if the protons arrived 
at the target as a series of- discrete pulses at.rf frequencies. 
If it can be demonstrated experimentally that this is indeed 
true, a system employing a small diameter proton beam which 
is swept over the target surface- in a pattern .-similar to the 
electron beam in a TV raster has- many advantages. The system 
shown in Fig. IV-35 is easily converted to this design by 
changing the operating voltage of diverging einzel lens No. 2 
to focus the beam to a spot on the target and introducing two 
pairs of orthogonal electrostatic deflecting plates in place 
of optional collimating einzel lens No. 3. 

The advantages of a rastered system are 

1. By sweeping a small beam over the large target area, 
the beam nonun iformi ties are smeared out and the- 
coverage may be made as uniform as desired, even if 
some lens aberrations exist.. 
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2. 


By -prograinmi-ng.; the rate at which the beam is swept, 
the dose rate to each individual sample may be con- 
trolled (as a function of exposure time if- desired) . 

3. The dose rate may be attenuated over several orders 
of magnitude- while the source operates at the single 
fixed point where it performs best. This is achieved 
by deflecting the small beam off the target area 
entirely for some fraction of each' raster period.- 
This not only extends the operating range of- the 
system, but simplifies the design of -the ion source 
and its control system. ■ 

4 . The accuracy of the dose measurement is improved by 

this technique because the total proton beam {which 
may be measured accurately) is pro jected -onto each' 
area of- the target for a' time which also can be 
measured accurately. The result is a far more ac- 
curate measure of- dose than sampling a -small frac- 
tion of the beam and relying on a prior measurement 
of beam homogeneity. It is also much easier to de- 
sign a' dynamic control system for 'this system than 
for- one that samples a fraction ('i' 1%) of the beam 
current (i..e., 10~^^ A). 

b. Design of the Deflection System 

The design of an electrostatic .deflection system is 
relatively straightforward. For -the present design the. dis- 
tance S, from the downstream deflection system to the -target 
is fixed at approximately 80 cm. With this distance . fixed the 
two parameters which determine,: the deflection sensitivi.ty are 
the deflection length b and the plate separation a (see 
Fig. IV-42) . Qualitatively- a small plate separation increases 
deflection sensitivity but increases deflection aberrations 
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produced by fringing fields, while a large length decreases 
deflection defocusing effects but increases deflection length 
and plate capacitance and hence deflection power. The rela- 
tion between the deflection angle and normalized deflection 
voltage where is the deflection voltage and is 

the beam voltage, is given by Spangenberg (Ref. IV-40) , 

y bV 


where, with reference to Fig. IV-42 
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Fig. IV-42. Schematic of E x B separator. 


For the present system we will choose a deflection sensitivity 
such that the maximum peak-to-peak deflection voltage is 300 V 
(which is 10% of the maximum beam voltage of 3000 V) . There- 
fore, since tan 0 = 5/80 = 0.0625, the plate length for a 
plate spacing of 2 cm is given by using (IV-19) 


b = 


2 tan 0 


(IV-20) 


= 2 


/0.0625 
V 0.05 


b 


2 


5 cm 


(IV-21) 
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e . Estimation of Maximum Sweep Frequency 

The maximum sweep frequency may be estimated as 
follows.- The- transit time t, which is the time a proton 
spends -in the deflection system, is related to the deflection 
plate length b • and proton velocity v by 


T 


b 

V 


For protons the velocity is 


V 



1.38 X 10^ y/W~ cm/sec . 
o 


(IV-22) 


(IV-23) 


Now let the period associated with the sweep frequency f 

s 

be t where 
s 



(IV-24) 


then it is apparent that t << t^ for satisfactory operation. 
If this relation is not satisfied, the deflection voltage 

will change significantly , while the proton passes -between 
the deflection plates and the system will not function pro- 
perly, While it is true that sophisticated deflection sys- 
tems have been developed for high speed oscilloscopes which 

permit x = t , a practical limit to be used in the following 
s 

calculations is t = 10 x; Thus with the above criteria the 

s 

maximum sweep frequency is related to the transit time as 


f 


s 


< 1 ' 
~ 10 X 


f 


which can be written using (IV-22) and (IV-23) as 

,5 


*s = 


1.38 X 10' 


/T" 

o 


b 



This equation shows that because we cannot change the fixed 
beam voltage, the only adjustable parameter is the deflection 
length, which was chosen previously to be 5 cm by deflection 
sensitivity considerations. For example, if -we decreased the 
deflection sensitivity from = 0.10 to 0.20 the length 

could be halved, raising f^ by a factor of two but at the 
expense of increased deflection defocusing effects.. For a 
beam voltage of 1000 V, using b = 5 cm the maximum sweep 
frequency is f^^S.SxlO sec '\^1 MHz. The target is 
two-dimensional, however-. Thus, if the beam is 0.5 cm in 
diameter it must traverse a 10 cm target 20 times to cover 
the whole area, and th,e real frequency at which any spot oi 
the -target will be irradiated is 0.05 f^, or 50 kHzi 

Generalizing the above for the dimensions used as the 
example, the frequency at-,which any point on the target is 
irradiated is 

/ V \V2 

where 

= frequency at which a point on target is 
irradiated, kilohertz 
= accelerating voltage, volts 

dj^ = beam at target, centimeters, 

Other choices of dimensions will give a slightly different' 
constant, but the functional form will remain the same as 
long as dj^ is small relative to the target diameter. As 
the beam diameter approaches the target diameter, the de- 
flecting voltage may be- reduced so that in the limit a 
broad uniform beam- with no deflection is required. 
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SECTION V 

DESIGN ANALYSIS OF AN OPTIMIZED SOLAR .WIND SIMULATOR SYSTEM 

This analysis of the optimized solar wind simulator sys- 
tem is based on the preceding discussion of the solar wind 
characteristics, the simulator requirements, and the -analysis 
of the proton beam formation apparatus . The outline drawing 
of the simulator system presented -in, Fig. V-1 shows the major 
components of- the system. The first two are the ion source 
and the ion optics system, which includes the mass separator. 
Together these produce the proton beam. The neutralizer sys- 
tem is an important yet inconspicuous element of the simula- 
tor. The sample chamber is the largest component. Within 
it are the sample mounting plate, the ■ detectors (ion, elec- 
tron, photon) for monitoring and controlling the sources, 
and the sample transfer mechanism. The integrating sphere 
is attached to the sample chamber. 

The design analysis is organized in. terms of these 
components-. The proton- beam apparatus (i.e., the ion source,, 
the ion optics, and the mass separator) is presented as a 
summary of the detailed analysis given in the previous sec- 
tions of this report. The neutralizer is discussed in 
Section V-C-. The discussion of the sample chamber is or- 
ganized into two elements. The first is concerned with the 
details of the sample moTinting and transfer mechanisms. The 
second involves the ion and electron. measurement instrumenta- ‘ 
tion. Vacuum pumps are used in. several of the. components of 
the system. As. a result, the vacuum design is analyzed in 
a separate section of this final report. 
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An important aspect of this analysis was the considera- 
tion of how the individual components would interact with each 
other and result in the selection- and' design of components 
providing a good compromise of the various features. An 
example of this is the case of. the ion source exit aper- 
ture-. It must he designed to provide the necessary - ion beam 
trajectories in order to’ match the requirements of the ion 
optics and mass separation system. At the same time, how- 
ever, the ion source aperture geometry should be- designed to 
limit the amount of gas that enters the rest of the system, 
This requirement thus provides a restraint -on design of the 
exit aperture which is an important point -because a system 
such as this can be designed in a number of ways - that -use 
different components or modifications of the same -components. 
With careful design -and fabrication all will perform satis- 
factorily. Thus the design presented in this section is one • 
of these configurations . 

ION SOURCE 

The rf ion source was selected because when operating at 
the desired maximum ion beam - current , it -places the smallest 
hydrogen gas load' on the system's vacuum pumps. Construction 
of this type of source is relatively simple and inexpensive. 
Also several corporations manufacture the -rf source which, 
with modifications- to the ion extraction system, .could be 
used to obtain the ^ ion trajectories that were calculated to 
provide the necessary . emittance (see Fig. IV-14) , It is im- 
portant to add a servo control system to control the hydrogen 
input flowrate so that the ion source has a stable operation. 

In the event that it is unnecessary .or impossible (due 
to reciprocity failure) to operate at levels of -abou-t 100 
times the- solar wind, the use- of the electron bombardment- 
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source may be advantageous. It is easier to .vary the beam 
intensity with, this source than with the rf sour;ce. The 
major problems are that the electron bombardment source is 
much less efficient with respect to the hydrogen gas usage 
and it requires a thermionic emitter which could be con- 
taminated by- the outgassing of the samples and the integrating 
sphere coating. 

B, MASS SEPARATOR AND ION OPTICS SYSTEM 

A sector type magnet was chosen to separate the protons 
from the rest of. the beam. It -fulfills the two basic requir 
ments — separation .of the proton, beam from both the charged 
and uncharged (i.e., photons, charge exchange neutrals) con- 
taminants from the source without seriously defocusing the 
beam. Section IV-B discusses the tradeoff between adequate 
separation of charged species and beam defocusing due to energy 
dispersion which must- be made in choosing the separator 
angle. As shown in Fig. V-2 a 20° sector separates the pro- 
tons from the beam by 0.6 cm at the aperture stop located 
4 cm downstream of the exit plane of the separator. The in- 
crease in diameter of the 1 mm diameter, 1000 V beam due to 
a 50 eV energy spread when passing through this 20° separator 
is less than 0.5 mm. .Thus, a- 2 mm aperture will pass all of 
the proton beam and -block other charged species. This separ-^ 
ator will nominally operate at ' a magnetic field of 300 gauss 
and consume less than 200 W. It should not require water 
cooling. The .final design of a separator such as this which 
is to be actually constructed should involve careful consider- 
ation of the shape of- the magnet pole entrance and exit sur- 
faces and of the magnetic gap itself to minimize aberrations. 

It is not possible to treat such factors 'in a parametric way 
so that they would be meaningful here. 


144 



BEAM DEFLECTION AT 4 cm FROM EXIT, cm 



.5 10 15 20 25 


SECTOR ANGLE, DEG 


Fig. V-2. Separation of proton and beams at 

apertures 4' cm from exit of separator. 



An possible alternative choice of separator is the 
crossed .electric and magnetic field or E x B separator oper- 
ated to deflect the proton beam through an angle of 5° or 
more. The principal, drawback to this device appears to be 
the difficulty of designing the electric field pole pieces 
to achieve the desired uniform electric fields withouf-a 
number of trimming electrodes. It .appears that current 
studies in this area will soon eliminate the problem, making 
this a very attractive device. The advantages of an E x B 
separator, is that first order aberrations may be reduced by 
a proper selection of the ratio E/B.~ 

The beam extraction system is designed so that the only 
source is at high voltage, and all pumps, lenses and, of 
course, the samples are at ground potential. The beam -is 
kept small until it reaches the last lens, to reduce aberra- 
tions in the lenses and separator and to reduce the size- of 
components. The small beam can' be scanned over the sample 
thus giving advantages such as uniformity, intensity control, 
and sample size. The small size, of the beam also means that 
it is possible to isolate the source chamber from the main 
chamber with a small orifice without affecting the beam. 

Thus, the two chambers may be ptimped separately and the 
large gas load from the source removed without interacting 
with the target. In addition, the orifice is used to adjust 
the ion beam intensity. The use of such an orifice- places a 
major constraint on 'the design of the vacuum system because 
the system should be free- of gases which can be decomposed 
to form a dielectric film over the surface of the orifice. 

If such a film forms, it can develop a surface charge which 
causes -the orifice to act as an electrostatic lens that will 
perturb the ion beam. As -a result,- the vacuum system is 
limited to the -use of sputter ion and- titanium sublimation 
pumps. 
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It is of interest to briefly consider the function of 
each element of the ion optical system in- turn. 

1. • The ion extraction system focuses the ions 

from the source into a beam with a diver- 
gence angle compatible with the rest of the 
ion optical system. It is operated in the 
accel/decel mode (see Section IV-A) to 
prevent electron backstreaming and to permit 
adjustment -of the beam voltage without af- 
fecting the field gradient at the surface 
of the plasma in the source from which the 
ions are extracted. The single small aper- 
ture provides adequate current while still’ 
acting as an effective flow impedance- to re- 
duce neutral hydrogen efflux from the dis- 
charge chamber. 

2. The first einzel lens focuses the ion beam 
through the separator onto the aperture 

4 cm from the exit plane of the magnetic 
sector. By adjusting the beam size at 
this aperture the intensity of the beam 
which arrives at the target may be- adjusted 
by a factor of 100. 

3, The magnetic mass separator and the orifice 
separate the proton beam from the other ions, 
the hydrogen gas, the Lyman alpha' photons, and 
the fast neutrals due to charge exchange. 

4, The second einzel lens controls the size of • 
the beam at the target. It is capable of 
expanding the beam that passes through the 
aperture to 10 cm diameter at- -the target 
plane- or maintaining the beam-size at 

0.1 cm so that it may be scanned over the 
target. 
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5. 


The above four element's will provide a 10 cm 
diameter beam at the target’ in which no pro- 
ton trajectory- has an angle of more than 3° 
with respect to the normal from the target 
plane., If a more parallel beam is desired, 
an additional ein 2 el lens (not shown in 
Fig. V-3) may be inserted to collimate the 
beam. Because this lens must accommodate a 
10 cm diameter beam, the aberrations will be 
appreciable and it is not recommended that it 
be used in this system. 

6. As shown in the insert in Fig. V-3) , a set 

of deflection plates may be inserted between 
the second lens and the target- to raster 
the beam. 

C. NEUTRALIZER 


The importance of neutralizing the positive; charge of 
the proton beam when it is irradiating dielectr^Lc samples 
was discussed in Section III-B-1; The neutralizer consists 
of an -electron source that produces a maximum of 3' x 10 A 
of 20 to 40 eV electrons. This can be accomplished using a 
directly heated filament source or an indirectly heated 
cathode in an accel-decel configuration. As the neutral- 
izer is mounted inside the sample chamber, the neutralizer- 
to-target distance will be less than 20 cm. The space 
charge limited flow of current to the target for a 20 V 
potential and a 20. cm distance is 
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^ _ ■ 2.-33 X 10 ^ (20) 

® ( 20 )^ 

= 5.2 X 10 ^'A-cm ^ . 

— 8 ^2 

This value is larger than the 3 x 10 A-cm value required 
to neutralize the maximum 1000 equivalent- sun dose rate. 

D . SAfffi>LE CHAJyiBER 


The sample chamber contains the cryogenic shroud, the 
transfer arms, and the sample mounting plate, which in addi- 
tion to supporting the samples also supports the proton, 
electron, and photon detection and measurement apparatus. 

The discussion of the sample chamber components is suffi- 
ciently detailed to explain the manner in which they operate. 
However, because the major emphasis of the program was to 
develop the solar wind simulator, these components were not 
analyzed to the same extent as were the ion source- and the 
ion optics. The discussion is divided into an analysis -of 
the sample holder and. the cryo shroud, and of the measure- 
ment equipment. 

1. Sample Mounting Plate 

The sample mounting plate is a constant temperature 
plate to which the samples are mechanically attached. It is 
held at a constant temperature by the circulation - of a fluid 
from an exterior constant temperature reservoir-. The unit is 
designed to be in a horizontal position so as to be able to 
accept powder samples. The axis of the proton beam is nor- 
mal to the sample surface while the light beam is at a 15° 
angle. 
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The mounting plate is supported on ground rods with 
ball bearing bushings used to allow easy travel along the 
rods. Bellows -sealed rotary motion devices are -used to move 
the plate in the x-y plane. The travel makes possible the 
sample transfer and the probing of the proton and photon 
beams. The sample transfer operates in the following man- 
ner. The plate is positioned above the z-axis transfer arm 
(see Fig. V-4) . The arm is extended to engage the sample ■ 
holder, and the rotary motion then is used to unlock the 
sample. The sample is carried upward by moving the z-axis- 
transfer arm and the sample is transferred to the y-axis 
sample transport arm. The y-axis transfer arm moves the 
sample into the integrating sphere. 

Good thermal contact between the sa.mple and- the sample 
mounting plate is essential to prevent annealing of the 
damage sites. This requires locking the sample holders to 
the sample mounting plate by a screw thread or a bayonet 
mo\int. The sample holder is a copper slug which is coated 
with the sample of thermal control coating. The sample- (as 
it sits on the sample holder) is positioned about 0.2 cm above 
the surface of the mounting plate. This is to prevent any 
material sputtered from the plate from striking the sample 
surface. 

Two types of sample configurations are considered. 

In one case, all of the irradiated samples are mounted in 
a 10 cm diameter circle. These samples are simultaneously 
proton and photon irradiated. Several control samples -are 
placed outside the edge of the beam. In the second configu- 
ration three samples are exposed to protons only, three re- 
ceive protons .and photons, three -receive only photons, and 
the remaining are controls . 
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The temperature control of the mounting plate is accom- 
plished by- circulating fluid through flexible lines in'. the 
vacuum system to the sample, plate. Thus, the plate can 
operate down to about 100°K (the boiling-point of nitrogen). 
Operating temperatures of about 330®K can 'be obtained by 
using either a higher boiling fluid or electric resistance 
heaters . Thermocouples can be used to determine the mount- 
ing- plate temperature and thus the sample temperature. 

A liquid nitrogen cooled shroud is located over the 
sample stage. This shroud, which is shown in Fig. V-4, 

, serves several functions. It acts as a collimator for the 
incident photon and proton beams. The inner surface is 
coated to have absorptivity of about 0.95 so that the shroud 
will trap nearly all of the reflected photon radiation. This 
coating is formed by anodization or oxidation of the surface; 
The surface will condense the materials that are evaporated' 
or sputtered from the • sample -and the sample stage. The • 
shroud also serves to simulate the 4°K condition of space 
that surrounds a satellite. The radiation sink provided by 
the 100°K shroud is essentially equal to the 4°K condition 
of space which surrounds the v300°K satellite. 

2 . Beam Measurement Equipment 

The sample mounting plate also supports the apparatus 
for determining the flux, energy, and profile of the proton 
and electron beams -and the flux and profile of the photon 
beam. The determination of the ion beam purity requires a 
mass spectrometer which could be located below the sample 
plate. These detectors, as well as some pressure sensors,, 
are part. of the control -loop- which regulates the operation 
of the ion- source and the neutralizer. 
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The determination of the flux, energy, and profile of 
the proton beam is best accomplished by means of a Faraday 
collector. This is a deep collector cup with a length of 
about four times the diameter of' the cup. It is shown in 
Fig. V-5. The narrow deep geometry of the cup is necessary 
to reduce the electric field at the bottom of the cup. The 
field is due to the potential difference between the cup and 
the surroundings. As a rough rule of thumb, the field in 
a tube falls off about e fold for each length down the 
tube equal to a diameter length. Thus-, for a 4 to 1 ratio, ' 
the potential at the base of the collector is of the order 
of a few percent of the magnitude of the potential differ- 
ence between the collector and the shield at its entrance. 
The low potential is essential to trap all secondary elec- 
trons and ions, that are- formed by -the collection of ener- 
getic particles at the bottom of the Faraday collector. A 
short collector can be used if grids are used to suppress 
the secondary electron currents. Systems which use a short 
open collector or a, collector in which the walls and base 
of .the collector are separated are subject to errors due to 
the losses of the secondary currents. 

The most accurate determination of the proton. beam 
flux, energy, and profile is obtained when the -neutralizer 
and the photon source are turned -off. This can be done 
(prior to the introduction of dielectric samples into the' 
system) by using metal blanks in place of the samples. The 
reason for this is to avoid the problems associated with 
measuring small currents of positive ions in the presence of • 
neutralizer electron and photoelectron currents of equal or 
larger magnitude. 
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Fig. V-5. Faraday collector. 



Fig. V-6. Beam energy. 
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The flxax is measured by allowing the beam to pass through 
an aperture of known area into the Faraday collector. The 
flux is the beam current per unit area. There are two as-, 
pects of the proton beam energy that must be measured: the 
proton energy and the energy spread. The proton energy is 
determined by measuring the beam current as a function of the 
bias potential placed on the Faraday collector which- is shown 
in Fig. V-5. A representative curve is shown in Fig. V-6. 

The energy spread of the proton beam is given by first deriva- 
tive of the current. This is shov/n in graphical form in 
Fig. V-7. 

The profile is determined by measuring the beam flux- 
(at any- fixed set of operating conditions) at a ntmber of 
points by moving the sample plate in the x-y plane. The 
cross sectional area of the Faraday collector is established 
as a .compromise between signal strength and resolution. The 
collector shown in Fig. V-5 has a 1 cm diameter aperture which 
is 10% of the beam diameter and 1% of the beam area. The 
sample size is estimated to be 2 . 5 • cm diameter. Thus the 
detector is about 1/6 the sample area. If desired, the flux, 
energy, and profile of the electron beam can be measured in 
a similar manner with the proton and photon beams' off. 

Simultaneous measurement of the proton and electron 
beams are needed to regulate the operation of both sources, 
to provide the data about the proton dose rate, and to verify 
the degree of beam charge neutralization. To do this, it is 
necessary to separate the positively charged ion component 
from the negatively charged electrons. This can be accom- 
plished by passing the ion and electron beam through a com- 
bined electric and magnetic field. This is shown in Fig. V-8. 
An alternative method of measuring the two components is to 
use a modulating grid collector . - This is shown in Fig. V-9. 
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Fig. V-7. Beam energy spread. 




Grids 1 and 3, the collector shield, and the aperture plate 
are at ground potential. Grid 2 has a modulated square wave 
potential applied to it. This grid modulates' the elec- 
tron-component, leaving the ion component to reach the col- 
lector. Grid 3 serves to reduce the capacitive coupling of 
the modulated grid and the collector. Grid 4 is used to 
suppress secondary electrons. This type of collector was 
developed for use on the Explorer 10 by the II. I. T. group 
(Ref. V-1) . 





Fig. V-9. Ion-electron separator. 


Some of the experimental problems that should be antici- 
pated in the design of the measurement apparatus include 
both extremely low signal levels and the high noise levels 
that can result from the rf generator used in the ion source, 
the plasma in the ion source, stray electron currents in the 
chamber, and photoelectrons. While there is little that can 
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be done about the low signal levels (e.-g., signal of the 
“13 

order of 10 A)', "there are a number of remedies for the 

high noise level. The rf and plasma noise can be- reduced by 
the use of ir of T section filters or by the use of ferrite 
beads. The design of the filters can be obtained from any 
standard' text. Carefully designed shields are the most 
effective way of preventing the stray electron currents 
from measurement as part of the signal. Photoelectric cur- 
rents can be suppressed by operating the collector at a 
slightly positive bias with respect to the surroundings. 

Mass spectrometric analysis of the proton beam to 
determine the beam purity is essential in solar- wind simula- 
tor systems .that use the Bennett type rf mass separators to 
purify the proton beam. This is because of the variable 
filtering of this device {see Section I"V~B) . A mass 
analysis of the proton beam formed in the proposed optimized 
system is unnecessary because the design of the magnetic 
field mass separator beam purifier will produce an essen- 
tially pure proton beam. Nevertheless, a discussion of the 
design requirements for a mass , spectrometer analyzer is 
included in this section to make this report a complete 
survey of the elements of a solar wind simulator. 

The design requirements for the mass analyzer, which 
could be used to determine the beam purity, involve some 
unique features because of limitations imposed by the operat- 
ing conditions of the solar wind simulator. The two most 
important problems are the very low signal strength and the 
high ion energy. A conventional mass spectrometer operates 
with ion currents- that are significantly larger than that 
of the solar wind, and with ion .energies that are much 
lower than the 0.5 to 3 keV' energy range of the solar wind. 
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The magnitude of the signal • (assuming a beam. current 
-11 -2 

density of 3 x 10 A-cm ) is • limxted by the geometry of - 
the entrance aperture of the analyzer, the transmission 
through the analyzer, and the requirement for detecting im- 
purities to a specific precision. If .we assume an entrance 

area of 0.1 cm^ and 100 % transmission through the analyzer, 

-12 

the maximum proton, signal at the detector would be 3 x 10 A. 

If a precision of ±0.5%/ is desired (i.e., measurement of the 

proton content to 99 ± 0.5% _ and- of the total impurity level 

to 1 ± 0.5%) , the detector must be able to measure signals 

-14 

to below 1.5 X 10 A. The minimum .signal level will be 
even smaller because resolution of the impurities is neces- 
sary to the determination of the total impurities. 

The measurement of . dc signals of this magnitude .is dif- 
ficult and requires the use of a. 10 or. 14 stage electron 
multiplier to amplify the signals by a factor of about. 10 °. 

Even.so^ the measurement of the output signal- (of the 
-9 

order of 10 A) is difficult , due to the presence- of rf 
noise (produced by the ion source) . 

The type of impurity will be dependent on the purity 
of the gas,, the type of ipn source, and mass separator . used, 
and the composition of- the residual gas in the system. In ^ 

general, we expect. the two most prominent impurities to be 

"t* ^ 

and H_. Residual gas and impurities in the H gas supply 

. ‘ ^ + 
will result -in the production of- ions such as ^^ 4 ^ OH , 

H 20 "^, -N 2 ^ O 2 , CO^, and Detection and measurement of 

H 2 and H 3 in the beam is much easier than the detection 
pf the higher mass ions. This is particularly difficult be- 
cause of the kilovolt energies associated with. the solar 
wind particles. For. example, -a 5 cm radius of curvature 

magnetic deflection mass spectrometer analyzing an.H , , 

+ + , . 

H 2 O , and CO 2 mixture of ions, (all having energies of 1 keV) 

would require magnetic fields of 910, 1290 , 3 860, and- 60'50’ 

gauss. The. last two would require a complex electromagnet.' 
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A proposed beam purity analyzer would have the .follow-r 
ing characteristics. ; It would consist of a, 60° sector mag- ' 
netic mass separator mounted on.- a 'vacuum flange below the 
sample plate. The. entrance aperture .would view the proton ” 
beam through one of the holes in which, the samples are 
usually mounted. The. presence. of the large electromagnet 
makes -it necessary to put it outside the chamber. The de- 
tector would consist of a 14 stage electron multiplier. 

The presence of fast neutrals ■ at . the target is antici- 
pated only in systems using the rf type mass separator to 
purify the ion beam. The detection of- these fast particles, 
requires a- .mass - analyzer (similar to that just discussed) 
that' has a special ionizer section. This is because the 
neutrals have veloci-ties associated with energies- of 10 00 eV. 
This means the neutral transit. time through the electron . 
be^ in the ionizer is- a few percent of the transit time of 
a r.oom temperature gas . 

The ion-electron converter (Refs. V-2, V-3) can be- used, 
for visual check of the beam shape and density variations. 
This consists of a fine meta-1 mesh and an electron excited 
phosphor on a plate. The ions strike'-. the mesh, generating 
secondary electrons .which strike the phosphor that is held 
at a high positive potential this is shown in Fig. V-10 . Use 
of an' electroformed nickel mesh of 400 wifes/cm- gives resolu- 
tion on the order of 25 to 5.0 ym, . 

E. THEORY AND DESIGN OF THE VACUUM SYSTEM 

The goal in designing- the vacuum system fo.r the 
wind simulator. is to provide an ultrahigh vacuum-.. (UHV) en- 
vironment for the experiments in -hhe proton and. photon ir- 
radiation of- the thermal control coating .materials , -in order 
to simulate the conditions of interplanetary ■ space . " The 



desired conditions are that all gases evolved from the sur- 
faces are pumped to prevent their return to the surfaces, 
that the photon radiation (either reflected or emitted from 
the surface) is trapped to prevent its reflection onto other 
samples, and that the arrival of residual gas and radiation 
from the vacuum walls is negligible. 


(//’£, ti/ 


Fig. V-10. Ion-electron converter. 

The proposed simulator consists of three subsystems 
which can be isolated from each other. These subsystems 
are the ion source, the integrating sphere, and the sample 
chamber. The bulk of the gas load will be pumped at the ion 
source. The ion source chamber can be isolated from the 
main chamber in order to permit either chamber to be let up 
to atmospheric pressure for loading or for repairs. The 
analysis of the components is presented in the following 
sections . 
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Estimates of the gas pressure in the interplanetary 
space are of the order of Torr (Ref. V-4) for thermal 

energy particles and of the order of 10“^^ Torr (Ref. V-4)- 
.for the directed stream of the solar wind from the sun. The 
achievement of these pressures in a laboratory vacuum system 
is possible but only at great expense, and is limited to 
systems where all the materials (including the samples) are 
selected on the basis of having low outgassing rates. In 
the. case of the solar wind simulator the large gas load, 
which is made up of neutral hydrogen that comes from the ion 
source and of the variety of gases that result from the out- 
gassing of the samples of thermal control coatings and of 
the internal coating of the integrating sphere, made it a 
practical impossibility to achieve a 10 Torr pressure. ' 

The- task of establishing an operating pressure for the 
optimized solar wind simulator concept' is difficult because 
of the necessity of specifying (in addition to the maximum 
total operating pressure) the limit on the partial -pressure 
of the residual gases that can be present in the vacuum 
station. Because of the limited amount of information it 
is not possible to establish a' priori tolerance limits, for 
the pressure of residual gases in the system. Instead, it 
is advisable to use a sensitive residual gas analyzer (RGA)- 
to determine the partial pressures of the gases and to cor- 
relate this with the experimental observations. 

1 ♦ Optimum Design Concept -for the -Solar Wind Simulator 

Vacuum System ~~ 

A conceptual design for the vacuum system for the solar 
wind simulator is shown in Fig.- V-l.. The basic system has 
been divided into three component areas ; the ion source and 
beam forming component, the main chamber which contains the 
samples, and the integrating sphere. This division is a 



natural one that results from the differences in the gas ■ 
loads and the vacuum problems - associated with each of these 
components . 

The- ion source, which presents the major gas load to the 
total- system, is differentially pumped to minimize the ''gas 
flow into the main chamber. This is accomplished by focus-7 
ing the ion beam through a 0.2 cm diameter hole in- the aper- 
ture plate that isolates the ion. source and mass separator 
section from the rest of the system. This feature . represents 
a major advantage of the system which expands a single small 
beam as opposed to a system which uses a broad beam. The ion 
source and the beam forming chamber- are isolated from the 
main chamber by a high vacuiim gate valve. This makes it 
possible to maintain the vacuum in one section, while the 
other section is open for modification of components or 
samples. This is- especially important if it becomes neces- 
sary to repair- or modify the ion- source while the samples are 
kept in a UHV environment. ■ 

The internal reflective white coating of the integrat- 
ing sphere -has a very high surface to volume ratio; there- 
fore, when- it is exposed to air, it can adsorb a large amoujit 
of gas-, which presents a large gas load to the system. The 
fragile nature of this coating makes it advisable to mini- 
mize the number of times the surface is subjected to the 
evacuation process. • For these two reasons,' the integrating 
sphere has a gate valve to isolate it from the main . chamber . 

- The main vacuiam chamber contains all the remaining 
equipment needed for the proton-photon irradiation of the 
thermal control coatings- This includes a temperature con- 
trolled stage on which the samples are mounted, the sample 
transfer mechanism, the probes to measure the ion, electron, 
and -photon flux distribution at the target plane-, equipment 
to analyze the beam purity- and the vacuum condition, a liquid 
nitrogen cooled shroud, and the vacuum pximps. 
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The physical size of the vacuxam chamber and the layout 
of the component is primarily dependent on the choice of the 
sample transfer mechanism. The. design shown in Fig. V-4 
involves the use of linear and rotational motion manipulators 
that are • compatible with the UHV requirements of the experi- 
ment. This means that sliding-turning manipulators that 
use. elastomer; seals may not be used -if the system is to be 
baked out. The two basic types -of' UHV manipulators involve 
motion mechanically transmitted through a bellows or motion 
achieved by magnetic coupling through a thin walled stainless 
steel tube. Both types can be obtained from several manu- 
facturers of. vacuum equipment. 

The magnetically coupled mechanism combines linear and 
rotational motion over a distance as large as 1 m. The 
ability to travel long distances, makes this device useful 
in transporting the -sample from the z-axis manipulator to 
the integrating sphere. The magnetic coupling '-limits the 
torque that can be transmitted into the vacuum system. Be- 
cause of this feature, this mechanism is not suited for use 
in locking/unlocking of the sample holder to the sample , plate. 
In addition, the limited tq>rque can result in an uneven 
motion during the start . or ' stop of the unit if the- inertia 
of the unit .and its load is large. This factor - may also 
limit- the accuracy to whicji it' can be repositioned. 

In the bellows sealed units., direct -- linear and rota- 
tional mechanical motion is' transmitted into the- vacuum 
chamber through- the bellows which acts as a flexible- element 
of the. chamber wall. The advantages of this type of device 
are the large torque that can be delivered and the' accuracy 
with which the • manipulator can be repositioned. The linear 
motion is limited by the length of the bellows. Devices with 
linear travel up to 20 cm are listed in catalogs. Devices 
with longer travel would have to be made up as a special 
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order. The combination of rotational and- linear motion into 
one unit (using two bellows) is very expensive compared with 
the magnetically coupled device. This- combined -unit would be 
best suited for the locking/unlocking z-axis transfer- 
mechanism. Two rotary devices., which use a bellows seal, 
would be used to drive the -sample plate in the X and Y plane. 

The design of -these moving components must include pro- 
visions for lubricating the contact surfaces with lubricants 
that are compatible with the UHV environment. In the ab- 
sence of a lubricant, the friction mechanism is believed to 
be due to the contact of small areas oh the two surfaces, 
the formation of chemical bonds between the -surfaces, and 
•the rupture of these bonds (Refs, V-5, V-6) . In the presence 
of oxygen, most metals form oxide films which limit the num- 
ber of bonds and also the bond strengths, thus limiting the 
friction between the metals. For vacuums below 10 Torr, 
the rate of arrival of gas to the surfaces is low and thus 
the rate of reformation of the oxide films is low. This is 
reflected in an increase in the friction between the two metal 
surfaces. Failure results in a great increase- in wear of the 
surfaces and in the- seizing of the surfaces as -a result of 
cold welding. 

Lubrication of the contacting metal surfaces is neces- 
sary to prevent 'damage -^-to:* the sliding or rotating components. 
Greases and oils may not be used because of' the danger of 
outgassing of these materials/ which could result ■ in a coat- 
ing being formed pn the samples of thermal control materials. 
Dry film lubricants such as molybdenum disulfide (Ref. V-7) 
are- used in UHV system components. The service life of the 
film, which depends on the method of application and on the 
applied load, can be of the order of a thousand hours 
(Ref. V-8) .• 
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2 . Measurement and Analysis ef the Vacuum Conditions 

The measurement of the total residual gas - pressure- and 
the analysis of the residual gas in .the vacuum system is an 
important. element in the operation of the solar wind simu- 
lator. An accurate characterization of the vacuum environ- 
ment is necessary- for several -reasons which are cited below. 
Both before, and during a test/ it is necessary to verify 
that the vacuum environment --is better than a designated 
standard. During the run, the partial pressure of a speci- 
fic gas may change and thus- indicate a change in the appara- 
tus or the sample. Analysis of- the residual gases is -use- 
ful in determining the environment to, which the samples are 
exposed. 

The Bayard-Alpert ion gauge is used. to measure the. total 
residual gas pressure- over- the range- of l x 10~^ to 1 x 10“^° 
Torr. The cost of the gauge tube is low and the cost of. the 
control supply is- moderate. As a result-, it is used in al- 
most all UHV facilities. If the system is capable of operat-. 
. -14 

mg down to the 10 Torr range, other forms of ionization 
gauges can be used ^ to measure the pressure. These include 
the Helmer gauge, the Redhead gauge, and the Kreisman gauge. 
As -these units cost two or more times the price of the 
Bayard-Alpert . units , they need not be considered unless the 
system is capable of operating- at pressures below lO”^^ Torr. 

The most popular residual gas analyzer is the rf quadru- 

pole mass spectrometer. • Several corporations manufacture 

this type of instrximent. These are capable of measuring par- 
. -14 

tial pressures of- 10 Torr, but because of the variable 
gain of the electron mul-tiplier detector and the variable 
transmission of ions' through the analyzer section, these 
instruments are generally used for qualitative rather than, 
quantitative measurement of the residual , gases . - In. addition 
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to electronic control of , the transmission, it, is possible 
to. electronically adjust- the sensitivity, the ■ mass ' range 
of- the scan, and. the scan rate in order to obtain the maxir- 
mum information. 

In- addition to locating real and. virtual leaks -and 
identifying the gases evolved from the -samples due to. de- 
sorption or decomposition, the • residual gas analyzer is im-!- 
portant in the accurate determination of .the pressure in the 
vacuxim system. In a system in which the residual gas is, - 
mainly hydrogen, the failure, to correct -for the smaller,, 
ionization cross section of hydrogen can cause a -signifi- -- 
cant error in the measurement of the. total gas pressure^ 

The response of the ionization gauge tubes is calibrated 
as a function of air or N 2 gas pressure. Thus, in systems 
which consist of N 2 ^ '^ 2 ' CO, CO^r and H 2 O the .ion gauge con- 
troller. reading accurately . represents the true pressure to 
within a few percent.- Because the ionization cross section 
of hydrogen is a smaller value-, the gauge response of. hydro- 
gen is about. 0.4 (Refs. V-?, V-10) of the nitrogen value. 

As a result,, the ionization gauge control readings for the 
hydrogen system must be multiplied by 2.5 to obtain the true 
value for. the hydrogen pressure. The RGA is used to deter- 
mine the relative concentration of the', various gases -in. the- 
system, so that the partial pressures of each- gas may be 
determined . 


3 . The Use of a Sputter Ion Pvimp in a Hydrogen Atmosphere 

The most common pump type used in UHV systems at present 
is the sputter ion pximp. The features- which favor this wide 
usage are- the freedom from contamination by the p\mping- 
medium, the silent, operation, .the freedom from the need for- 
cooling fluids such as water or cryogenic liquids'^ the 
ability to bake out the piimp, the relatively simple construc- 
tion, and the low operating co'st. Some negative features' 



are the relatively high cost of the p^amp and its controls 

and the operating characteristic which causes the , pump • to ' 

stop operation or fail if the gas load causes 'the pressure 

-2 

to. exceed about l.x 10 Tbrr. 

Under normal conditions, the sputter ion pump is a 
good- choice for a UHV system. Systems in which hydrogen. is 
the "major gas species present are an important exception be- 
cause of the unusual nature of the sputter ion piimping of 
hydrogen gas. This problem will be discussed in this section. 

Rutherford and Jepsen (Refs. V-11, V-12) have observed 
that the hydrogen pumping speed of sputter ion pumps with 
titanium cathodes is- about; twice the pxunp ’s rated speed for 
nitrogen, The pumping mechanism for hydrogen. was shown to 
be due to a chemical _ reaction. ( getter ing) with the -cathode 
material.. This is tin- contrast to- the normal sputtering and' 
titanium- burial mechanism by which other, gases -are 'pumped,. 
This statement is- based on the following evidence. The 
sputtering yield of the very light hydrogen ions is negli- 
gibly small (see Section III-B-3) . Several hydrogen, atoms 
are pimped for each electron collected -at the anode., This 
indicates that much hydrogen . is pumped without being 
ionized. Weighing the cathodes before and after pumping and 
after vacuum firing showed-. that the major-part^of the hydro- 
gen- was pumped by the cathodes , Extensive cracking- and 
swelling of- the cathodes - occurred. Pumping -continued after 
the discharge -was turned off, with a -time ofd x 10^ sec- 
.for an e-fpld decrease in the pumping speed. 

This unique aspect (the chemical pumping- of hydrogen .by • 
adsorption in -the titanium cathodes) . may present problems 'in. 
the use -of the sputter ion pump in the -solar win’d simulator. 
The - cathodes , which are designed to operate -for long periods - 
of time in., the normal sputter mode; of operation, will -swell- 


169 



and crack due. to the formation of titanium -hydride. This 

could cause shorting of these electrodes to the anode. The 

swelling can cause the cathodes to warp,- which in turn- can 

cause a large decrease in the cathode to pump wall contact 

area. This contact is essential for the -cooling of the 

cathodes . The bombardment by 5 keV ions is the cathode heat 

source. For a typical 500 liter sec ion pump, the power . 

-5 

input IS 0.5 kVA at a pressure of 1 x 10 Torr, 3.5 kVA at- 

-4 

a pressure of 10 Torr, and.5. 1 kVA under starting condi- 
tions. If the cathode fails to make good thermal contact - 
with the walls of the chamber, i.ts temperature can exceed 
250°C,'the point at which the titanium hydride decomposes. 

This can lead to an increase in pressure which increases the 
discharge and can cause destruction of the electrode. 

The best solution to this problem is to provide a large 
capacity titanium sublimation piamp in addition to the sputter- 
ion pump. The sublimation piomp, which operates by evaporating 
a' film of titanium over a large surface area, chemically 
getters all but the inert gases. With this combination the 
sublimation pump serves to pump- the major portion of the 
hydrogen gas as well as all the other gases except the 
inert gases. The sputter ion pump is necessary for the 
pumping of these gases and for the inert gases, 

The selection of the appropriate size o,f -sputter ion 
pump- and the sublimation pump can be made on the basis, of 
the ion source operating characteristics. If the use rate 
of hydrogen gas is known, it is a relatively simple exer- 
cise to estimate the piomp capacity needed to maintain a 
specific . pressure in the ion beam transit chamber-. For 

example, a commercial rf ion- source has a hydrogen use rate 
3 -1 

of 4 cm (STP) hour . -If the desired chamber pressure is 
“6 

10 Torr and the gas temperature in the chamber is. about 
300 °K, the pump conductance S is determined by applying 
Boyle's law and Charles' law as follows: ■ 
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a = /L • ,, hour „ liter 300°K 760 -Torr 

hour 3600- ?ec- ^ 273“K ■ 

10 cm 10 Torr 

10^ liter-sec~^ (at 10® Torr) 

If the system is designed so that the pipe conductances are 
much greater than, the pump conductance and thus can- be ig- 
nored, the minimum pumping rate- Q is given as follows: 


Q = SP 

= 10^ liter-sec ^ x’ 10~® Torr 

^3 , . -1 -3 

= 10 Ixter-sec x 10 ym 

= 1 ' yliter-sec~^ 

This pumping rate considers only the hydrogen gas under 
steady operating conditions . The total pump capacity of this 
portion of the system must take into account both the in- 
creased, hydrogen flow which may occur as a transient condi- 
tion and the normal gas load of -the system, 

This saf ety . factor must be _a generous one, for unlike 
the conventional mechanical and' diffusion pumped systems 
which easily recover from a momentary- overload/ the opera- 
tion of the ion pump can be. seriously affected by a pres--, 
sure- overload. If the .pressure pulse is sufficient, the 
power supply, which operates the sputter ion p-ump, changes 
its operating mode into a lower voltage-higher current one. 
This is a built-in safety feature, designed to protect the 

ion pump electrodes-. If the pressure pulse exceeds about 
-4 

5 X 10 Torr, the poxnt of maximum throughput for the ion 
pump, both the throughput and pump spegd decrease. A feed- 
back loop develops in which the pressure continues to inr 
crease and the pimiping capacity to decrease. The end result 
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is that the trip circuit in the ion pump power .supply will 
shut down the system. This- failure mode is rare because 
the systems are designed with sufficient reserve p\amping 
capacity to- take care of- normal pressure bursts. 

4 . Theory, Design, and Operation of a Titanium Sublimation 

Pump . . ■ 

The titanium sublimatiun puuijj upeiattia uix tue pj7j.injipj.e 
of pumping chemically reactive gases (H2/ N2 , CO,.CO^) 

by gettering them on a titanium film. ' The film is -formed by 
evaporating (subliming) the titaniimi by either direct re- 
sistive heating of a titanium wire (or a titaniiim wrapped- 
heater) or by electron bombardment heating of titanium-metal. 
The metal is evaporated onto a cooled surface (generally 
water cdoled but sometimes liquid nitrogen cooled) where the 
vacuum gases can react with the film. The .advantage of this 
system is that it is possible to obtain very high pump speeds 
at a‘ relatively low cost. The problem is that, the titanium 
film -p\2mps chemically- reactive gases only. 

The operating characteristics of a -typical titanium 
sublimation pump are shown in Fig.V- 11 . Each curve on’ the 
graph .is for- a- specific titani-um evaporation- rate. At the 
high pressure end, -the- residual gas arrival rate is great, 
enough -to combine with all the available ti-tanium" so -that, 
the speed is dependent' on the titanium arrival rate. At the 
low-pressure end, the pump speed is dependent on the arrival 
of gas from the system. This is referred 'to as the area 
limited speed of. the pump. The total speed of - the pump is 
thus dependent on the rate of' titaniimi evaporation in the 
high pressure region, and on the surface area on which the 
metal - is deposited in the ‘low pressure range,’ 
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Fig. V-11. Characteristics of a titanium sublima- 
tion pump. 


The area limited speed S of the pump can be obtained 
from the product of the surface area and the intrinsic speed 
which is given in Table V-I (Ref. V-13) , and thus S = S. A. 
Because of the large pumping speeds that are possible with 
this technique/ it is critical that the conductance of the 
system be calculated in order to determine an accurate esti- 
mate of the net pumping speed. This is shown below. 

Dushman (Ref. V-10) has formulated the following equa- 
tion to approximate the conductance of a cylindrical tube of 

length 5, (cm) / and of radius a (cm), for a gas at a tempera- 

_ 1 

ture T(°K) and having a molecular weight M (grams mole ) 


F 


3.64 K’ A 



liter- 


-1 

sec 


= 3.64 



2 


TT a 
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The values of K' are given for values of Jl/a. The over-all. 
pumping speed S„ of the system which consists of a number 
of tubes 1, 2 , etc., and the pump is given as follows 




etc . 


TABLE V-1 

Intrinsic Speed for a Titanium 
Surface Sj_ = liter-sec~^ cm“^ 


Surface Temperature 

Gas 

^2 

^2 

^2 

C0 

''°2 

H^O 

20°C 

3.1 

4.6 

1.5 

9;3 

7.7 

3.1 

-195°C 

10 

10. 

6.2 

10.8 

9.3 

14 


An example of this calculation is made - for the system 
shown in Fig. V-3 . The chamber is 34 cm long and- 20 cm in 
diameter; the side tube is about 16 cm long and 20 cm in- 
diameter. The sublimation pump body is about 30 cm in 
diameter and 34 cm long. Thus, the various calculations are- 
given below. 

S-A = S . A , -1 -1 \ 

A 1 (wall) 

- 1-2 

= 3.1 (liter-sec cm ) 34 (cm) ir 30 (cm) 

' I 

= 9940 liter-sec ^ 

The conductance of. the side tube is 


i74 




= (3.64) (0.625) (tt 10^) 



2 J 


liter sec 


-1 


= 8750 liter-sec 


-1 


The conductance of the chamber is given by F 


F 


2 


(3.64) (0.439) (tt 10^) 



2 ' 

1/2 


= 6150 liter-sec 


Thus the over-all pump speed is- 

= _i — + —5: — 4 - ■ _i 

9940 8750 ■ 6150 

=. 2650 liter-sec ^ 


Thus the system is adequate to operate the ion source, whiph 
3 -1 

uses 4 cm (STP) hour of hydrogen gas-. 


5 . Cryogenic Pumps 

The use of liquid helium copied cryogenic pumps is 

not advisable for a system in which the predominant gas load 

is hydrogen. The reason is- that the vapor pressure of hy- 

— 6 

drogeh is of the order of 10 Torr at a cryopump tempera-^ - 
ture of the order of 4.5 to 4.2“K (Ref. V-14) . This value 
is poorer than that which can be obtained- from the TSP and 
the ion pump. 
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F. CONTROL LOOP SYSTEMS 

The continuous- operation Of the solar wind simulator 
for long periods (i.e., of the order of 1000 hours) requires 
the use of control circuits. The ion source pressure, which 
is of the order of 10 to 30- um, is monitored by. means of a 
capacitance manometer. This .unit seryocontrols a variable 
leak valve which adjusts the gas pressure in the ion -source, 

The beam current at the target is monitored by means of a 
collector such as that shown in Fig-, y-8'. This information 
is fed back to the ion source power, supplies to regulate 
the beam flux to the target. The, same; is true for the neutral- - 
izer and the photon source. 

G. SUMMARY AND CONCLUSIONS 


The design that has been produced satisfies all of the 
requirements for the simulation of the solar wind in the 
laboratoary. environment. Of the two ion sources that were 
analyzed in Section IV-A, the rf was used- in this design. 

The ion optics system was . designed- to collimate a fine beam 
of protons through a 0.2 cm aperture , and- expand it into a 
10 - cm beam at the target.'- This has two advantages: (a) .the 
small beam permits the use of a simple magnetic mass separ- 
ator to purify the beam and (b.) the small aperture permits 
differential piimping of the. system. The use of the magnetic 
mass separator results in a simple ’design in which .the prob- 
lems, due to energetic (charge exchange formed) neutrals and- 
of energetic Lyman a. photons from the source are avoided 
completely. The. use of an isolation valve between the pro- 
ton beam source and -hhe sample chamber permits the pressur- 
ization of either part- of the system without damage to the 
other half. 


176 



SECTION VI 


CONCLUSIONS AND SUMMARY 

Based on the foregoing discussion it may be concluded, 
that it is practical to simulate in the laboratory the inter- 
action between the solar wind and a thermal control coating^ 
In order to accomplish this effectively, it is necessary to 
provide a mass separator that deflects the protons out- of. 
the beam of ions, neutrals, and photons which emerge from- 
the source. It. is also necessary to provide a neutralizing 
electron beam at the target to assure that the kinetic 
energy. of the protons . which strike the target. is accurately 
controlled. 

Based on a first order analysis, it was concluded that 
the results of the proton-sample interaction would be the 
same for a pulsed and continuous . beam. If this can be^ 
verified experimentally, considerable simplicity and. .versa- 
tility can be achieved by rastering a small proton beam 
over the target area rather than- expanding- the small beam 
into a dilute broad beam. 

A representative system has been described in detail in 
Section V-. It consists of an rf proton source, a sector 
type mass separator and a series of einzel lenses to- control 
the beam dimensions. The entire system is housed-. in a vacuum 
chamber which may be valved off from the main vacuum chamber 
to permit source repairs or adjustments without exppsing the 
samples to atmosphere. The source chamber is separated from 
the main chamber by a small, aperture and differentially 
pimped to prevent the high gas load from the source from 
reaching the main chamber. Separate techniques are discussed, 
for varying the proton energy and current density at the 
target . 
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In order to pursue this optimized design further, 
several key experiments are required: 

1. Verify the source emittance diagram 
experimentally . 

2 . Establish the current range over which the- 
rf source will .operate stably. 

3. Verify the source lifetime of 10^ hours 
under typical operating conditions . 

4 . Compare dc and pulsed proton beam interac- 
'tions with the test samples . 
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APPENDIX A 


ANALYSIS OF A SCANNED PROTON BEAM TECHNIQUE 
I . INTRODUCTION 


Prom an engineering standpoint, the fabrication ,of a 
proton gun using a scanned, becim to achieve -uniform irradi- 
ation offers several advantages over a flooded beam approach. 
This includes uniform irradiation with a simpler intensity 
control . 

In considering .the use of a rastered beam, however, the 
possibility of effects on the kinetics of color center pro- 
duction must be examined. The goal of a successful simulator 
is to produce-, for a given proton dose, the same. color center 
density that would be obtained in the low flux, uniform ir- 
radiation of the space environment. Two- aspects of the 
rastered versus flooded beam approach may affect the ultimate 
color center density; these are the higher rates associated 
with the rastered beam and the dead time where the raster - 
spot is sweeping the remainder of the sample. 

The following discussion- considers a number of aspects 
of the color center production and defines the dependence - 
upon the irradiation mode. Specific examples are- given in 
Ref. A-1. The processes considered are 

® Displacement Production 

®' . Electronic Transitions 

® Color Center Density 

It is concluded that for rates practical for laboratory 
simulation, the rastered and -flooded beam will result in the 
same- defect level for equal proton doses. 
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II. PROTON BEAM PARAMETERS - 

For the current discussion, we will consider an ideal- 
ized rastering action. For this, the total beam current on 
the sample will be considered constant, because the flux in 
the rastered- beam is higher by the ratio of, the sample area 
to the area of the beam spot size (A/AA) . We will also con- 
sider that there is no overlap on the beam sweep, and the 
dead' (flyback) time is zero. The beam geometry is taken as 
rectangular, and the exposure time of an element of area t 
is then related to the raster rate t^ by t =• (AA/A)t^. 

The raster time t^ is the total time required to sweep the 
entire sample. 

III. DISPLACEMENT PRODUCTION 


The displacement yield of prorons, rn me Kixoexecrron 
volt region has been shown to be of unity order in typical 
pigment materials. Specifically for MgO, the yield. varies 
from 0.72 displacements /proton at 1 keV to 1 . 71 • displacements/ 
proton at 3 keV. These values were .determined on, the basis, 
of the Lindhard’ theory and are developed in detail in 
Ref. A-1. 

The equation describing the increase, in displacement 
density with fluence developed in Ref. A-l- considers several 
factors. These- include 

a Initial separation less. than a minimum- criti- 
cal distance r* will result in immediate 
recombination of the vacancy interstitial 
pair. 

• The distribution in energy received by. the 
target ion. and the resulting distribution 
in displacement distance. 
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• The material parameters that determine 
nuclear cross, sections, and- displacement 
ranges . 

This model was solved analytically within the dependence 
on the parameter r*. The resulting equation was foxand to 
depend. only upon the total fluence (i.e., the flux appears 
only in terms involving the product of flux times time) and 
therefore, wpuld indicate no dependence upon irradiation 
mode, rastered or flooded; 

The model would break down, however, if the density of- 
mobile ions ever increased until there was a significant 
interaction between them. The previous development con- 
sidered a mobile ion in an otherwise perfect lattice struc- 
ture. In order to estimate the time scale for such processes, 
-we may consider the velocity of - the moving ion. The average 
energy transferred to the target ion is the order of 20 eV 
for protons in the low kiloelectron volt range and target ions- 
of the order. of 25 AMU ' s . A simple calculation of the veloc- 
ity yields approximately 10^ cm/sec. In Ref.^ A-1 an average 
range of displacement .was shown to be. the order of a few 

-14 

Angstroms, indicating a displacement time the order of 10 
sec. This energy- is then released to. the lattice as . thermal 
vibrations and may as a worst case estimate be taken as the 
order of 10 sec (Ref. A-2) . 

The most difficult number to, define is the density of 
mobile ions at -which interactions become important. A rough 
estimate may be made, as follows. The average. displacement • 
distance- is approximately two to. three lattice spacings 
(Ref. A-1) . Extending this to five for a worst case, the 
volume associated with each moving ion is then on the order 

3 

of 500 lattice sites (4/3) irr , r == 5 . The point at which 
there would be a 1% chance that two. moving ions are created 
within this volume is given by 
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where 


500- • =- O.Ol--* 


3 

- mobile ion. density = 1 cm - 

_ , 3 

= target ion density = 1 cm 


22 

For .MgO, the value of Nq is approximately 5 x 10 resulting 

X8 3 

in a density of = 10 /cm . • 

The actual density of ■ mobile ions is. given. by 


N 


N' $ tj 


where 


•N * = displacement yields/proton 
# = proton flux 

t„ . = time constant on displacement . production 
R s proton- range ('^^10 cm) 


Inserting the numbers from above, we, obtain 


$ = 


N,R . 

■lol? X 10-6 ^ 


1 X 10 


-11 


which exceeds the practical limits possible for laboratory- 
simulation by several orders of magnitude. 

For displacement production, it may. then be concluded 

that 
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o 


High rate effects will not odcur until 
fluences well in excess- of practical simu- 
lation-levels are reached. 

o At working flux levels, the displacement - 
density is a function of the total fluence 
only and therefore will not- vary between 
the rastered- and flooded mode of irradiation. 

IV 1 ELECTRONIC TRANSITIONS- 

As with- displacement production, the possibility of high 
rate effects upon . analysis of the electronic transitions in- 
volved in color center production mus.t be considered. The 
method of analysis is typically based upon. a set of rate • 
equations which describe the generation, . trapping, and re- 
combination of the electron-hole, pairs produced -by the pro- 
ton. . The particulars of these equations, will vary, with the 
materials, but may be described- by _ considering a specific 
set. Again, we refer to the -MgO study of- Ref . A-1; the 
general technique of rate equation analysis received a 
thorough discussion in Ref. A-3. ■ 

Consider first the rate of . production of free holes: 

H = g ^ p(H - p^> - kjp R 

where 

p s free hole density 
g s ionization rate 

= trapped hole density (color cenfer) 

T = thermal, trap- lifetime _ 
k = rate constant 
R H recombination center density . 
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The first term is the. number of electron^-hole pairs created 
per unit' volume and time. The second represents an increase 
in free holes due to thermal- release of . trapped- carriers . 

The third term describes hole trapping and the last. describes 
recombination . 

The corresponding equation for trapped hole density is 



p(H ~ pj^) 



T 


and it must also be noted that H is really a function of 

i. 

time. The value of x is known- from.- bleaching studies and 
for centers which pose a problem to, long. missions, will be of 
the order of hours or longer. ■ The value of g is estimated 
at worst case by assuming that all. the energy goes .into 
ionization and an energy o.f. three times the band gap, on the 
average, is required to form an electron hole pair. 

Therefore , 

^ • R 

_ ' P 

“ R- (3E ) 

p g- 

where 


E 

P 


E 

g 


proton energy 
proton range 
band gap 


Thus , for an insulator such as MgO 


^3KeV 


• 3 X 10^ 
30 X 10“^ 


10 ®, ^ 
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The recombination centers R are provided by impurity levels 

such as. and in MgO. The density may- be estimated 

from the impurity analysis and for 100 ppm material would be 

X8 3 

of the order of 10 centers/cm . The rate constants k and 
^2 are given by the product of thermal velocity of- the free 
carrier and interaction cross section. For a coulomb attrac- 
tive center, which the R center would be expected to be, 
we obtain 

k = vs • = lO"^^ X 10“^^ = 10“® 

2 sec 

The constant k^^ may vary from the same to three orders of 
magnitude smaller. The possibility of dependence upon radi- 
ation mode is associated with the difference in flux between 
the rastered and flooded beam. The possibility of high rate 
effects may show up in two ways. First, if the density of 
free carriers exceeds 10 /cm , the direct interaction between 
carriers becomes important and would negate the validity of- 
the set of rate equations. Second, if the free carrier 
density is the order of- the recombination center density R, 
then R will not remain a constant but must be determined 
by additional rate equations. The additional equations would- 
involve more parameters which must.be determined and limit 
the usefulness of the model. 

We may estimate the free hole, density by considering 
the first rate equation. During radiation, the direct 
generation of free carriers would exceed the thermal trap 
release in. most circumstances. The initial concentration 
of H centers will be approximately equal to R (one positve 
ion vacancy is generated for each two trivalent impurity 
ions) and pj^ will be much less -than H; 
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For- the case- of MgG, and- "generally .most other material, 
the trapping cross sectipn will be much .less than -the recom- 
bination cross section.' Considering these' assumptions , a 
good approximation for early time ir 

d 

gE = g - kjPR 
t 

From this, the effective lifetime is -seen to-be "x = 1/k^ R 

“6 8 —12 ^ ^ 
=,(10 X 10 ) = 10 sec. and- the free- carriers willbe in 

equilibrium on a time scale that is very rapid- compared with 

irradiation- times . Therefore, 


P.^ g/k^R =10® Vk 2 R . 

-4 ■ 

For the numbers quoted above for MgO, p = 10- #. As .in 

the case of defect production, we again find a- flux exceeding 

normal simulation levels is required to' produce high rate^ 

14 "2 

effects. For example, a flux of 10 protons/cm / sec would 

10 

be typical of the rastered beam which makes p 'v lo holes/ 

3 • -,^18 

cm << 10 . 

In summary we may- concl-ude - 

© High rate. effects would only occur above' 

21 2 

10 protons/cm /sec, which is well- in ex- 
cess of laboratory simulation levels. 

® Rate equations describing production of 

free carriers will not -depend- on -the ir- ’ 
radiation mode, rastered or flooded. 

V. COLOR CENTER DENSITY 


Subsequent to the production of displacements,, the 
vacancies may capture free carriers which may then display 
an- absorption band in the solar spectrum. These color 


192 



centers provide the mechanism by which thermal energy is 
transmitted to the coating . 

The, steady state density of color centers. will depend 
on the displacement density and thermal- depth of the trapping 
center. To represent a serious problem for thermal control 
surfaces, the room temperature lifetime must be on-^the order 
of hours or greater. 

Possible effects of irradiation mode, (rastered gx 
flooded) upon the color center density may result from heat- - 
ing effects on the raster rate relative to bleaching times'. 

The rate equation for color center production was 


dt 




The coefficient was estimated as 

k, = (10“^) (10"^) 
IP 

= lO"^^ $ 


in Section III of this Appendix. Practical levels for ^ 

+9 +15 

may vary from 10 (flooded beam, low rate) to 10 

(rastered beam, high rate) . The value of- 1/t for a 

' ’ ’ ’ -4' 

several hour lifetime is. on the order- of, 10 1 Since- Pj^< 

H for all values of time , the thermal bleaching term is 

important only when p^^ H. At low proton flux levels, the 

free hole, density is approximately constant at, .the value of 

g/k 2 R and the color center density will be governed- by the - 

value of H, which was shown earlier to depend- only upon 

the total fluence and not the flux.. At high -flux- rates , the 

coefficient k, is of the. order of unity and any deviation 

Ip - • * 

of Pj^ from H- would be- changed rapidly (on, the order of 
seconds) and pj^ would-, closely track the value, of H, again 
resulting in. a dependence only upon total fluence. 



The second question of raster time relative to thermal; 

bleaching time may be considered in terms of the average 

time color centers have been availa,ble ,for thermal b leach -r 

ing. Consider the color centers generated during a time 

equal to one - raster ^ cycle. Those generated by the rastered 

beam may be considered..as generated at the. start of the cycle 

and would then have the cycle time plus the remainder of the. 

experiment to bleach. Those, generated by the flooded beam 

have an average -of half the cycle time plus the remainder 

of the experiment to bleach. Obviously, for raster rates. 

much greater than the total irradiation time, this differ- 

3 

ence is .insignificant . Typical raster rates are' 10 /sec 

’ '3 

and total irradiation times, are typically >10 sec; ther.e-::- 
fore, the raster time is insignificant .compared with irradi- 
ation time. 

In summary , we may conclude 

© Color center density is. determined- by defect 
density and, - therefore , . is a function of • 
total fluence. Mode -of irradiation, rastered - 
or flooded, is not significant. 

® The relation -of bleaching' time to raster 

rate is insignificant for typical operating 
procedure. - 
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